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CHAPTER  1 


INTRODUCTION 


Microwave  nondestructive  techniques  have  a  long  history  dating  from 
the  early  1950s,  with  a  strong  flurry  of  activities  in  the  1960s  and 
1990s.  However,  these  techniques  are  still  not  widely  known  in  the 
nondestructive  testing  (NDT)  community  and  are  often  referred  to  as 
"emerging  techniques"  or  "others".  It  is  only  during  the  last  two  or 
three  years  that  some  NDT  conferences  have  ^located  a  whole  session 
or  two  solely  to  the  topic  of  microwave  NDT.  For  those  involved  in  the 
research  and  development  of  microwave  and  millimeter-wave  NDT 
techniques  who  have  long  appreciated  the  advantages  of  such 
techniques,  this  increased  visibility  is  a  welcome  and  encouraging 
change. 

It  appears  that  unlike  the  NDT  community,  the  microwave  community  is 
generally  more  aware  of  the  applications  of  microwaves  for  non- 
intrusively  inspecting  materials  and  structures.  However,  articles 
published  in  microwave  oriented  journals  (not  NDT)  do  not  always 
receive  the  attention  of  NDT  practitioners.  Furthermore,  most  of  these 
scientific  investigations  may  not  always  attack  an  NDT  problem  directly, 
but  the  approaches  developed  by  them  can  be  modified  and  expanded  to 
include  practical  NDT  problems.  The  theoretical  development  of  an 
antenna  admittance  variations  in  layered  plasma  is  a  good  example  of 
this.  Although  most  of  such  problems  have  dealt  with  understanding  of 
the  characteristics  of  an  antenna  on  a  spacecraft  during  re-entry  into  the 
atmosphere,  a  layered  plasma  is  very  similar  to  a  layered  dielectric 
composite.  There  are  also  new  microwave  and  millimeter  wave 
theoretical  and  experimental  developments  specifically  for  NDT 
purposes  that  have  taken  place  in  the  last  few  years  (in  addition  to 
research  in  the  1970s  and  early  1980s).  The  inspection  of  new  dielectric 
materials  such  as  composites  represents  an  example  of  an  important  new 
potential  application  area  for  microwave  and  millimeter  wave  NDT. 

The  ever  expanding  materials  technology,  by  which  lighter,  stiffer, 
stronger  and  more  durable  electrically  insulating  composites  are 
replacing  metals  in  many  applications,  demands  alternative  inspection 
techniques  to  the  existing  NDT  methods.  This  is  due  to  the  fact  that  the 
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existing  standard  and  well  established  NDT  techniques  may  not  always 
be  capable  of  inspecting  these  composites. 

Microwave  signals  penetrate  inside  dielectric  (electrically  insulating) 
media  easily.  The  depth  of  penetration  is  dictated  by  the  loss  factor  of 
the  dielectric  material  (ability  to  absorb  microwave  energy)  and  the 
frequency  of  operation.  Measurements  can  be  conducted  on  a  contact  or 
non-contact  fashion  while  operating  on  one  side  of  a  material  or  using 
its  both  sides  (reflection  or  transmission  techniques).  Microwave  NDT 
techniques  are  sensitive  to  geometrical  and  dimensional  variations  of  a 
medium  or  a  defect.  Polarization  properties  of  microwave  signals  can 
be  used  to  increase  measurement  sensitivity  to  defects  of  a  certain 
orientation.  The  evaluation  of  the  properties  and  composition  of 
mixtures  including  the  effect  of  curing  in  chemically  produced 
composites  is  also  possible.  It  is  not  necessarily  true  that  because 
microwave  signals  have  wavelengths  in  the  centimeter  range,  the 
resolution  obtained  using  these  signals  cannot  be  better  than  a  large 
fraction  of  the  operating  wavelength.  For  instance,  in  monitoring 
thickness  variation  in  dielectric  slabs  and  coatings,  if  resolution  is 
considered  to  be  the  smallest  thickness  variation  that  is  possible  to  be 
detected,  then  microwave  NDT  techniques  have  shown  measurement 
resolutions  of  a  few  microns  at  10  GHz  (wavelength  of  3  cm  in  free- 
space).  If  resolution,  in  a  given  application,  is  considered  to  be  the 
smallest  spatial  distance  between  two  defects  so  that  they  can  be 
individually  detected,  then  near-field  microwave  and  millimeter  wave 
techniques  have  provided  resolutions  of  better  than  a  tenth  of  a 
wavelength.  It  has  also  been  shown  that  an  increase  in  frequency  does 
not  necessarily  render  better  measurement  resolution  in  all  cases.  Also, 
at  around  12  GHz  fatigue  cracks  on  metal  surfaces  with  widths  in  the 
range  of  a  few  microns  have  been  detected.  In  addition,  spatial 
resolution  is  a  function  of  the  microwave  sensor  used  (e.g.  open-ended 
waveguides,  open-ended  coaxial  lines,  cavity  resonators,  etc.). 
Statements  made  in  conjunction  with  radar  resolutions  do  not  always 
apply  to  microwave  NDT  techniques  even  though  both  use  microwaves 
since  most  of  NDT  applications  are  conducted  in  the  near-field  of  a 
probe  as  opposed  to  its  far-field.  Furthermore,  changes  in  the  reflection 
coefficient  properties  for  a  given  microwave  sensor  and  defect  are  very 
different  in  the  near-field  compared  to  the  far-field. 

Hardware  systems  for  microwave  NDT  applications  need  not  be 
expensive.  It  is  true  that  if  laboratory  test  equipment  is  used  to  conduct 
measurements,  the  cost  will  be  high.  However,  hardware  for  a  specific 
application  can  be  developed  and  built  to  be  relatively  inexpensive, 
simple  in  design,  hand-held,  battery  operated,  operator  friendly  and 
operate  on  an  on-line  basis.  In  a  majority  of  microwave  NDT 
applications  where  detection  is  the  primary  objective,  there  is  very  little 
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to  no  need  for  complicated  post  signal  processing.  Capability  of 
providing  real-time  information  makes  these  techniques  suitable  for  on¬ 
line  industrial  applications.  The  operator  need  not  be  a  microwave 
expert  to  conduct  microwave  NDT  measurements  once  a  system  has 
become  operational.  Since,  the  required  operating  power  for  most  NDT 
applications  (excluding  ground  probing  radars  and  microwave  heating 
sources)  are  in  the  few  milliwatts  range,  and  the  majority  of  these 
techniques  are  conducted  in  near-field  with  a  high  degree  of  frequency 
selectivity  (narrow  band  CW  measurements),  they  do  not  cause  any 
EMI  and  are  not  affected  by  EMI.  There  are  no  environmentally 
hazardous  or  undesirable  byproducts  associated  with  these  techniques. 

Large  scan  areas  can  be  accommodated  with  an  array  of  sensors. 
Microwave  signals  do  not  penetrate  inside  conductors  and  graphite 
composites.  However,  this  is  not  always  a  limitation  since  surface 
features  such  as  cracks  on  metal  surfaces  and  impact  damage  on  graphite 
composites  can  be  inspected  along  with  the  properties  of  dielectric 
coatings  (thickness  and  material  composition)  on  top  of  metals  and 
graphite  composites.  One  of  the  most  attractive  aspects  of  microwave 
NDT  techniques  is  the  availability  of  many  different  probes/sensors. 
Some  of  these  may  render  better  results  than  the  others  for  a  specific 
application.  In  addition,  optimization  of  system  parameters  for 
obtaining  more  sensitive  results  makes  microwave  NDT  techniques  very 
powerful. 

Once  the  underlying  theoretical  foundation  of  the  interaction  of 
microwaves  with  a  given  medium  is  understood  and  modelled,  one  may 
develop  electromagnetic  codes  to  predict  the  outcome  of  a  measurement 
in  order  to  optimize  it  for  obtaining  the  highest  possible  measurement 
sensitivity.  It  is  argued  here  that  unless  one  has  a  sound  and  clear 
understanding  of  the  fundamental  steps  in  the  interaction  of  microwaves 
with  various  media  and  a  thorough  understanding  of  how  to  manipulate 
various  microwave  sensors  for  measurements  purposes,  the  so-called 
tinkering  with  microwave  sensors  may  not  render  acceptable  results. 

Areas  that  may  (some  already  have)  benefit  from  using  microwaves 
NDT  techniques  are: 

-  accurate  thickness  measurement  of  coatings,  single  dielectric 
slabs,  layered  dielectric  composites  made  of  plastics,  ceramics 
and  any  other  type  of  dielectric  materials 

-  minute  thickness  variation  of  each  layer  in  these  dielectric 
media 

-  disbond,  delamination  and  void  detection  and  thickness 
evaluation  in  stratified  media 
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-  inspection  of  thick  plastics  and  glass  reinforced  composites  for 
detection  of  interior  flaws,  fiber  bundle  orientation  and 
breakage,  moisture  content,  etc. 

-  detection  and  estimation  of  porosity  in  dielectrics 

-  impact  damage  detection  and  evaluation  in  reinforced 
composite  structures  including  graphite  composites 

-  accurate  material/constituent  characterization  in  dielectric 
mixtures 

-  detection  and  evaluation  of  curing  in  chemically  reactive 
media 

-  relating  electrical  properties  of  materials  such  as  dielectric 
characteristics  to  physical  and  mechanical  properties  such  as 
compressive  strength  of  concrete  members 

-  detection  of  surface  cracks  (stress  and  fatigue)  in  metals 
including  sizing  of  the  three  dimensions  of  a  crack.  This 
feature  extends  to  filled  and  cracks  covered  with  various 
dielectric  coatings.  As  a  matter  of  fact,  covered  cracks  have 
been  shown  to  be  detected  easier  than  exposed  cracks  which 
allows  for  crack  detection  under  various  coatings  without  the 
need  for  the  coating  removal  prior  to  testing 

-  optimization  capability  for  all  of  these  measurements  to  obtain 
higher  measurement  sensitivity 

-  production  of  defect  images 

-  using  microwaves  as  heat  sources  in  thermography 

-  finally,  new  applications  are  continuously  being 
discovered 

The  time  is  right  for  renewed  vigor  in  applying  microwave  NDT 
techniques  to  new  inspection  problems.  A  fresh  sustained  effort  in  this 
area  should  bare  many  fruits.  Many  investigators  believe  that,  given  the 
same  level  of  effort  enjoyed  by  other  NDT  techniques  during  their 
development,  microwave  NDT  will  find  a  prominent  place  in  a  wide 
realm  of  applications.  In  some  cases  it  will  prove  to  be  ^e  technique  of 
choice.  In  other  cases  it  will  prove  to  be  a  useful  complement  when 
used  in  conjunction  with  other  methods.  A  comprehensive  reference  list 
is  provided  here  for  further  inquiry  by  the  reader  [1-260]. 

MICROWAVE  &  MILLIMETER  WAVE  FREQUENCY  SPECTRUM 

There  is  no  firm  definition  for  microwave  spectrum,  however  the 
frequency  range  between  about  300  MHz  to  300  GHz  (1  m  to  1  mm  in 
wavelength)  is  known  as  the  microwave  frequency  region  (giga  =10^). 
Frequency  range  below  40  GHz  is  known  as  the  microwave  region  and 
above  it  is  known  as  the  millimeter  wave  region  (although  some 
consider  above  30  GHz  to  be  the  millimeter  wave  region).  There  are 
numerous  schemes  for  designating  letters  to  different  frequency  bands 
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in  the  microwave  range.  The  following  is  the  IEEE  (Institute  of 
Electrical  and  Electronics  Engineers)  letter  band  designation  (frequency 
and  wavelength  shown)  [261]. 


p 

band 

0.23  -  1 

GHz 

130-30 

cm 

L 

band 

1-2 

GHz 

30-15 

cm 

S 

band 

2-4 

GHz 

15-7.5 

cm 

C 

band 

4-8 

GHz 

7.5  -  3.75 

cm 

X 

band 

8  -  12.5 

GHz 

3.75  -  2.4 

cm 

Ku 

band 

12.5  -  18 

GHz 

2.4  -  1.67 

cm 

K 

band 

18-26.5 

GHz 

1.67  -  1.13 

cm 

Ka 

band 

26.5  -  40 

GHz 

1.13  -  0.74 

cm 

mm  Waves 

40  -  300 

GHz 

7.5-  1 

mm 

The  millimeter  wave  band  is  subdivided  into  Q,  V  and  W  bands  (old 
DoD  designation). 

DEHNinON  AND  SCOPE  OF  THE  MICROWAVE  NDT/E 

Microwave  NDT/E  includes  non-intrusive  techniques  using  different 
kinds  of  sensors  operating  in  the  above  frequency  ranges.  These 
techniques  are  based  on  the  interaction  of  radiated  electromagnetic 
energy  with  material  media.  Not  only  microwave  (millimeter  wave) 
techniques  are  based  on  this  principle  but  also  other  frequencies  have 
been  used  for  NDT  purposes  such  as  low  frequencies  (for  capacitive 
sensors),  optical  frequencies  (including  infrared  and  ultraviolet),  X- 
rays,  and  gamma  rays.  It  is  obvious,  that  although  the  underlaying 
principle  is  the  same,  the  scope  of  possible  applications,  the  equipment 
and  technology  used  may  be  quite  different. 

Microwave  NDT  methods  may  be  considered  as  part  of  broader  area  of 
industrial  applications  of  microwaves.  Medical  applications  of 
microwaves  is  another  area  which  is  usually  considered  separate  from 
industrial  applications. 

Some  of  the  established  areas  of  industrial  applications  for  microwaves 
include: 

Microwave  drying: 

-  paper  and  printing  industries  (paper,  printing  ink,  glued 
products) 

-  leather  and  textile  industries 

-  construction  (wood,  plaster,  tiles,  ceramics) 

-  foundries 

-  pharmaceutical  industry 

-  tobacco  industry 
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Microwave  vulcanization  and  polymerization  in; 

-  rubber  industry 

-  chemical  industry 

Food  industry  applications: 

-  cooking 

-  thawing  and  tempering 

-  drying 

-  preservation  (sterilization) 

Other  miscellaneous  applications; 

-  disinfection 

-  soil  treatment  (use  of  microwaves  instead  of  herbicides  for 
destruction  of  unwanted  seeds) 

-  germination 

-  crop  protection 

-  wine  making  by  carbolic  fermentation 

Microwave  NDT  methods  may  be  tentatively  divided  into  the  following 
categories,  most  of  which  are  the  subject  of  this  report  in  the  upcoming 
chapters: 


-  measuring  and  control  of  distance  (near-field  and  far-field) 

-  measuring  and  control  of  geometrical  dimensions  of  dielectric 
objects 

-  measuring  of  the  properties  of  the  materials  (including 
moisture  measurements) 

-  detection  and  sizing  of  cracks  in  metals 

-  microwave  imaging  and  holography 

DIELECTRIC  PROPERTIES  OF  MATERIALS 

Propagation  of  an  electromagnetic  wave  inside  a  dielectric  medium  is 
dependent  upon  the  dielectric  properties  and  the  geometry  of  the  material 
(e.g.  thickness)  and  the  operating  wavelength.  Therefore,  it  is  of 
utmost  importance  to  have  a  clear  knowledge  of  the  dielectric  properties 
of  materials  when  using  microwave  NDE  techniques.  Dielectric 

properties  of  a  material  is  a  complex  quantity,  and  is  denoted  by  e  =  £'  - 

je",  where  e  is  called  the  absolute  complex  dielectric  constant  of  the 

medium,  e'  is  known  as  the  permittivity  (indicating  the  ability  of  the 

material  to  store  electromagnetic  energy)  and  e"  is  known  as  the 
dielectric  loss  factor  (indicating  the  ability  of  the  material  to  absorb 
electromagnetic  energy).  Once  normalized  with  respect  to  the 
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permittivity  of  free-space,  =  (l/36jt)xl0’9  (F/m),  the  relative  complex 

dielectric  constant  of  the  medium,  =  £/e^  =  £\  -  je"^  is  obtained.  It 

must  be  noted  that  although  £,.  is  referred  to  as  the  dielectric  constant,  it 
is  indeed  a.  function  of  frequency  and  thus  is  not  a  constant  in  this 
respect.  The  degree  to  which  this  parameter  is  a  function  of  the 
operating  frequency  depends  on  the  molecular  structure  a  medium.  The 

ratio  of  (e'fle'^)  is  known  as  the  loss  tangent  (tanS)  of  the  medium 
indicating  its  ability  to  absorb  electromagnetic  energy  [262].  The 
absolute  dielectric  constant  is  also  related  to  the  conductivity  of  a 

material,  a,  through  e  =  e'  -jo!  (o,  where  co  =  2  jrf  where  /  is  the 
operating  frequency  [263].  From  the  loss  point  of  view,  materials  may 
be  divided  into  two  categories  of  low  loss  and  high  loss  dielectrics.  A 

lossless  medium  is  one  whose  dielectric  constant  is  purely  real  (e",.  =  0). 
The  only  example  of  this  type  of  a  dielectric  is  vacuum,  however  many 
low  loss  materials  such  as  Teflon,  glass.  Styrofoam  are  often 
considered  to  be  lossless. 

For  a  plane  wave  propagating  in  the  z-direction  and  polarized  along  the 
x-axis  inside  a  medium  with  a  relative  dielectric  constant  of  - 

je'f,  the  propagation  constant,  7,  determines  the  magnitude  and  the 
phase  of  the  wave  at  any  point  z  inside  the  medium.  The  electric  field 
intensity  at  any  point  is  given  by: 

E{z)  =  E^e'^a^  (1) 

Eg  is  the  electric  field  intensity  at  z  =  0  and  7=0  +  jP,  where  a  and  p 
are  the  absorption  and  phase  constants  of  the  medium,  respectively. 
They  are  related  to  by: 

a  =  (Nplm)  (2) 

P  =  kg  Re|-^}  (rad  /  m)  (3) 

where  =  IizIXq  is  the  wavenumber  in  free-space  and  Xq  is  the 
wavelength  in  free-space.  Thus,  if  a  plane  wave  travels  through  a 

thickness,  d,  of  a  material,  {yd)  determines  the  amount  of  attenuation 
and  phase  shift  that  the  wave  experiences.  This  quantity  is  known  as 
the  electrical  thickness.  The  power  absorption  coefficient  (assuming  a 
non-scattering  medium)  is  given  by: 
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K^(dB  /  m)  =  8.68aiNp  /  m)  (4) 

The  depth  of  penetration,  which  is  the  depth  at  which  the  power  density 
reaches  (1/e)  of  its  value  at  the  surface  of  the  medium  is  then  given  by: 

/ 


Therefore,  the  penetration  depth  is  a  function  of  the  operating 
wavelength  (frequency)  and  the  dielectric  properties  of  the  medium 
[262]. 

A  low-loss  medium  is  assumed  to  have  (toe' »  o).  For  such  a  medium 
a  =  rjo/2  and  =  co(l^£y’^,  where  rj  is  the  intrinsic  impedance  of  the 
medium  and  p  is  its  permeability.  For  a  high-loss  medium  (a  »  coe'), 
and  a  =  /3  =  ((opaliy^  [263]. 

The  knowledge  of  the  dielectric  properties  of  materials  is  an  important 
issue  in  microwave  NDE  from  two  primary  stand  points: 

-  when  dealing  with  the  interaction  of  electromagnetic  waves 
with  material  media 

-  when  dealing  with  the  material  composition  of  a  medium 

The  latter  is  known  as  material  characterization  using  microwaves. 
Using  various  techniques  (on-  and  off-line)  the  dielectric  properties  of 
many  mixtures  can  be  measured  and  related  back  to  the  mixture 
constituent  dielectric  properties  and  their  volume  contents.  Microwave 
material  characterization  can  also  provide  information  about  chemical 
reactions  (curing)  associated  with  the  production  of  a  dielectric  mixture. 
This  issue  will  be  discussed  in  detail  in  the  following  chapter. 
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CHAPTER  2 


MATERIAL  CHARACTERIZATION 


The  dielectric  properties  of  a  material  made  of  several  constituents 
(dielectric  mixture)  are  dependent  upon  the  dielectric  properties  of  each 
constituent,  their  volume  contents,  the  operating  frequency  and  any 
polymerization  (e.g.  molecular  bonding  and  curing)  that  may  have 
occured  during  the  production  of  the  mixture.  It  is  also  possible  to  use 
microwaves  as  a  heat  source  to  promote  and  facilitate  curing  in  various 
composite  materials.  Potentially,  the  following  pieces  of  information 
may  be  obtained  when  interrogating  the  dielectric  properties  of  a 
composite  material  (mixture): 

-  dielectric  properties  of  any  given  constituent  comprising  a 
mixture 

-  volume  content  of  any  given  constituent 

-  cure  state 

-  physical  and  mechanical  properties  which  are  dictated  by  the 
cure  state  and  condition  (i.e.  compressive  strength  in  concrete) 

There  are  various  empirical  dielectric  mixing  models  that  have  also  been 
developed  in  conjunction  with  this  issue.  These  models  which  generally 
have  an  electromagnetic  basis  can  be  used  to  predict  the  dielectric 
properties  of  a  mixture  as  a  function  varying  type  and  amount  of 
constituents  and  the  operating  frequency.  They  usually  consider  a 
dielectric  mixture  to  consist  of  a  host  medium  (the  most  prominent 
constituent)  and  several  types  of  inclusions.  Appendix  E  of  reference 
[1]  provides  a  fairly  detailed  discussion  of  these  models  as  they  relate  to 
earth  matters  such  as  water,  soils,  snow,  etc.  However,  it  must  be 
noted  that  similar  approaches  may  be  used  to  develop  models  for 
dielectric  composite  mixtures,  as  will  be  seen  later  in  this  chapter.  A 
partial  list  of  references  is  provided  here  which  deals  with  mixing 
models  and  some  microwave  dielectric  property  measurements  of 
materials  [2-53]. 

There  are  numerous  methods  for  dielectric  property  measurement  of 
materials.  These  techniques  differ  as  a  function  of  the  following 
considerations: 
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-  type  of  material  to  be  measured  (i.e.  liquids,  solids,  gases, 
etc.) 

-  on-line  or  off-line  requirements  of  the  measurements 

-  required  measurement  accuracy 

-  type  of  measurement  apparatus  such  as  open-ended 
transmission  lines  (e.g.  waveguide,  coax,  open-resonators, 
etc.),  cavity  resonators,  microstrip  patches  and  filled 
(completely  or  partially)  transmission  lines 

-  loss  tangent  of  the  material  (i.e.  low  loss  vs.  high  loss) 

-  destructive  or  nondestmctive  requirements  of  the  measurement 

-  contact  or  noncontact  requirements  of  a  measurement 

-  geometry  of  the  material  under  test  (i.e.  cyhndrical  fibers, 
sheets,  etc.) 

-  particular  piece  of  information  that  may  be  sought  such  a 
volume  content  or  the  dielectric  properties  of  the  host  or  any 
given  inclusion 

In  addition  to  some  of  the  references  given  above  (dealing  with  dielectric 
property  measurements)  an  extensive  list  of  references  are  provided  here 
which  deals  primarily  with  various  aspects  of  dielectric  property 
measurement  [54-153]. 

The  authors  of  this  report  have  used  several  of  these  techniques  to  study 
the  properties  of  various  dielectric  mixtures  the  recent  years.  One  of 
these  studies  has  focused  on  detecting  the  presence  of  curatives  in 
carbon  black  rubber  compounds,  the  other  two  deal  with  porosity 
determination  in  low  permittivity  and  low  loss  dielectric  mixtures  (i.e. 
plastics  or  glass  composites)  and  correlation  of  the  reflection  properties 
of  cement  paste  to  its  compressive  strength,  respectively  [154-155]. 

MICROWAVE  DIAGNOSIS  OF  CARBON  BLACK  RUBBER 

COMPOUNDS 

Dielectric  properties  of  rubber  have  been  investigated  during  microwave 
curing  process  [132,133].  The  objectives  of  these  studies  have  been  to 
choose  the  optimum  rubber  composition  as  a  function  of  microwave 
absorption  (heating),  and  to  show  that  microwave  curing  produces 
rubber  compounds  with  similar  properties  as  those  produced  by  the 
standard  curing  process.  These  measurements  were  conducted  using 
cavity  techniques.  Other  investigators  have  reported  tensor  microwave 
dielectric  constant  measurement  of  anisotropic  rubber  samples  as  it 
pertains  to  microwave  shielding  [74,78]. 

Recently,  microwave  techniques  have  been  used  as  diagnostic  tools  for 
investigation  of  chemically  reacting  materials  (i.e.  epoxy)  and  studying 
polymerization  process  [134,135].  These  studies  show  the  potential  of 
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microwaves  for  monitoring  chemical  reactions  associated  with  the 
forming  of  cross-linked  molecular  networks. 

Very  little  is  known  about  mbber  dielectric  properties  as  a  function  of 
microwave  frequency.  Also  there  is  a  lack  of  information  about  the 
behavior  of  rubber  compound  constituents  (ethylene  propylene  diene 
rubbers  or  EPDM,  oil,  mineral  filler,  etc.)  as  a  function  of  microwave 
frequency.  Furthermore,  there  is  very  little  to  none  reported  on  the 
influence  of  constituent  volume  fraction  variation  and  chemical  reactions 
among  these  constituents  on  the  rubber  relative  dielectric  constant. 
These  types  of  information  may  lead  to  important  practical  applications 
such  as  controlling  rubber  mixing  process  and  introduction  of  new 
materials  with  predictable  properties  (i.e.  microwave  absorbers). 

In  this  section  we  discuss  the  results  of  a  study  of  the  dielectric 
properties  of  various  rubber  stocks  as  a  function  of  microwave 
frequency  [154].  To  perform  this  task,  first  we  studied  the  dielectric 
properties  of  rubber  constituents  namely:  EPDM,  mineral  filler,  oil,  zinc 
oxide  and  curatives.  Subsequently,  the  influence  of  carbon  black 
volume  percentage  on  the  dielectric  properties  of  rubber  was 
investigated.  The  ability  of  microwaves  to  detect  the  presence  of 
curatives  in  uncured  rubber,  and  the  role  of  frequency  in  this  detection  is 
presented.  The  impact  of  chemical  reactions  on  the  dielectric  constant  is 
also  discussed. 

MEASUREMENT  PROCEDURE 

There  are  various  well  established  techniques  available  for  dielectric 
constant  measurement  of  materials  [18].  However,  we  had  to  consider 
a  technique  that  possessed  the  following  characteristics 

-  be  able  to  measure  low  and  high  loss  dielectric  materials  such 
as  EPDM  and  carbon  black  loaded  rubber  with  good  accuracy 

-  be  inexpensive  and  simple  so  that  it  could  be  reproduced  easily 
and  be  operated  by  those  who  are  not  trained  in  this  area 

-  be  suitable  for  measuring  powders,  fluids  and  bulk  materials 

Initially  a  dual  arm  waveguide  bridge  [25]  and  partially  filled  waveguide 
techniques  were  considered  [157].  These  were  soon  abandoned  as  the 
former  technique  requires  quite  a  few  microwave  components  which 
must  posses  very  good  frequency  characteristics,  and  the  latter 
technique  is  only  suitable  for  sheet  type  materials.  Finally,  the  well 
known  completely  filled  short  circuit^  waveguide  technique  was  used 
[66,136],  which  was  the  best  compromise  considering  the  measurement 
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requirements.  This  method  is  based  on  the  measurement  of  the  complex 
reflection  coefficient  whose  magnitude  and  phase  are  used  to  extract 
dielectric  properties  of  the  samples. 

Fig.  1  shows  the  measurement  apparatus  that  was  used  to  measure  the 
dielectric  properties  of  rubber  samples  and  their  constituents.  Five 
different  waveguide  set-ups  operating  in  3.95  -  5.85  GHz  (R-48),  5.85 
-  8.2  GHz  (R-70),  8.2  -  12.4  GHz  (R-lOO),  12.4  -  18  GHz  (R-140), 
and  18  -  26.5  GHz  (R-220)  were  used.  The  oscillator  generates  a 
microwave  signal  at  the  desired  frequency.  This  signal  is  then  fed 
through  a  precision  attenuator  followed  by  an  isolator  into  a  slotted 
waveguide.  The  standing  wave  characteristics  inside  the  waveguide  are 
measured  via  a  detector  and  a  sensitive  voltmeter.  The  measurements 
were  performed  using  precisely  machined  sample  holders  to 
accommodate  samples  of  different  thicknesses.  For  liquid  and 
powdered  constituents  the  sample  holder  was  filled  completely  and  a 
piece  of  clear  tape  was  used  to  hold  them  in  place. 


Micro-Voltmeter 


Oscillator 


Detector 


Utenuator 


Isolator 


^2L^_S^ple 

“p]  Shorting  Plate 
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Waveguide 


Fig.  1:  Measurement  apparatus  for  completely  filled  waveguide 
method,  [154]. 

The  relationship  between  the  measured  complex  reflection  coefficient, 
r,  and  the  complex  dielectric  constant  -  je'\  is  given  by 


2  (X 


where  x  is  a  solution  of  the  following  transcendental  equation 
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and  k  is  the  wavenumber  inside  the  waveguide  given  by  Inlk^.  Xg  is 
the  waveguide  wavelength,  L  is  the  sample  thickness  and  a  is  the  broad 
dimension  of  the  waveguide.  It  is  known  that  Equation  (1)  has  an 
infinite  set  of  complex  roots  [136].  Thus,  to  find  the  correct  root  we 
either  must  have  some  idea  of  the  dielectric  constant  value,  or  make  two 
or  more  measurements  for  different  sample  thicknesses.  Hence,  not 
only  for  obtaining  the  conect  root,  but  also  for  increased  measurement 

confidence,  F  was  measured  for  several  samples  with  different 

thicknesses.  Fas  a  function  of  dielectric  constant  and  sample  thickness 
can  be  expressed  as 


r(£,,L) 
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where  Y  is  given  by 
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From  the  measurements  we  obtained  an  array  of  values,  Flef-J.^),  where 
n  is  the  number  of  samples  with  different  thicknesses.  The  ur^nown 

dielectric  constant,  e^,  is  then  determined  by  finding  the  best  fit  to 
Equation  (3).  The  two  measured  parameters  are 
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and  the  position  of  the  standing  wave  null  (which  is  related  to  the  phase 
of  F)  in  the  slotted  waveguide.  The  discrete  points  shown  in  Figs.  2 
and  3  represent  typical  results  for  two  rubber  samples  (the  type  of  the 
materials  used  to  obtain  these  figures  will  be  discussed  later)  of  various 
thicknesses  at  5  GHz.  These  values  were  used  to  calculate  the  dielectric 
constant  of  the  rubber  samples  using  the  best  fit  Equation  (3).  The  lines 
represent  the  results  obtained  from  Equation  (3)  using  the  calculated 
vdue  of  the  dielectric  constant.  It  is  important  to  note  that  more  sample 
thicknesses  render  results  with  higher  level  of  confidence.  Additional 
improvements  in  the  measurement  accuracy  can  be  obtained  by  using 
samples  whose  thicknesses  are  around  the  phase  transition  (minimum 
SWR)  as  shown  in  Figs.  2  and  3.  The  position  of  the  phase  transition 
may  be  calculated  either  from  prior  approximate  knowledge  of  the 
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Sample  Thickness  (mm) 

Fig.  2:  Null  position  in  the  slotted  waveguide  as  a  function  of  sample 
thickness  at  5  GHz.  Solid  and  dashed  lines  pertain  to  uncured  samples 
with  and  without  curative,  respectively,  [154]. 


Sample  Thickness  (mm) 

Fig.  3:  The  SWR  (dB)  as  a  function  of  sample  thickness  at  5  GHz. 
Solid  and  dashed  lines  pertain  to  uncured  samples  with  and  without 
curative,  respectively,  [154]. 
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dielectric  constant  or  preliminary  measurement  with  random 
thicknesses. 

DIELECTRIC  PROPERTIES  OF  RUBBER  COMPOUND 
CONSTITUENTS 

To  fully  understand  the  dielectric  properties  of  various  rubber 
compounds,  one  must  first  have  a  complete  knowledge  of  the  dielectric 
characteristics  of  each  individual  rubber  compound  constituent,  namely 
EPDM,  mineral  filler,  zinc  oxide,  oil  and  curatives.  Table  I  lists  the 
volume  content  (by  percentage)  and  dielectric  properties  of  main 
constituents  for  the  rubber  compound  which  we  consider  our  basic 
sample  throughout  this  investigation.  Due  to  the  very  high  conductivity 
of  the  carbon  black,  its  dielectric  properties  were  not  measured.  This 

table  shows  the  mean  value  of  ej  and  loss  tangent  {tan8  =  e'VeV)  the 
constituents  measured  at  several  frequencies  in  X-band  (8.2  -  12.4 
GHz),  using  the  technique  described  earlier.  Measurements  in  other 
frequency  bands  resulted  in  similar  values  of  dielectric  constant  for  these 
constituents.  The  accuracy  of  these  measurements  is  relatively  less 

(about  5%  for  and  10%  for  tan8)  compared  to  all  other  measurements 
of  rubber  compounds  reported  later,  since  only  two  random  thicknesses 
of  the  material  were  used.  The  measurement  accuracy  is  discussed  in 
detail  later.  The  results  indicate  that  the  dielectric  constants  of  EPDM, 
oil  and  mineral  filler  are  for  all  practical  purposes  equal.  Zinc  oxide  and 
curatives  have  slightly  higher  dielectric  constants  but  they  have  small 
volume  percentages  in  the  total  composition  of  a  typical  rubber 
compound.  Through  only  physical  mixing  (not  considering  any 
chemical  reaction),  the  contribution  of  curatives  to  the  rubber  compound 
dielectric  constant  should  be  negligible.  However,  in  the  course  of  our 
investigations  it  was  discovered  that  the  chemical  reaction  triggered  by 
curatives  in  uncured  rubber  samples  causes  a  detectable  change  in  the 
dielectric  properties  of  rubber  at  ambient  temperature.  This  particular 
issue  will  be  discussed  separately  later. 

CURED  RUBBER  DIELECTRIC  CONSTANT  DEPENDENCE  ON 
CARBON  BLACK 

Our  primary  objective  was  to  investigate  the  influence  of  carbon  black 
volume  content  (%)  on  the  dielectric  properties  of  rubber  compound. 
Consequently,  measurements  were  performed  on  fourteen  rubber 
samples  with  varying  degrees  of  carbon  black  concentration.  The 
nabl^r  compounds  were  prepared  by  carefully  measuring  the  ingredients 
in  a  precision  laboratory  scale.  They  were  loaded  in  a  laboratory 
Banbury  mixer  by  upside  down  method  and  mixed  for  five  minutes  at 
maximum  temperature  of  130°  C.  Then  the  compounds  were  mixed  for 
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another  five  minutes  at  ambient  temperature  in  an  open  two-roll  mill. 
The  rubber  sheets  were  vulcanized  in  molds  at  150°C  for  a 
predetermined  time. 


Table  I:  Basic  rubber  sample  constituents  volume  content  (%)  and  their 
X-band  dielectric  properties,  [154]. 


Constituent 

Volume  % 

£r 

tan5 

EPDM 

45.50 

2.1 

0.008 

OU 

25.85 

2.2 

0.014 

Carbon  Black 

17.00 

Mineral  Filler 

9.30 

2.3 

0.017 

Curatives 

1.80 

3.1 

0.032 

Zinc  Oxide 

0.360 

3.9 

0.280 

The  carbon  blacks  used  for  this  study  were  aggregates  of  particles 
ranging  in  diameter  from  5  to  125  nanometers  .  During  the  mixing 
process  the  aggregates  are  usually  broken  in  smaller  sizes  and 
distributed  uniformly  throughout  the  mass.  The  rubber  samples  were 
prepared  starting  from  the  basic  formulation  given  in  Table  I.  Then,  the 
volume  percentage  of  carbon  black  was  varied  between  8.4%  to  35.6%. 
This  was  done  in  such  a  way  that  any  change  in  the  amount  of  carbon 
black  percentage  was  at  the  expense  of  EPDM,  and  the  percentages  of 
all  other  constituents  were  kept  constant  (same  percentages  as  shown  in 
Table  I).  The  goal  was  to  isolate  the  influence  of  carbon  black  on 
rubber  compound  dielectric  constant.  Table  II  lists  the  carbon  black 
volume  content  for  the  measured  rubber  samples  (sample  #5  is  the  basic 
sample). 

These  samples  were  prepared  in  sheet  forms  with  thicknesses  of  0.5,  1, 
2,  3  and  5  mm  to  accommodate  the  completely  filled  waveguide 
technique,  and  their  dielectric  constants  were  measured  at  5,  7,  10,  16 
and  24  GHz.  Figs.  4  and  5  show  the  results  of  these  measurements  for 
the  real  part  and  loss  tangent  at  5  and  24  GHz,  respectively  (results  for 
other  frequencies  fall  in  between  these  two  extremes).  The  results  show 
that  the  dielectric  constant  of  rubber  increases  as  the  carbon  black 
volume  percentage  increases.  Clearly,  dielectric  constant  variations  are 
more  pronounced  at  5  GHz  which  renders  this  frequency  (or  lower) 
useful  for  dielectric  constant  variation  measurement. 
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Table  II:  Carbon  black  volume  %  for  measured  samples,  [154]. 


Sample  no. 

Carbon  Black  Volume  Percentage 

1 

8.40 

2 

10.13 

3 

12.13 

4 

14.41 

5  (basic) 

17.00 

6 

18.02 

7 

19.07 

8 

20.14 

9 

21.23 

10 

22.34 

11 

25.29 

12 

28.58 

13 

32.05 

14 

35.61 

It  has  been  reported  [78]  that  the  rolling  effect  associated  with  rubber 
sheet  production  process  of  rubber  sheets  causes  anisotropy.  To 
alleviate  this  problem,  our  samples  were  prepared  in  such  a  way  that 
roiling  effect  was  minimized  by  performing  the  rolhng  process  in  many 
different  directions.  To  check  the  success  of  this  manipulation,  we 
measured  the  dielectric  constant  of  several  samples  for  several  arbitrarily 
oriented  (with  respect  to  the  electric  field  vector  in  the  waveguide) 
pieces.  Two  open-ended  rectangular  waveguide  measurement 
techniques  were  used:  "infinite"  sample  method  [158]  and  short- 
circuited  sample  method  [159].  The  results  indicated  no  systematic 
deviations  in  dielectric  constant  values  (i.e.  within  the  measurement 
errors)  which  shows  the  absence  of  anisotropy  in  our  samples. 

DETECTION  OF  CURATIVES  IN  UNCURED  RUBBER 

The  presence  of  curatives  was  checked  for  two  types  of  rubber,  namely 
carbon  black  filled  and  mineral  filler  rubber.  The  goal  of  these 
experiments  was  to  investigate  the  possibility  of  using  microwaves  to 
detect  the  presence  (or  absence)  of  curatives  prior  to  product  preforming 
stage  and  curing.  All  of  the  following  measurements  were  performed  at 
ambient  temperature. 

Curatives  in  Carbon  Black  Filled  Rubber 

Uncured  version  of  samples  #4,  5,  7,  9,  1 1  and  14  (referring  to  Table 
n)  were  prepared  with  and  without  curatives.  These  samples  were 
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chosen  to  represent  the  entire  range  of  carbon  black  percentages  used  in 
practical  applications.  It  was  soon  determined  that  the  dielectric  constant 
variations  for  these  samples  were  most  pronounced  at  5  GHz  (as 
anticipated  based  on  the  previous  results).  We  also  learned  that  the 
dielectric  constant  difference  between  these  two  types  of  rubber  samples 
was  usually  small.  Therefore,  as  already  discussed,  the  sample 
thicknesses  are  best  to  be  around  the  phase  transition  regions.  Figs.  2 
and  3  show  typical  results  of  such  measurement  (sample  #5  at  5  GHz). 
It  is  obvious  that  for  sample  thickness  between  15  mm  and  16  mm  a 
difference  of  more  than  10  dB  is  measured  for  SWR  values.  The 
opposite  is  true  for  measurements  between  17  mm  and  18  mm.  These 
examples  illustrate  the  importance  of  choosing  optimum  sample 
thicknesses  to  detect  this  difference  for  a  given  frequency. 

Figs.  6  and  7  show  the  real  part  of  dielectric  constant  and  the  loss 
tangent  of  uncured  samples  with  and  without  curative  at  5  GHz  as  a 
function  of  carbon  black  volume  percentage.  From  Fig.  6  it  is  apparent 
that  the  addition  of  curatives  does  not  affect  the  real  part  of  the  dielectric 
constant  in  a  uniform  fashion  for  all  carbon  black  volume  percentages. 
However,  in  spite  of  the  low  losses  exhibited  by  curatives  themselves 
(Table  I),  the  imaginary  part  of  the  dielectric  constant  of  these  samples 
tends  to  increase  with  the  addition  of  curatives  for  all  carbon  black 
volume  percentages.  Furthermore,  in  the  presence  and  absence  of 

curatives,  the  difference  in  tand  is  consistently  detected  as  shown  in 
Fig.  7.  The  detected  difference  is  attributed  to  a  chemical  reaction 
triggered  by  the  curatives  at  room  temperature.  It  is  well  known  in  the 
rubber  industry  that  a  rubber  compound  containing  curatives  will  cross 
link  (cure)  in  due  time  even  at  room  temperature.  TTie  rate  of  curing  will 
depend  upon  the  t^e  and  the  amount  of  curatives,  the  polymer  and  the 
carbon  black.  It  is  apparent  from  these  measurements  that  the  initial 
stage  of  curing  can  be  detected.  As  it  was  discussed  earlier,  the 
difference  in  the  dielectric  properties  of  rubber  compound  in  the 
presence  of  curatives  can  not  be  described  by  a  simple  physical  mixing 
effect  (curatives  occupy  only  1.8%  of  the  total  rubber  volume  with 
dielectric  properties  close  to  those  of  EPDM).  Another  observation  is 
that  after  the  carbon  black  percentage  increases  beyond  25%,  the 
difference  between  the  samples  with  and  without  curatives  becomes 
smaller.  It  may  be  hypothesized  that  at  these  carbon  black  percentages 
the  effect  of  the  chemical  reaction  caused  by  the  presence  of  the 
curatives  is  masked  by  the  overwhelming  presence  of  unlinked  carbon 
black. 
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Fig.  6:  e'r  for  uncured  rubber  compounds  with  and  without  curatives  at 
5  GHz,  [154]. 


15  20  25  30  35  40 

Carbon  Black  Volume  (%) 

Fig.  7:  tanS  for  uncured  rubber  compounds  with  and  without  curatives 
at  5  GHz,  [154]. 
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Relationship  Among^  EPDM.  Carbon  Black  and  Curatives 

The  measurements  performed  thus  far  involved  a  constant  percentage  of 
curatives  while  the  ratio  of  carbon  black  to  EPDM  was  changed.  This 
may  not  reflect  the  composition  of  a  real  rubber  product.  Subsequently, 
having  noticed  the  effect  of  curatives  on  dielectric  constant,  a  new 
sample  (named  sample  #15)  was  prepared.  The  dielectric  properties  of 
this  sample  when  cured  and  not  cured  (with  and  without  curatives)  were 
then  measured.  Based  on  the  cured  results  it  was  predicted  that  the 
carbon  black  content  was  close  to  that  of  sample  #11  (25%).  The 
measured  dielectric  properties  of  both  samples  are  listed  in  Table  III. 
However,  a  glance  at  the  uncured  compound  compositions,  listed  in 
Table  IV,  indicates  that  samples  #15  and  #1 1  are  not  similar  which  may 
suggest  the  following.  It  is  apparent  that  the  volume  percentage  of 
carbon  black  in  sample  #15  is  higher  than  that  in  sample  #11.  This  is 
confirmed  only  if  we  focus  on  the  dielectric  constant  of  the  uncured 
samples.  Then,  if  the  uncured  dielectric  constant  values  for  sample  #15 
and  Figs.  6  and  7  are  used,  we  may  closely  predict  the  carbon  black 
percentage. 

Table  HI:  Measured  dielectric  properties  of  rubber  samples  #15  and  #1 1 
for  cured  and  uncured  with  and  without  curatives,  [154]. 


Sample  #15  Sample  #1 1 


tan5 

e’r 

tan5 

Cured 

18.8 

0.400 

17.4 

0.385 

Uncured 

without 

17.6 

0.099 

13.6 

0.046 

Uncured 

with 

16.0 

0.056 

11.6 

0.062 

Table  IV:  Constituent  formulation  of  samples  #15  and  #1 1,  [154]. 


Constituent 

#15  Volume  % 

#11  Volume  % 

EPDM 

22 

34.84 

Carbon  Black 

33.8 

25.3 

QU 

32.4 

27.5 

Mineral  Filler 

7.53 

9.85 

Curatives 

0.85 

1.91 

Zinc  Oxide 

0.29 

0.28 
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Thus,  for  the  samples  without  curatives  only  a  physical  mixing  process 
may  be  considered.  However,  once  cured,  the  chemical  reaction  will 
have  changed  the  properties  of  the  rubber  sample  and  hence  its  dielectiic 
properties. 

The  volume  percentages  of  EPDM  and  curatives  are  considerably  higher 
in  sample  #1 1  than  in  sample  #15.  Therefore,  we  may  hypothesize  that 
similarity  of  the  dielectric  constants  of  the  cured  samples  is  due  to  the 
fact  that  the  lack  of  carbon  black  in  sample  #1 1  is  compensated  by  the 
increased  reaction  involving  EPDM.  What  was  not  expected  is  the 
importance  of  this  reaction  (cross-linking)  which  in  this  case  is 
compensating  for  the  influence  of  carbon  black  on  the  dielectric 
constant.  There  still  remains  a  question  regarding  the  reduction  in 
uncured  with  and  without  curatives  loss  tangent  in  the  opposite 
directions  between  sample  #15  and  sample  #11.  Obviously,  here  we 
encounter  some  phenomenon  which  decreases  the  losses,  and  may  be 
due  to  formation  of  cross-linked  molecular  network  in  such  a  way  that 
dipoles  rotate  less  freely  [134].  Most  likely  there  are  two  opposite 
mechanisms  influencing  the  dielectric  constant  of  uncured  material  when 
curatives  are  added  depending  on  the  carbon  black,  EPDM  and  curatives 
volume  percentages.  Clearly,  further  studies  are  needed  to  fully 
understand  the  impact  of  these  mechanisms  on  dielectric  constant. 

Effect  of  Curatives  in  Mineral  Filled  Rubber 

Similar  measurements  were  also  performed  on  uncured  samples  with 
and  without  curatives  in  which  carbon  black  was  replaced  by  mineral 
filler.  As  expected,  this  sample  exhibits  different  dielectric  properties 
than  its  carbon  black  counterpart.  The  results  for  this  measurement  are 
presented  in  Table  V.  From  this  table  one  may  conclude  that  for  such  a 
low-loss  rubber,  the  presence  of  curatives  is  difficult  to  be  detected. 
The  difference  between  the  two  samples  is  comparable  with  the  accuracy 
we  report  in  the  next  paragraph.  However,  we  believe  that  this 
difference  may  still  be  detected  if  samples  with  optimum  thicknesses  are 
used.  For  thicknesses  just  after  the  second  phase  transition  (between  29 
mm  and  32  mm)  at  5  GHz  a  repeatable  difference  of  about  3  dB  in  the 
value  of  5VV7?  was  detected.  This  difference  will  be  more  pronounced 
for  thicknesses  after  the  third  phase  transition.  This  part  of  the  study 
confirms  that  the  effect  of  curatives  on  carbon  black  loaded  rubber 
dielectric  constant  may  not  be  Umited  to  a  chemical  interaction  involving 
EPDM  (cross  linking),  but  carbon  also  plays  a  significant  role  in  this 
chemical  process. 
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Table  V:  Dielectric  properties  of  uncured  mineral  filled  rubber  with  and 
without  curatives,  [154], 


Uncured  Sample 

£V 

tan5 

w/o  Curatives 

3.00 

0.0090 

with  Curatives 

2.91 

0.0107 

MEASUREMENT  ACCURACY 

The  accuracy  of  the  measurement  technique  used  in  this  study  is  well 
established.  However,  our  accuracy  and  sensitivity  have  been  improved 
by  measuring  multiple  sample  thicknesses  around  the  phase  transition 
region  and  direct  fitting  of  the  measurement  results  to  obtain  the 
dielectric  constant.  We  believe  this  was  the  reason  for  the  consistent 
ability  to  detect  curatives  in  uncured  rubber  samples  particularly  for  low- 
loss  materials. 

The  measurement  technique  reported  here  consisted  of  determining  two 
parameters  (SWR  and  relative  null  position)  for  various  sample 
thicknesses.  The  accuracy  of  these  measurements  is  increased  if  we  use 
a  rotary-vane  attenuator  and  a  precision  slotted  line.  For  high  SWR 
cases  we  used  the  following  correction  factor 

-SWR  -SWR„ 

SWRc  = -20log(10  20  _io  20  )  (^5)  (6) 

where  SWR^,  is  the  corrected  value  of  the  parameter  shown  in  Equation 
(5).  SWR  in  dB,  is  the  measured  value,  and  SWR^,  in  dB,  is  the  value 
for  the  short  circuited  waveguide.  The  use  of  this  correction  factor  is 
justified  because  a  lossless  waveguide  and  perfect  short  circuit 
termination  were  assumed.  Equation  (6)  shows  that  there  is  a  limitation 
in  the  measurement  of  low-loss  materials  (SWR  approximately  equal  to 
SWRq).  However,  the  use  of  thicker  samples  of  low-loss  materids  can 
reduce  this  problem. 

Specific  precautions  must  be  considered  for  low  and  high-loss 
materials.  For  low-loss  materials  the  real  part  of  the  dielectric  constant 
may  be  precisely  obtained  from  the  multiple  thickness  null  location 
information,  but  the  imaginary  part  may  not  be  deduced  with  reasonable 
accuracy.  Thus,  for  this  case  the  SWR  measurement  is  very  important 
as  this  is  the  sole  indication  of  losses.  For  high-loss  materials  a 
different  problem  exists.  The  null  location  curve  quickly  degenerates  to 
a  line  with  certain  slope  as  a  function  of  sample  thickness.  This  is  why 
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the  precise  value  of  dielectric  constant  can  not  be  extracted  from  the  null 
location  measurements  alone.  In  this  case  the  SWR  measurement  plays 
a  crucial  role  as  well.  Thus,  for  high-loss  materials,  measurements 
should  be  performed  close  to  the  first  SWR  minimum,  because  beyond 
that  the  SWR  oscillates  negligibly  as  a  function  of  sample  thickness. 

It  is  difficult  to  estimate  our  measurement  accuracy  directly,  because  we 
do  not  use  a  straightforward  approach  in  determining  the  dielectric 
constant  of  each  sample  (see  Equation  (3)).  However,  from  the 
repeatability  of  our  results,  especially  when  detecting  small  changes  in 
losses  due  to  the  presence  of  curatives,  it  is  clear  that  the  accuracy  is 
better  than  the  usually  accepted  for  a  waveguide  method  [137,160].  A 
numerical  approach  was  used  to  estimate  our  apparatus  measurement 
error.  The  following  sources  of  error  were  considered;  uncertainties 
due  to  the  resolution  error  of  the  rotary-vane  attenuator  (±0.25  dB),  the 
position  of  the  standing-wave  minimum  (±0.05  mm),  and  the  thickness 
of  the  sample  (±0.1  mm).  The  error  due  to  the  frequency  instability  was 
neglected  as  a  very  stable  oscillator  was  used.  The  analysis  consisted  of 
the  following  steps.  The  uncertainty  associated  to  measured  quantities 
for  all  sample  thickness  was  added  (or  subtracted).  Then  dielectric 
constant,  and  subsequently  the  percentage  difference  for  the  real  part 
and  the  loss  tangent  were  calculated.  Finally,  the  maximum  error  (worst 
case)  for  a  given  measurement  was  chosen.  This  procedure  was 
performed  for  all  the  measurements  reported  in  previous  section.  The 
results  in  all  cases  was  less  than  1%  for  the  real  part  of  dielectric 
constant  and  less  than  3.5%  for  the  loss  tangent.  This  accuracy  is 
worse  if  measurement  points  are  not  in  the  vicinity  of  the  phase 
transition. 

CARBON  BLACK  RUBBER  DIELECTRIC  MIXING  MODEL 

It  was  also  intended  to  develop  a  dielectric  mixing  model  for  cured 
carbon  black  loaded  mbber  based  on  the  measured  results  depicted  in 
Figs.  6  and  7  without  considering  the  influence  of  any  chemical 
reaction.  The  intention  was  to  show  that  a  simple  model  can  be 
developed  to  predict  carbon  black  percentage  in  a  cured  rubber  sample. 
Clearly,  for  accurate  prediction  one  must  eventually  bring  into  this 
model  the  influence  of  the  curatives  and  EPDM  percentages  as  well. 
There  are  various  types  of  dielectric  mixing  models  available.  A  two 
phase  mixing  model  considers  a  dielectric  medium  (rubber)  as  a 
combination  of  a  host  medium  (EPDM)  and  an  inclusion  (carbon  black). 
Multi-phase  dielectric  mixing  models  allow  for  more  than  one  type  of 
inclusion  in  the  host  medium.  These  models  are  usually  for 
heterogeneous  media  in  which  the  dielectric  constants  of  the  constituents 
are  not  very  different.  In  the  present  case  carbon  black  has  very  high 
conductivity  and  hence  a  high  dielectric  constant.  Knowing  that  the 
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dielectric  properties  of  all  rubber  constituents  are  similar,  we  modeled 
rubber  as  a  two-phase  dielectric  medium  with  EPDM  as  the  host 
medium  and  carbon  black  as  the  inclusion. 

Upon  the  conclusion  of  this  study  a  semi-empirical  dielectric  mixing 
formula  which  showed  to  be  well  suited  for  cured  carbon  black  loaded 
rubber  was  developed  similar  to  mixing  models  for  soil  moisture. 
Equation  (7)  expresses  the  relationship  between  rubber  compound 

mixture  dielectric  constant,  dielectric  constants  of  EPDM,  £/,,  and 

carbon  black,  ,and  their  volume  fractions. 


I 

e^{x,y,z,V)  =  z[vy£^  +  {l-V)e^Y  (7) 

where 

V  is  the  volume  fraction  of  carbon  black, 

X,  y,  z  are  unknown  coefficients. 

The  unknown  coefficients  x,  y  and  z  are  calculated  by  setting  Equation 
(7)  equal  to  the  measured  value  of  dielectric  constant  of  rubber 
compound  with  different  carbon  black  contents.  Figs.  8  and  9  show  the 
results  of  Equation  (7)  and  the  measured  real  and  imaginary  parts  of 
rubber  compound  dielectric  constant  for  all  carbon  black  volume 
fractions  at  5  GHz.  The  good  agreement  between  the  model  and  the 
measurement  results  indicates  that  the  properties  of  the  cured  rubber 
may  be  predicted  using  comparatively  simple  mixing  model.  Upon 
extracting  more  data  about  chemical  reaction  this  model  may  be 
improved  and  generalized. 

POROSITY  DETERMINATION  IN  POLYMERS 

Determining  porosity  level  (or  the  amount  of  air  content)  in  cured 
polymers,  ceramics  and  composite  materials  is  an  important  practical 
issue.  In  cured  polymers,  the  presence  of  porosity  causes  lowered 
mechanical  performance  due  to  stress  concentrations.  Localized 
porosity  can  be  particularly  damaging  to  the  joint  strength  of  adhesively 
bonded  components.  In  ceramics,  the  relative  density  is  an  important 
processing  parameter,  and  again  the  ceramic  is  extremely  sensitive  to 
stress  concentration  (lowered  density).  If  not  fully  densified,  a  ceramic 
is  weak  and  has  low  stiffness.  In  composites,  the  porosity  can  be 
within  the  matrix  material  which  will  affect  the  performance  in  a  similar 
fashion  to  those  in  bulk  materials.  However,  porosity  often 
concentrates  at  specific  locations  in  composite  materials  (either  between 
plies  or  at  the  fib^r/matrix  interface),  and  can  dramatically  lower  flexural 
and  shear  performance.  Increases  in  porosity  during  operation  (material 
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Fig.  8:  Real  part  of  the  dielectric  constant  of  rubber  as  a  function  of 
carbon  black  volume  percentage;  empirical  and  measured  results  at  5 
GHz. 


Fig.  9:  Imaginary  part  of  the  dielectric  constant  of  rubber  as  a  function 
of  carbon  black  volume  percentage;  empirical  and  measured  results  at  5 
GHz. 
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under  loading)  may  precede  macroscopic  damage  and  possibly  indicate 
the  presence  of  delamination.  Hence,  a  nondestmctive  inspection  (NDI) 
technique  capable  of  detecting  and  accurately  determining  porosity  level 
in  materials  is  desirable. 

Microwave  NDI  techniques  are  well  suited  for  inspecting  polymers  and 
ceramics.  This  is  partially  due  to  the  fact  that  microwaves  easily 
penetrate  inside  dielectric  material  and  the  reflected  or  transmitted  signd 
can  be  related  to  the  dielectric  properties  of  the  material,  and 
subsequently  to  its  physical  and  mechanical  characteristics  [154,156]. 

In  this  section  we  demonstrate  the  potential  of  microwaves  for  porosity 
determination  in  low  permittivity  and  low  loss  composites  samples.  We 
used  a  similar  technique  to  that  discussed  in  the  previous  sections  (Fig. 
1)  to  determine  the  dielectric  properties  of  these  composite  samples 
[155]. 

SAMPLE  PREPARATION  AND  MEASUREMENT  PROCEDURE 

Samples  of  polymer  microballoon-filled  epoxy  resin  with  0%,  48.9%, 
58.7%  and  68.5%  air  volume  fractions  were  carefully  prepared.  The 
uniformly  distributed  air-filled  microballoon  sizes  ranged,  in  diameter, 
between  15  to  200  micrometers  with  a  bulk  density  of  0.009  gm/cm^. 
These  microballoons  created  the  porosity  levels  in  these  samples.  The 
samples  were  shaped  to  fit  inside  rectangular  waveguides  covering 
frequencies  of  8.2,  10,  12,  14,  16  and  18  GHz.  The  goal  of  these 
measurements  is  to  study  the  sensitivity  of  microwaves  to  small  changes 
in  porosity  level  (as  it  relates  to  changes  in  dielectric  properties). 

Fig.  1  shows  the  apparatus  used  to  measure  the  dielectric  properties  of 
the  porous  samples.  Two  different  waveguide  set-ups  were  utilized, 
operating  in  8.2  -  12.4  GHz  (R-lOO)  and  12.4  -  18  GHz  (R-140) 
bands.  Dielectric  measurements  were  conducted  at  the  frequencies  of 
8.2,  10,  12,  14,  16  and  18  GHz.  Table  VI  and  Vn  show  the  results  of 
the  permittivity  and  loss  factor  for  these  samples.  The  results  show  little 

variation  of  e\  and  e'\  as  a  function  of  frequency,  which  is  expected 
since  these  samples  have  low  permittivities  and  loss  factors.  However, 
there  is  a  clear  distinction  among  different  air  volume  contents.  e\  and 

e'\  for  the  0%  porosity  samples  indicate  the  dielectric  properties  of  the 
basic  sample  (i.e.  not  porous).  The  difference  in  porosity  level  of  about 
10%  among  the  other  three  samples  causes  a  nearly  linear  change  in  the 

values  of  e',.  and  e'V .  However,  one  must  be  careful  not  to  generalize 
this  trend  for  composites  with  different  dielectric  properties  than  those 

used  here.  For  example,  in  ceramics  with  higher  permittivities  (e'^  =  6- 
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10)  one  would  expect  a  larger  change  in  the  dielectric  properties  for 
linear  changes  in  porosity  levels. 


Table  VI;  e\  results  fro  0%,  48.9%,  58.7%  and  68.5%  air  content  in 
polymer  microballoon-filled  epoxy,  [155]. 


0% 

48.9% 

58.7% 

68.5% 

8.2  GHz 

2.80 

1.87 

1.69 

1.48 

10 

2.87 

1.84 

1.63 

1.46 

12 

2.83 

1.88 

1.70 

1.47 

14 

2.87 

1.83 

1.70 

1.50 

16 

2.84 

1.82 

1.68 

1.47 

18 

2.84 

1.84 

1.67 

1.47 

Table  VII:  e"^  results  fro  0%,  48.9%,  58.7%  and  68.5%  air  content  in 
polymer  microballoon-filled  epoxy,  [155]. 


0% 

48.9% 

58.7% 

68.5% 

8.2  GHz 

0.086 

0.032 

0.020 

0.013 

10 

0.086 

0.034 

0.023 

0.015 

12 

0.082 

0.033 

0.022 

0.014 

14 

0.083 

0.033 

0.027 

0.022 

16 

0.077 

0.026 

0.021 

0.019 

18 

0.068 

0.027 

0.025 

0.014 

Using  our  measurements  at  10  GHz,  one  percent  change  in  porosity 

level  translates  to  1.1%  change  in  and  3%  change  in  e'\  , 
respectively.  This  means  that  if  we  can  measure  the  permittivity  and  the 
loss  factor  within  these  percentages,  then  it  is  possible  to  detect  1% 
change  in  porosity  for  this  dielectric  material.  As  already  mentioned, 
there  are  several  nondestructive  microwave  techniques  for  dielectric 
properties  monitoring,  and  each  technique  has  its  own  specific  range  of 
measurement  accuracy  (yielding  different  sensitivity  to  porosity 
variation).  The  following  section  discusses  the  accuracy  associated  with 
our  technique  which  is  then  used  to  determine  the  percentage  of  porosity 
variation  that  is  possible  to  detect. 

The  measurement  accuracy  was  calculated  using  the  same  procedure 
used  for  rubber  for  the  measured  dielectric  properties  at  10  and  16  GHz. 
The  results  for  these  two  frequencies  showed  the  measurement  accuracy 
to  be  less  than  1.2%  for  the  permittivity  and  less  than  5%  for  the  loss 
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factor.  Thus,  using  the  change  in  the  dielectric  constant  as  an  indicator 
of  porosity  level  change,  it  is  possible  to  determine  porosity  changes  of 

slightly  more  than  1%  (when  using  e'^)  and  about  2%  (when  using  e"^). 

Since  there  is  little  variation  in  e\  and  as  a  function  of  frequency,  we 
assume  the  same  measurement  accuracy  for  the  other  frequencies. 

AIR-FILLED  POLYMER  MDONG  MODEL 


Since  the  polymer  microballoons  and  the  epoxy  resin  have  very  similar 
dielectric  properties,  these  samples  were  considered  to  be  made  of  only 
two  constituents,  air  and  polymer  (a  two-phase  mixture).  The  air 
inclusions  are  in  the  form  of  microballoons,  hence  they  are  considered 
to  be  spherical  in  shape.  For  these  reasons,  the  following  well  known 
two-phase  spherical  mixing  model  was  used  to  predict  the  dielectric 
properties  as  a  function  of  porosity  level  or  air  volume  fraction  [1]. 


£ 


m 


-  £/j  +  SViBjn 


^  Ej  +  2£„,  ^ 


(8) 


where  £^,  £/  and  £/,  are  the  dielectric  constants  of  the  composite 
mixture,  inclusion  (air),  and  the  host  medium  (the  dielectric  properties 
of  the  sample  with  0%  porosity),  respectively.  Vj  is  the  volume  fraction 
of  the  air  inclusion  (porosity). 

Figs.  10  and  1 1  show  the  real  and  imaginary  parts  of  the  model  (solid 
line),  along  with  the  measured  values  (diamonds)  at  frequency  of  10 
GHz.  The  agreement  between  the  results  of  this  two-phase  dielectric 
mixing  model  and  the  measurements  is  good  (other  frequencies  rendered 
similar  results).  Thus,  it  is  possible  to  either  predict  the  dielectric 
properties  of  this  composite  as  a  function  of  porosity  level,  or  more 
importantly  by  measuring  the  dielectric  properties  of  a  sample  one  is 
able  to  determine  the  level  of  porosity  in  it. 

MICROWAVE  CHARACTERIZATION  OF  CEMENT  PASTE 

A  nondestructive,  real-time,  reliable  and  inexpensive  technique  for  the 
in-situ  evaluation  of  compressive  strength  of  existing  concrete  structures 
would  be  very  beneficial  to  the  construction  industry.  Until  recently, 
the  in-place  strength  of  concrete  members  was  found  by  drilling  a  core 
and  testing  it  in  a  laboratory.  This  destructive  technique  takes  several 
days  and  is  relatively  expensive.  Some  nondestructive  techniques  have 
been  developed  for  detecting  the  strength  of  concrete.  These  include; 
pulse  velocity  method,  surface  hardness,  penetration,  pullout,  breakoff 
and  maturity  techniques  [161].  Some  of  these  techniques  are  not  truly 
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Fig.  10:  Empirical  and  measured  results  of  e\  as  a  function  of  air 
volume  fraction,  [155]. 


Fig.  11:  Empirical  and  measured  results  of  e'\  as  a  function  of  air 
volume  fraction,  [155]. 
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nondestructive  since  they  cause  some  damage  to  the  concrete.  The  use 
of  these  methods  is  limited  because  the  accuracy  and  reliability  of  their 
results  are  not  well  established. 


The  authors  have  previously  investigated  the  nondestructive  use  of 
microwaves  for  interrogating  common  constmction  materials.  Zoughi  et 
al.,  used  a  simple  microwave  nondestructive  technique,  to  detect  the 
location  of  reinforcing  steel  in  a  concrete  slab  [162].  They  showed  the 
ability  to  manipulate  the  polarization  properties  of  microwaves  to 
enhance  the  rebar  image.  In  that  experiment  they  also  detected  the 
presence  of  a  separation  in  the  steel  bar.  Their  experiments  also  showed 
the  sensitivity  of  microwaves  to  various  aggregate  size  distributions. 
Subsequently,  Zoughi  et  al.,  showed  the  potential  of  microwaves  for 
detecting  aggregate  size  distribution  by  manipulating  the  frequency  of  a 
microwave  signal  [163].  They  also  showed  a  possible  correlation 
l^tween  the  magnitude  of  the  reflection  coefficient  of  the  microwave 
signal  and  concrete  water/cement  (w/c)  ratio.  Other  investigators  have 
also  attempted  to  study  the  curing  process  in  concrete  using  microwaves 
[164]. 

Concrete  compressive  strength,  /^,  is  strongly  dependent  on  the  w/c 
ratio  [165,166].  If  microwaves  demonstrate  the  ability  to  estimate  w/c 
ratio  in  a  concrete  specimen,  their  use  can  be  a  basis  for  a  direct  or  an 
indirect  approach  to  measure  its  compressive  strength 
nondestructively.The  following  sections  discuss  the  results  of  an 
extensive  set  of  experiments  on  several  cement  paste  blocks  with 
different  w/c  ratios.  The  primary  goal  of  these  experiments  was  to 
establish  a  correlation  between  microwave  reflection  properties  of  these 
blocks  and  their  w/c  ratios,  and  subsequently  to  their  compressive 
strengths. 

APPROACH 

The  dielectric  properties  of  a  material  are  dependent  on  the  physical  as 
well  as  the  chemical  composition  of  the  material  including  the  effects  of 
chemic^  processes  such  as  curing.  To  establish  a  relation  between  the 
dielectric  constant  and  curing,  an  extensive  study  of  the  characteristics 

of  e,.  at  various  microwave  frequencies  for  several  cement  paste  blocks 
with  different  w/c  ratios  was  conducted  to  see  whether  an  indication  of 
concrete  strength  is  possible. 

Four  cement  paste  blocks  with  dimensions  of  15  cm  x  15  cm  x  15  cm 
were  prepared  with  w/c  ratios  of  0.31,  0.40,  0.50  and  0  60 
respectively  using  ASTM  type  II  cement  [156].  These  blocks  were 
moist  cured  for  three  days  and  the  remaining  curing  occurred  in  air  at 
room  temperature  with  approximate  relative  humidity  of  less  than  25%. 
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The  dielectric  properties  of  each  block  was  measured  daily,  for  27  days 
(time  period  for  concrete  design  strength  to  be  reached)  at  frequencies  of 
5,  9,  13  and  17  GHz.  Each  dielectric  measurement  reported  here  is  an 
average  of  four  measurements  conduced  on  four  sides  of  each  block. 
These  measurements  were  also  conduced  at  day  39  to  see  if  further 
curing  had  occurred.  The  density  of  these  blocks  were  also  measured 
periodically,  to  see  whether  the  results  of  the  testing  was  an  indication 
of  density  change  rather  than  an  indication  of  curing  (compressive 
strength)  [156].  The  dielectric  measurements  were  conducted  using  an 
open-ended  rectangular  slotted  waveguide  radiating  into  the  cement 
paste  sample.  Fig.  12  shows  the  experimental  setup.  The  sweep 
oscillator  produces  the  microwave  signal  which  is  fed  into  the  slotted 
waveguide  via  a  calibrated  attenuator.  The  crystal  detector  output 
voltage,  measured  with  a  voltmeter,  is  proportional  to  the  properties  of 
the  standing  wave  inside  the  waveguide.  These  properties  were 
compared  to  those  of  a  short  circuited  waveguide,  yielding  the  dielectric 
properties  of  the  sample  [158]. 


Voltmeter 


Attenuator 

15  cm 

Fig.  12:  The  experimental  apparatus,  [156]. 

RESULTS 

For  brevity,  only  the  results  of  daily  measurements  of  e',-  and  e'V  for  the 
four  blocks  at  5  GHz  are  presented  here  as  shown  in  Figs.  13  and  14. 
The  results  at  other  frequencies  follow  similar  trends  as  those  of  5  GHz. 

The  results  indicate  a  rapid  decrease  in  the  value  of  eV  and  e'V  during  the 
first  five  days  particularly  for  the  higher  w/c  ratios.  This  is  attributed  to 
the  bleeding  and  subsequent  evaporation  of  the  free  water  from  the 

surface  of  the  cement  paste  blocks.  Beyond  the  fifth  day,  eV  and  e'V 
for  the  0.31  w/c  ratio  sample  remained  consistently  higher  than  eV  and 

e"r  for  0.60  w/c  ratio.  After  the  fifth  day  most  of  the  free  water  in  the 
air  dried  samples  is  bound  [167].  This  would  indicate  that  any 
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measurements  of  water  taken  after  day  five  are  an  indication  of 
hydration,  and  thus,  strength. 

After  day  seventeen,  one  can  clearly  observe  a  trend  of  increasing  £\ 

and  e'\  as  a  function  of  decreasing  w/c  ratio.  £\  and  for  a  mixture 
consisting  of  a  relatively  low  dielectric  constituent  (cement)  and  a  high 
dielectric  constituent  (water)  are  expected  to  increase  as  a  function  of 
increasing  water  content.  This  expectation  is  valid  under  the  assumption 
that  only  physical  mixing  is  present  (before  the  hydration  process 
begins),  as  is  the  behavior  for  the  first  few  days.  However,  the  results 
shown  in  Figs.  13  and  14,  after  day  5  do  not  indicate  this.  They 
indicate  the  presence  of  curing  (a  chemical  reaction,  hydration)  in  the 

cement  paste  samples.  Curing  seems  to  increase  £\  and  £"f,  which  has 
been  noticed  in  carbon  black  rubber  mixtures  as  well. 

The  measurement  accuracies  for  £\  and  e'V,  using  the  approach 
followed  here,  are  approximately  5%  and  10%,  respectively.  Tables 
VIII-X  show  the  dielectric  properties  of  the  cement  paste  samples, 
averaged  over  the  last  four  days  the  measurements  were  made,  as  a 
function  of  w/c  ratio  at  frequencies  of  9,  13  and  17  GHz,  respectively. 
These  results  indicate  the  potential  of  using  dielectric  constant 
measurements  as  an  indication  of  w/c  ratio  in  a  concrete  structure. 

Table  VIII:  Dielectric  properties  of  samples  at  9  GHz,  [156]. 


w/c  Ratio  £'r  e'V 


4.54  0.5 

4.22  0.59 

3.71  0.48 

3.51  0.40 


Table  IX;  Dielectric  properties  of  samples  at  13  GHz,  [156]. 


w/c  Ratio  £\  e'V 


4.89  0.38 

4.28  0.35 

3.73  0.26 

3.54  0.16 
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Table  X:  Dielectric  properties  of  samples  at  17  GHz,  [156]. 


w/c  Ratio 

eV 

e'V 

0.31 

7.11 

0.78 

0.40 

6.22 

0.31 

0.50 

5.74 

0.47 

0.60 

5.44 

0.48 

In  microwave  measurements,  it  is  common  to  measure  the  reflection 
coefficient  associated  with  a  medium.  Unlike  the  dielectric  constant 
measurement,  the  measurement  of  the  magnitude  of  the  reflection 
coefficient  does  not  require  any  phase  measurement.  Therefore,  it  is  a 
much  simpler  type  of  measurement  and  one  that  is  of  interest  here.  The 

reflection  coefficient,  F,  is  the  ratio  of  the  reflected  wave  from  a  medium 
to  the  incident  wave.  Subsequently,  the  variation  of  the  magnitude  of 

reflection  coefficient,  IF  I,  as  a  function  of  time  for  all  samples  and  for 

all  frequencies  were  studied.  The  behavior  of  0  was  not  monitored 
since  it  does  not  provide  any  useful  information  for  these  tests.  Fig.  15 
shows  the  variation  of  IF  I  at  9  GHz  (other  frequencies  follow  a  similar 

trend).  Similar  to  the  case  of  e'^  and  e'V,  IF|  decreases  as  w/c  ratio 
increases.  The  reflection  coefficient  of  the  cement  paste  blocks  (average 
of  the  last  four  measurements)  are  listed  in  Table  XI  for  all  w/c  ratios 
and  frequencies. 


Table  XI;  IF|  of  samples  for  various  w/c  ratios  and  frequencies,  [156]. 


Frequency  w/c  ratio 


(GHz) 

0.31 

0.40 

0.50 

0.60 

5 

0.53 

0.49 

9 

0.52 

0.50 

13 

0.53 

0.51 

0.48 

17 

0.51 

0.48 

0.47 
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Fig.  15:  Variation  of  \r\  at  9  GHz,  [156]. 

COMPRESSIVE  STRENGTH  ESTIMATION 

Compressive  strength  of  cured  concrete  is  known  to  be  directly  related 
to  its  w/c  ratio  (165,166).  The  compressive  strengths  of  the  samples 
were  measured  on  the  fortieth  day  using  a  Forney  Hydraulic  300  kip 
cylinder  testing  machine.  The  blocks  in  this  experiment  were 
rectangular  and  moist  cured  only  for  three  days.  There  is  a  loss  of 
strength  to  approximately  75%  to  80%  for  specimens  that  are  moist 
cured  for  three  days  compared  to  those  that  are  continuously  moist 
cured.  On  the  other  hand,  rectangular  test  specimens  have  an  increase  in 
strength  to  125%  when  compared  to  strength  of  cylindrical  test 
specimens. 

The  results  from  Table  XI  were  used,  for  each  frequency,  to  calculate 
the  percentage  change  (increase)  in  IFj  for  w/c  ratios  of  0.50,  0.40  and 
0.31  with  respect  to  IFj  obtained  for  w/c  ratio  of  0.60,  namely 


4|r(/)|  = 


ro.ip\-K^oo 

\Wft 


(S) 


where  /  is  the  frequency  in  GHz  (fe  {5,  9,  13,  17}).  Fig.  16 
illustrates  the  results  of  Equation  (8)  in  which  the  solid  lines  are  a 
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logarithmic  fit  to  each  respective  data  set  (correlation  coefficient  R  > 
0.995)  and  are  given  by 

A\r{f)\  =  32.78 -19.16\og{f)  for  wlc  =  0.31  (9) 

A\r(f)\  =  24.55 -16.50\og(f)  for  wlc  =  0.40  (10) 

A\r(f)\  =  10.88 -9.21\og(f)  for  wlc  =  0.50  (11) 

Subsequently,  Ar(%)  for  each  sample  was  calculated  for  5  and  9  GHz 
with  respect  to  Ffor  the  sample  with  w/c  ratio  equal  to  0.60,  namely 

A\r(w/c)\  =  '^ — ,  ‘  - '^xlOO  (12) 

Again  a  logarithmic  fit  was  applied  to  the  data  and  the  following 
equations  were  obtained  (R  >  0.995,  for  both  equations) 

A\r(w /  c)l  =  -16.93  - 74.48log(w /  c)  f  =  5GHz  (13) 

A\r(w/c)\  =  -11.07- 47. 49\og(wlc)  f  =  9GHz  (14) 

Fig.  16  shows,  once  again,  the  ability  of  lower  microwave  frequencies 
to  better  estimate  w/c  ratios  in  cement  paste  members.  Furthermore, 
Equations  (13)  and/or  (14)  may  be  used  to  determine  w/c  ratio  given 

Dir|,  which  can  easily  be  measured.  The  coefficients  in  the  above 
equations  may  be  determined  more  precisely  provided  additional  data  for 
intermediate  w/c  ratio  values  are  available.  Consequently,  in  a  similai' 

fashion  a  relationship  between  the  change  in  compressive  strength,  Af^., 

as  a  function  of  A\r\  (which  is  a  measurable)  is  found  [156].  These 
results  are  shown  in  Fig.  17.  Therefore,  one  may  conclude  that 
compressive  strength  may  be  directly  estimated  using  a  set  of  curves, 
similar  to  those  shown  in  Fig.  17,  at  various  frequencies.  The  above 

results  indicate  a  good  degree  of  correlation  between  AjF /  and  zifc- 


Fig.  16:  Percentage  change  in  IF|  vs.  w/c  ratio  for  5  and  9  GHz,  [156] 


Fig.  17:  Percentage  change  in  the  measured  compressive  strength  vs. 
percentage  change  in  IF],  [156]. 
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SUMMARY 

Microwave  dielectric  characterization  is  a  powerful  approach  for 
inspecting  material  properties  of  various  media  and  mixtures.  The 
results  of  these  inspections  can  be  used  to  determine  the  contribution  of 
a  constituent  to  a  mixture,  curing  state  and  even  a  correlation  to  some 
mechanical  properties.  There  are  a  variety  of  measurement  techniques 
that  may  be  utilized  to  determine  the  dielectric  properties  of  liquids, 
powders,  solids,  gases,  etc.  Some  of  these  techniques  are  suitable  for 
on-line  measurements  as  well. 

To  summarize  this  chapter,  a  completely  fiUed  waveguide  approach  was 
used  to  conduct  extensive  dielectric  constant  measurement  of  rubber 
compounds.  The  measurement  apparatus  was  comparatively  simple, 
inexpensive  and  may  be  put  together  for  a  large  range  of  frequency 
bands.  Moreover,  this  technique  offered  very  good  repeatability  and 
measurement  accuracy  characteristics  particularly  after  some  refinements 
of  the  measurement  procedure.  Subsequently,  the  dielectric  constant  of 
individual  rubber  compound  constituents,  namely  EPDM,  oil,  mineral 
filler,  zinc  oxide  and  curatives  were  measured.  The  results  showed  that 
all  of  these  constituents  have  similar  dielectric  properties. 

The  dielectric  constants  of  many  rubber  compounds  with  different 
carbon  black  volume  percentages  were  measured  at  5, 7,  10,  16  and  24 
GHz.  These  samples  were  carefully  prepared  such  that  an  increase  in 
carbon  black  volume  percentage  was  compensated  by  a  reduction  in  the 
volume  percentage  of  EPDM,  while  the  volume  percentage  of  all  other 
constituents  were  kept  constant.  The  results  showed  that  the  real  and 
imaging  parts  of  rubber  dielectric  constant  increase  as  a  function  of 
increasing  carbon  black  percentage.  An  empirical  dielectric  mixing 
model  was  also  developed  with  which  the  carbon  black  volume 
percentage  could  be  predicted. 

The  influence  of  curatives  in  uncured  rubber  compounds  with  different 
carbon  black  volume  percentages  was  also  investigated.  The  goal  was 
to  establish  whether  the  presence  of  curatives  which  is  very  small  in 
volume  content  causes  any  detectable  changes  in  the  dielectric  constant 
of  the  rubber  compounds.  The  results  of  measurements  showed  that  the 
presence  of  curatives  can  be  detected.  The  sensitivity  of  detection 
increases  with  decreasing  frequency. 

The  results  of  an  extensive  study  of  the  potential  of  microwaves  for 
detecting  changes  in  porosity  were  also  presented.  Using  the 
completely  filled  short  circuited  waveguide  technique  several  specially 
prepared  samples  with  different  levels  of  air-filled  microballoon 
inclusions  are  investigated.  This  multi  length  measurement  procedure 
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results  in  estimated  measurement  accuracy  of  1.2%  (for  and  less 

than  5%  (for  e",)  which  translates  to  detectable  porosity  changes  of 
around  2%.  The  good  agreement  between  the  two-phase  spherical 
mixing  model  and  the  measurement  results  allows  for  accurate 
prediction  of  porosity  level  in  a  sample  from  its  measured  dielectric 
properties.  The  knowledge  of  the  dielectric  properties  may  be  utilized 
for  optimization  of  other  microwave  nondestructive  techniques  used  in 
particular  industrial  appUcations. 

Microwave  dielectric  properties  of  four  cement  paste  samples  with  w/c 
ratios  of  0.31,  0.40,  0.50  and  0.60  were  measured  daily  for  27  days 
(also  at  the  the  39th  day)  at  frequencies  of  5,  9,  13  and  17  GHz.  The 
results  of  these  measurements  were  used  to  calculate  the  microwave 
reflection  properties  of  these  samples.  The  results  showed  the  presence 
of  curing  (a  chemical  reaction  involving  hydration)  in  the  samples.  This 
curing  increased  the  dielectric  properties  of  the  samples  inversely  as  a 
function  of  increasing  w/c  ratio.  Normally,  in  a  physical  mixing 
process,  where  no  chemical  reaction  occurs,  higher  water  content  results 
in  higher  dielectric  properties.  This  finding  demonstrates  the  sensitivity 
of  microwaves  to  curing  (hydration),  and  to  possibly  the  potential  to 
monitor  the  curing  state  in  concrete  structures. 

Results  of  lower  frequency  measurements  were  found  to  be  more 
sensitive  to  changes  in  the  reflection  coefficient.  It  was  shown  that  a 
swept  microwave  ft’equency  technique  may  be  used  to  estimate  w/c  ratio 

using  AT,  and  then  indirectly  estimate  cement  paste  compressive 
strength  using  standard  tables  for  compressive  strength.  Additionally  it 
was  shown  that  the  change  in  the  reflection  coefficient  is  related  to  the 
w/c  ratio.  From  this  a  correlation  in  the  change  in  reflection  coefficient 
to  change  in  compressive  strength  was  obtained.  This  provides  for  a 
direct  and  in  situ  microwave  nondestructive  estimation  of  compressive 
strength  of  an  unknown  cement  paste  sample. 

These  preliminary  results  are  encouraging  for  the  use  of  microwaves  as 
a  practical  nondestructive  tool  for  cement  paste  compressive  strength 
estimation  using  relatively  simple  and  inexpensive  equipment.  The 
extension  of  this  work  for  nondestructively  estimating  concrete 
compressive  sU'ength  is  also  encouraging  and  requires  additional  work. 
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CHAPTER  3 


THICKNESS  MEASUREMENT  AND  DISBOND  EVALUATION  IN 
MULTI  LAYERED  DIELECTRIC  COMPOSITES 


Microwave  nondestructive  techniques  have  shown  tremendous  potential 
for  accurate  thickness  measurement  of  dielectric  sheets  as  well  as 
detecting  minute  thickness  variations  in  dielectric  slabs.  The  application 
of  microwave  NDE  methods  to  a  general  multi  layered  dielectric 
composite  may  include: 

-  thickness  measurement  and  thickness  variation  monitoring  of  a 
single  sheet  of  material  such  as  rubber,  plastic,  paper,  etc. 

-  thickness  measurement  of  a  single  dielectric  coating  on  top 
of  a  metal  backing  such  as  paint  and  other  dielectric  laminates 

-  thickness  measurement  of  a  dielectric  layer  within  several 
layers  of  a  stratified  composite 

-  since  a  disbond  can  be,  in  most  cases,  modelled  as  a  thin  layer 
of  air  (or  vacuum),  then  disbond  detection  and  evaluation  are 
possible 

-  a  pancake  shaped  void  can  similarly  be  detected  and  its 
thickness  evaluated 

-  in  all  of  the  above  cases  detection  of  minute  variation  in  the 
thickness  of  the  desired  layer  is  possible 

-  detection  and  evaluation  of  a  disbond  under  a  layer  with 
vaiying  thickness 

-  all  of  the  above  measurements  may  be  conducted  in  contact  or 
non  contact  basis  requiring  a  standoff  distance  which  may  be 
carefully  chosen  to  render  increased  measurement  sensitivity 

Inspection  of  a  layered  dielectric  composite  for  the  purpose  of  thickness 
measurement  and  variation  detection  can  be  conducted  using  either  a  far- 
field  or  near-field  approach.  In  the  far-field  approach  the  medium  under 
test  is  placed  in  the  far-field  of  a  microwave  transducer,  usually  an 
antenna.  Clearly,  this  is  a  non  contact  approach.  In  the  far-field  of  an 
antenna  plane  waves  are  assumed  to  exist  (similar  to  radar  approach). 
In  this  case  the  theoretical  analysis  of  the  interaction  between  the 
electromagnetic  waves  and  the  material  under  test  is  relatively  simple 
and  straightforward.  However,  the  measurement  sensitivity  of  this 
approach  is  somewhat  limited  compared  to  the  near-field  approach.  In 
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the  near-field  approach  the  material  under  examination  is  placed  in  close 
vicinity  of  a  microwave  transducer  which  is  usually  an  open  end  of  a 
well  understood  transmission  line  such  as  a  rectangular  or  circular 
waveguide,  a  coaxial  transmission  line  or  a  microstrip  structure.  Unlike 
the  far-field  approach,  the  theoretical  description  of  the  interaction 
between  electromagnetic  fields  and  material  media  in  the  near-field  of  a 
transducer  is  relatively  complicated.  In  most  cases  no  analytical  solution 
may  be  found  for  this  interaction  and  only  through  some  simplifying 
assumptions  and  the  utilization  of  numerical  techniques  it  is  possible  to 
model  the  interaction  of  these  fields  with  material  media.  However, 
much  better  measurement  sensitivities  (resolutions)  are  possible  in  the 
near-field  approach  as  opposed  to  the  far-field  approach.  One  of  the 
most  important  aspects  of  using  microwaves  for  inspecting  stratified 
dielectric  composites  is  the  utilization  of  optimization  techniques  for 
both  the  far-  and  near-field  approaches.  This  means  that  once  the 
interaction  of  microwaves  with  a  given  layered  structure  is  modelled,  the 
model  can  be  used  as  a  test  bed  to  examine  and  find  those  parameters 
that  render  higher  measurement  sensitivities.  These  parameter  include 
the  operating  frequency,  the  standoff  distance  (lift  off)  and  the  type  of 
the  sensor  used.  As  will  be  seen  later,  such  optimization  techniques 
have  resulted  in  coating  thickness  variation  detection  of  less  than  a 
micron  at  around  10  GHz  (wavelength  of  3  cm!).  Using  such 
optimization  techniques  it  is  also  possible  to  choose  standoff  distances, 
for  a  given  application,  in  such  a  way  that  slight  variations  in  this 
parameter  does  not  cause  a  significant  degradation  in  the  measurement 
sensitivity.  This  is  a  very  important  practical  issue  since  in  many 
industrial  applications  the  effect  of  vibrations  (causing  a  variation  in  the 
standoff  distance)  is  significantly  minimized. 

Microwave  systems  built  for  the  purpose  of  thickness  measurement, 
thickness  variation  detection,  disbond  detection  and  evaluation  can  be 
handheld,  battery  operated,  relatively  inexpensive,  simple  to  operate  by 
non-skilled  operators  and  require  minimal  post  signal  processing,  yet 
they  can  yield  very  fine  thickness  resolutions.  Finally,  these 
measurements  ai'e  commonly  conducted  in  a  reflection  mode  which 
means  that  the  transmitter  and  the  receiver  (usually  one  transducer  is 
used  to  perform  both  tasks)  is  placed  on  the  same  side  of  the  material 
under  examination.  Thus,  access  to  both  sides  of  the  medium  is 
unnecessary  (i.e.  the  transmission  through  mode). 

In  this  chapter  the  theoretical  and  experimental  foundations  of  the  above 
applications  will  be  demonstrated  along  with  some  theoretical  and 
experimental  results. 
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FAR-FIELD  OR  PLANE  WAVE  APPROACH 

As  mentioned  earlier  this  approach  utilizes  the  properties  of  plane 
electromagnetic  waves  which  are  those  fields  present  at  some 
considerable  distance  from  an  antenna  (transducer  or  sensor).  A  simple 

rule  of  thumb  gives  the  far-field  distance  to  be  equal  to  (2D2/?i)  away 

from  an  antenna,  where  D  is  the  largest  dimension  of  the  antenna  and  X 
is  the  operating  wavelength  [1]  At  this  distance  the  maximum  phase 
variation  over  an  equal  to  the  antenna  aperture  dimension  is  22.5°  which 
is  considered  to  be  a  reasonable  assumption  that  a  spherical  wave  front 
resembles  a  planar  wave  front  (a  planar  wave  front  is  an  equi-phase 
wave  front).  For  a  given  antenna  higher  frequencies  result  in  longer  far- 
field  distances.  Likewise,  at  a  given  frequency  larger  antennas  result  in 
longer  far-field  distances. 

Commonly,  an  antenna  is  used  as  the  transducer  to  launch 
electromagnetic  waves.  The  antenna  couples  the  waves  into  the  free- 
space  much  more  efficiently  than  an  open-ended  transmission  line  (to 
which  the  antenna  is  connected).  Also,  the  use  of  an  antenna  results  in 
increased  signal  gain  in  the  desired  incident  direction,  thus  the  fields  can 
reach  a  material  under  test  in  the  far-field,  and  adequate  signal  level  can 
be  picked  up  by  such  a  directive  antenna.  One  of  the  drawbacks  of  the 
plane  wave  approach  is  the  fact  that  the  footprint  of  the  electromagnetic 
wave  is  usually  relatively  large  in  the  far-field.  Thus,  fine  spatial  or 
lateral  resolution  is  generally  not  attainable.  This  also  limits  the 
application  to  samples  of  relatively  large  extent.  To  reduce  the  far-field 
distance  one  may  reduce  the  antenna  size  (for  a  given  operating 
wavelength).  However,  this  results  in  a  wider  antenna  beamwidth  and 
hence  a  larger  footprint  on  the  medium  under  test  [1].  Sometimes  (in 
the  case  of  a  horn  antenna)  a  collimating  lens  may  be  used  in 
conjunction  with  the  antenna  to  reduce  the  footprint  [1,2].  Therefore, 
one  may  conclude  that  the  plane  wave  or  the  far-field  approach  is  best  to 
use  when  dealing  with  large  structures  (laterally)  and  when  relatively 
small  spatial  or  lateral  resolutions  are  not  required.  When  antennas  are 
used  in  an  array  fashion  or  they  are  synthetically  made  to  be  very  large 
(synthetic  aperture  imaging)  the  above  limitations  can  be  overcome  at  the 
expense  of  more  complicated  hardware  and  sophisticated  signal 
processing  [3]. 

Additionally,  the  plane  wave  approach  does  not  provide  as  good  of 
thickness  and  thickness  variation  resolutions  as  do  the  near-field 
approaches.  Therefore,  instead  of  the  detailed  theoretical  and 
experimental  description  of  the  far-field  approach,  the  reader  is  referred 
to  several  comprehensive  references.  They  discuss  different 
experimental  aspects  of  this  approach  along  with  two  theoretical 
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approaches  used  for  modelling  (transmission  line  and  field  coefficient 
approaches)  [4-13]. 


NEAR-HELD  APPROACH 

Much  work  has  been  done  on  rigorous  theoretical  analysis  of  near-field 
microwave  probes/sensors/transducers,  in  particular,  a  rectangular 
waveguide  radiating  into  a  layered  media.  The  applications  at  which 
these  works  have  been  aimed  are  just  as  diverse.  Most  of  the  earlier 
literature  have  addressed  the  problem  of  plasma  covered  aperture 
antennas  [14-17].  More  recent  rigorous  analysis  have  been  presented 
predominantly  in  application  to  measurement  of  dielectric  properties  of 
materials  and  field  interactions  with  biological  tissues  [18-22]. 
Considering  typical  measurement  resolutions  and  accuracies  in  near¬ 
field  examination  of  generally  lossy  composite  media,  most  rigorous 
numerical  results  offer  little  practical  advantage  when  taking  into  account 
the  necessary  computation  time  and  difficulties  involved  in  replicating 
the  results  by  means  of  well-controlled  experimental  setups. 

The  approach  adopted  by  Bakhtiari  et  al.,  [23]  to  model  a  general  multi 
layered  composite  structure  backed  or  unbacked  by  a  conducting  sheet 
was  originally  applied  by  Compton  [16]  in  application  to  radiation  from 
plasma  covered  aperture  antennas.  It  is  assumed  that  the  aperture  field 
distribution  is  that  of  the  waveguide  dominant  mode.  This  approach 
was  first  implemented  and  tested  for  the  practical  case  of  thickness 
measurement  and  thickness  variation  detection  of  lossy  dielectric  slabs 
backed  by  a  conducting  plate  [24].  Subsequently,  the  solution  was 
expanded  to  include  general  N-layer  stratified  dielectric  media  which 
may  be  terminated  by  a  conducting  sheet  or  an  infinite  half-space.  This 
is  accomplished  using  a  Fourier  transform  boundary  matching  technique 
to  construct  the  field  solutions  in  the  layered  medium  outside  the 
waveguide.  A  variational  expression  for  the  terminating  aperture 
admittance  in  an  infinite  ground  plane  is  used  to  construct  the  desired 
solution.  Furthermore,  the  numerical  results  have  been  compared  with 
several  experimental  measurements  using  a  precise  mechanical  device 
built  specifically  for  this  purpose.  Some  important  observations 
regarding  both  the  numerical  and  experimental  results  have  been 
acknowl^ged. 

THEORETICAL  FORMULATION 

The  detailed  theoretical  formulation  of  an  open-ended  rectangular 
waveguide  radiating  into  a  multi  layered  dielectric  composite  is  given  in 
[23].  Thus,  only  a  brief  explanation  of  this  formulation  is  reported 
here.  Variational  expression  for  the  terminating  admittance  of  the  open- 
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ended  rectangular  waveguide,  depicted  in  Figs,  la  -  lb,  can  be  written  as 
[16] 

\\[E{x,y,0)xW{x,y)\a^dxdy 

Y  =  G  +  iB  =  ^^ - —  (1) 

fj  E(x,y,0)-e^(x,y)dxdy 

aperture 

where, 

VF(jr,3^)  =  H{x,y,0)  +  ^Yihi(x,y) 

i=l 

X  jlE(T],^,0).ei(ri,Odild^  (2) 

aperture 

and  E(x,y,0)  and  H(x,y,0)  represent  the  aperture  field  distributions. 
G  and  B  are  the  aperture  conductance  and  susceptance,  respectively. 

This  admittance  expression  is  constructed  using  transverse  vector  mode 

functions  and  their  orthogonal  properties  [25].  and  hi  are  the 
vector  mode  functions  and  7/  is  the  characteristic  admittance  of  the  the 
/th  waveguide  mode.  It  has  been  shown  that  Equation  (1)  is  stationary 
with  respect  to  variations  of  the  aperture  E-field  about  its  exact  value 
[16,26,27].  Thus,  a  reasonable  approximation  for  the  electric  field 
results  in  a  good  estimate  of  the  aperture  admittance.  It  must  be  noted 

that  as  standard  practice,  a  square  flange  with  sides  greater  than  is  a 
good  approximation  to  the  theoretical  assumption  of  an  infinite  flange 
for  near-field  measurements  [28]. 

With  the  TEio  mode  incident  on  the  aperture,  a  normalized  symmetrical 
aperture  electric  field  distribution  can  be  written  as 


Ey(x,y,o)  =  e„ix,y)  = 


Over  Aperture 
Elsewhere 


(3) 
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Fig.  la:  Cross-section  of  an  N-layer  stratified  medium  terminated  by  an 
infinite  half-space,  [23]. 


Fig.  lb:  Cross-section  of  an  N-layer  stratified  medium  terminated  by  a 
conducting  plate,  [23]. 

where  a  and  b  are  the  large  and  small  dimensions  of  the  waveguide 
cross  section  respectively.  A  Fourier  transform  boundary  matching 
technique  is  used  to  construct  the  field  solutions  in  an  N-layer  stratified 
generally  lossy  dielectric  medium.  The  transverse  field  components  are 
expanded  in  each  layer  in  terms  of  Fourier  integrals.  Subsequently, 
appropriate  boundary  conditions  across  each  interface  is  enforced  to 
solve  for  the  unknown  field  coefficients  in  each  medium.  As  shown  in 
Figs,  la-b  the  waveguide  is  radiating  into  a  layered  medium  which  may 
be  terminated  into  an  infinite  half-space  or  a  perfect  conducting  sheet 
respectively.  Each  layer  is  assumed  to  be  homogeneous  and 

nonmagnetic  with  relative  complex  dielectric  constant 

The  fields  outside  the  waveguide  may  be  constructed  using  a  single 
vector  potential  with  two  components  [23].  In  each  layer,  denoted  by 
layer  number  n,  fields  must  satisfy  the  source-free  wave  equation. 
These  field  components  may  be  written  as 
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E^{x,y,z)  =  -Vxn’^  (4a) 

^  __L_r  1^2 Jjn  ^  yy .  Jjn  1 

where,  /7"  =  +  •P„ay. 

General  solutions  of  Equations  (4a)  and  (4b)  may  be  expressed  in  terms 
of  integrations  over  the  entire  mode  space.  Following  the  treatment 
given  in  the  Appendix  of  reference  [23],  the  admittance  expression  once 
normalized  with  respect  to  guide  admittance  can  be  expressed  by 
Equation  (7)  in  [23].  This  expression  has  also  shown  to  be  fast 
converging  and  its  numerical  calculation  can  be  performed  on  a  PC 
which  is  an  important  practical  advantage  [23,24]. 

COATING  THICKNESS  MEASUREMENT 

Using  the  derivation  mentioned  in  the  previous  section,  the  potential  of 
accurate  measurement  of  coating  thicknesses  over  conducting  plates,  as 
shown  in  Fig.  2,  was  investigated  [24].  The  measurements  were 
conducted  using  an  open-ended  slotted  waveguide  [29]. 


b 


Fig.  2;  An  open-ended  rectangular  waveguide  radiating  into  a  dielectric 
coating  on  a  conducting  plate. 

Tables  I  and  II  show  the  results  of  these  measurements  and  their 
comparison  with  the  theoretical  results  for  two  different  dielectric 
coating  (similar  to  carbon  loaded  rubber)  at  10  GHz  [24].  The  first 
column  shows  the  physically  measured  values  of  the  coating  using  a 
micrometer.  The  second  column  shows  the  results  of  calculations  via 
measuring  the  admittance  of  the  waveguide  aperture  and  recalculating 
the  coating  thickness.  For  both  samples  the  cdculated  thickness  values 
are  within  3%  of  their  actually  measured  values. 
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Table  I:  Coating  thickness  measurement  results  at  10  GHz  for  = 
7.25  and  ton<5=  0.103,  [24], 


Measured  d  (mm) 

Calculated  d  (mm) 

%  Error 

3.91  +  0.04 

3.9  ±  0.05 

0.26 

5.92  ±  0.04 

5.83±  0.05 

1.52 

7.77±  0.05 

7.8±  0.1 

0.40 

11.56±  0.05 

11.38±  0.19 

1.56 

Table  I:  Coating  thickness  measurement  results  at  10  GHz  for  eV  = 
12.6  and  tanS  =  0.19,  [24]. 

Measured  d  (mm) 

Calculated  d  (mm) 

%  Error 

3.63  ±  0.07 

3.59  ±  0.02 

0.2 

3.76  ±  0.05 

3.76±  0.02 

0.1 

7.43±  0.06 

7.45±  0.05 

0.3 

8.20±  0.05 

12.20+  0.10 

1.2 

13.0±  0.05 

12.64±  0.06 

2.8 

This  measurement  procedure  may  also  be  optimized  to  give  maximum 
thickness  measurement  sensitivity.  Since  Fig.  2  shows  a  contact  type 
measurement  (no  standoff  distant  between  the  waveguide  aperture  and 
the  dielectric  coating)  then  only  the  operating  frequency  can  be  used  as 
an  optimizing  parameter.  This  means  finding  the  most  optimum 
operating  frequency  which  results  in  the  highest  thickness  measurement 
resolution.  This  optimization  approach  has  been  described  in  detail 
elsewhere  [30].  Since  this  optimization  procedure  requires  a  swept 
frequency  measurement  technique  a  calibrated  microwave  bridge,  as 
shown  in  Fig.  3,  was  used  to  conduct  the  measurements. 

Fig.  3  depicts  the  measurement  apparatus  which  is  a  dual-arm 
microwave  reflectometer  (bridge)  [3].  The  sweep  oscillator  generates 
the  swept  frequency  signal  which  is  then  fed  into  a  waveguide  Tee.  The 
Tee  splits  the  input  signal  into  two  equal  (phase  and  magnitude)  signals 
each  entering  one  of  the  reflectometer  arms.  In  the  upper  arm  the  signal 
is  fed  into  an  open-ended  waveguide  which  is  in  contact  with  the 
conductor  backed  dielectric  slab.  The  reflected  signal  subsequently  is 
coupled  into  the  attached  directional  coupler  and  finally  into  the  test  port 
of  a  microwave  network  analyzer.  The  other  half  of  the  input  signal 
enters  the  lower  arm  and  is  reflected  off  of  a  sliding  short  circuit. 
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Fig.  3:  X-band  microwave  bridge,  [30]. 


Sliding  Short 


The  reflected  signal  in  this  arm  is  then  fed  into  the  reference  port  of  the 
network  analyzer  for  comparison  (phase  and  magnitude)  with  the  test 
signal.  The  sliding  short  in  the  reference  arm  allows  compensation  for 
the  extra  length  of  the  waveguide  in  the  test  arm  over  the  entire  range  of 
frequency  sweep.  Once  the  device  is  calibrated  with  respect  to  a  short 
circuit  at  the  test  port,  any  detected  change  in  the  measurement 
parameters  would  be  as  a  result  of  changes  in  the  dielectric-conductor 
medium.  The  use  of  a  computer  controller  via  an  A/D  board  allows  real 
time  processing  and  display  of  the  measurement  results  over  the  swept 
bandwidth. 


To  better  understand  the  measurement  resolution  and  sensitivity  due  to 
small  variations  in  the  dielectric  material  thickness  an  experiment  was 
conducted  on  a  2  mm  coating  of  a  material  commonly  used  as  thermal 
barrier  coating  (TBC)  in  extremely  high  temperature  environments  [3]. 
This  coating  on  top  of  a  conducting  plate  may  be  considered  in  the 
category  of  low-loss,  high  permittivity  ceramics.  The  relative  dielectric 
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constant  of  this  coating  was  measured  to  be  =  20  -  j0.02  at  9  GHz. 
Typically  the  accuracies  by  which  the  permittivity  and  loss  factor  are 
measured  are  around  5%  and  10%,  respectively.  The  thick  solid  line 
(not  smooth)  in  Fig.  4  represents  the  measured  results  from  8  to  9.5 
GHz  of  the  thermal  barrier  coating  sample.  The  thin  solid  line  is  the 
theoretical  predication.  Clearly  the  two  results  are  in  fairly  good 
agreement.  The  deviation  of  these  two  lines  from  each  other  is 
attributed  to  the  factors  stated  earlier.  Subsequently,  the  theoretical 
results  for  a  50  micrometer  change  (2.5%  variation)  in  the  thickness  of 
this  coating  were  obtained  and  are  shown  as  the  dashed  lines  in  Fig.  4. 


Fig.  4  :  Comparison  between  experimental  and  theoretical  results  for  a 

low-loss  dielectric  sample  (TBC)  of  thickness  £;■  =  20  -  j  0.02  and 
thicknesses  of  d  =  2.0  mm,  d  =  1.95  mm  and  d  =  2.05  mm,  [30]. 

The  results  indicate  that  at  frequencies  higher  than  9.5  GHz  the 
resolution  is  relatively  poor.  However,  in  the  range  of  8  -  8.5,  a  50 
micrometer  thickness  change  causes  about  25®  of  phase  change.  This 
translates  to  a  resolution  of  about  2  microns  per  degree.  It  is  important 

to  note  that  0  can  be  measured  accurately  within  one  degree.  Clearly, 
the  choice  of  operating  frequency  strongly  affects  the  measurement 
resolution.  From  Fig.  4  it  is  also  evident  that  lower  than  8  GHz  may 
render  higher  measurement  sensitivity  (the  measurement  apparatus  here 
was  limited  to  X-band  region).  The  most  important  conclusion  that  may 
be  drawn  from  this  analysis  is  that  resolutions  in  the  few  micron  range 
can  be  achieved  even  at  relatively  low  microwave  frequencies. 
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Normally  this  type  of  resolutions  are  associated  with  operating 
frequencies  in  the  millimeter  wave  range. 

Fig.  5  shows  the  theoretical  and  ex|)erimental  results  for  two  samples  of 
lossy  dielectric  material  of  (synthetic  rubber)  =  12.4  -  j2.4  with 
thicknesses  of  2.08  mm  and  2.18  mm  respectively  on  top  of  a 
conducting  sheet  [30].  Once  again  the  theory  was  used  to  deduce 
information  about  the  appropriate  range  of  frequency  in  the  X-band 
region  which  would  result  in  maximum  measurement  sensitivity.  The 
results  show  significant  difference  between  the  two  phases,  both 
theoretical  and  experimental,  due  to  0.1  mm  change  in  the  material 
thickness.  Calculation  of  the  phase  difference  between  the  two  samples 

at  around  10.3  GHz  (about  150®)  shows  variations  of  less  than  1 
micron  per  degree. 


Fig.  5:  Comparison  between  theoretical  and  experimental  results  for 

two  lossy  dielectric  samples  of  e,-  =  12.4  -  j  2.4  and  thickness  dj  =  2.08 
mm,  and  ^2  =  2.18  mm,  [30]. 

To  further  analyze  the  resolution  and  sensitivity  theoretically,  the 
thicknesses  of  the  two  samples  were  varied  by  10  microns  and  their 
respective  phase  differences  (w.r.t.  the  actual  thickness  of  each  sample) 
were  studied  [30].  Fig.  6  shows  both  the  theoretical  and  experimental 
phase  differences  of  samples  in  Fig.  5  along  with  two  theoretical 
simulation  results  displaying  the  variations  of  phase  difference  due  to  10 
microns  of  change  in  the  thickness  of  each  sample.  There  is  a  difference 
of  about  30®  for  both  samples  due  to  10  microns  of  thickness  variation. 
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This  difference  roughly  translates  to  a  change  of  less  than  1  micron  per 
three  degrees.  Keeping  in  mind  that  phase  can  be  measured  with  about 
1°  accuracy  in  the  laboratory,  this  results  indicates  better  than  one 
micron  measurement  resolution.  There  is  a  nonlinear  dependence 
between  the  phase  difference  and  thickness  change,  as  expected. 
Taking  into  account  that  these  measurements  are  performed  at  X-band, 
one  can  see  the  tremendous  potential  of  such  swept  microwave 
nondestmctive  method  for  accurate  measurements  of  minute  changes  in 
material  thickness. 


Fig.  6:  Comparison  between  theoretical  and  experimental  results  of 

phase  difference  for  two  lossy  dielectric  samples  of  Er  =  12.4  -  j  2.4  and 
thickness  dj  =  2.08  mm,  and  ^2  =  2.18  mm,  along  with  theoretical 
results  due  to  0.01  mm  variation  of  thickness  of  each  sample,  [30]. 

THICKNESS  MEASUREMENT  OF  DIELECTRIC  SLABS  AND 
DISBONDS  IN  MULTI  LAYERED  COMPOSITES 

The  complex  reflection  coefficient,  R  is  related  to  normalized  complex 
admittance,  y_s,  by  r=  (l-ys)l(l+ys)>  [23].  The  magnitude  and  phase  of 

r  can  be  measured  directly  from  VSWR  (SWR)  and  shift  in  the  location 
of  the  standing  wave  null  compared  to  a  short  circuited  waveguide  [31]. 
The  apparatus  utilized  to  conduct  experimental  measurements 
incorporated  a  slotted  line  and  a  mechanical  setup  with  two  sliding 
sample  holders  which  allowed  accurate  adjustment  of  the  sample 
positions,  via  two  micrometers,  in  front  of  the  waveguide  aperture. 
Figs.  7a-b  depict  the  two  basic  geometries  realized  by  this  apparatus. 
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The  measurements  presented  here  were  performed  at  a  frequency  of  10 
GHz  using  dielectric  sheets  with  mean  permittivity  and  loss  tangent  of 

e\  =  8.4  and  tan5=  0.107  (synthetic  rubber  sheets),  respectively.  The 
experimental  results  presented  here  are  the  average  value  of  several 
independent  measurements. 
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Fig.  7a;  Cross  sectional  geometry  termination  into  free-space,  [23]. 


Waveguide! 


(disbond) 

Fig.  7b:  Cross  sectional  geometry  termination  into  a  conducting  sheet, 
[23]. 

TERMINATION  OF  LAYERED  MEDIA  INTO  AN  INKNITE  HALF¬ 
SPACE 


To  examine  the  validity  and  limitations  of  the  numerical  results,  initially 
variations  of  V5W7?  and  phase  were  monitored  as  a  function  of  distance 
between  the  aperture  and  the  sample  (air  gap)  using  a  single  slab 
terminated  into  free-space.  The  geometry  configuration  of  the 
measurement  is  derived  from  Fig.  la  with  a  dielectric  sample  thickness 
of  ^2  =  7.55  mm,  and  with  dj  and  equal  to  zero.  The  measured  slab 
thickness,  using  a  micrometer  thickness  gauge,  is  the  mean  value  over 
the  aperture  area.  The  results  of  the  theoretical  and  measured  VSWR  and 
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phase  for  a  range  of  air  gap  values  are  shown  in  Fig.  8.  There  is  a  good 
agreement  between  the  measurement  and  numerical  results.  As 
expected,  the  air  gap  size  (i.e.  standoff  distance  or  liftoff)  dictates  the 
degree  of  the  field  coupling  into  the  dielectric  slab  and  can  be 
manipulated  for  measurement  purposes. 


Fig.  8:  Comparison  of  numerical  and  experimental  results  for  VSWR 
and  phase  as  a  function  of  air  gap  d;  for  a  two  layer  media  terminated 
into  free-space,  [23]. 

Next,  variations  of  VSWR  and  phase  were  investigated  as  a  function  of 
the  slab  thickness  for  a  fixed  arbitrary  air  gap  distance  dj.  Once  again 
Fig.  7a  illustrates  the  geometry  for  this  case  with  and  6?^  equal  to 
zero.  Figs.  9  and  10  show  the  numerical  results  at  24  GHz  along  with 
both  the  numerical  and  experimental  results  at  10  GHz  for  different  slab 
thicknesses.  Figs.  9a-b  show  variations  of  VSWR  and  phase 
respectively  for  an  air  gap  of  dj  =2  mm.  The  numerical  results  of 
phase  variation  at  24  GHz  shows  a  change  of  around  120  degrees  over 
the  first  4.5  mm  range  of  slab  thickness.  With  a  measurement 
resolution  of  about  one  degree,  this  indicates  that  for  this  case  thickness 
variations  as  small  as  0.04  mm  may  be  detected.  Figs.  lOa-b  display 
the  results  for  an  air  gap  of  dj  =  5  mm.  The  measured  phase  at  10  GHz 
shows  significant  variation  over  this  thickness  range  which  is  also 
predicted  by  the  theory.  Due  to  greater  signal  attenuation  at  larger  air 
gaps  and  increase  in  electrical  length  of  the  lossy  sample  at  higher 
frequencies,  variations  of  VSWR  and  phase  are  expected  to  degrade  as 
shown  for  the  24  GHz  results  in  Fig.  10.  Such  observations  are  made 
to  indicate  that  the  measurement  resolution  (accuracy)  may  be 
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dj  (mm) 

Fig.  9a;  Comparison  of  numerical  results  at  10  and  24  GHz  along  with 
experimental  results  at  10  GHz  for  VSWR  as  a  function  of  slab  thickness 
for  an  arbitrary  air  gap  of  dj  =  2  mm,  [23]. 


— .  .  24  GHz  (Num.)  —  .  lOGHitNum.)  p  10  GHz  (Men.) 


(mm) 

Fig.  9b:  Comparison  of  numerical  results  at  10  and  24  GHz  along  with 
experimental  results  at  10  GHz  for  phase  as  a  function  of  slab  thickness 
for  an  arbitrary  air  gap  of  dj  =  2  mm,  [23]. 
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Fig.  10a:  Comparison  of  numerical  results  at  10  and  24  GHz  along  with 
experimental  results  at  10  GHz  for  VSWR  as  a  function  of  slab  thickness 
d2  for  an  arbitrary  air  gap  of  =  5  mm,  [23]. 


_ _ 24GHz(Num.)  -  10GHt(Num.)  #  10GH2(Me»».> 


Fig.  10b:  Comparison  of  numerical  results  at  10  and  24  GHz  along  with 
experimental  results  at  10  GHz  for  phase  as  a  function  of  slab  thickness 
^2  for  an  arbitrary  air  gap  of  dj  =  5  mm,  [23]. 
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maximized  by  using  the  theory  to  optimize  the  air  gap  distance  and  the 
operating  frequency  based  on  the  sample  thickness  and  its  dielectric 
properties.  Moreover,  having  such  resolutions  at  X-band  suggests  that 
one  may  not  need  to  go  to  much  higher  frequencies  to  achieve  high 
resolutions  for  examination  of  the  type  of  dielectric  samples  used  here, 
although  higher  frequencies  may  eventually  render  better  accuracies  for 
thin  and  low-loss  materials. 

To  examine  the  effect  of  disbond  in  a  stratified  composite  medium  an 
experiment  was  conducted  in  which  the  separation  (disbond)  between 
two  slabs  of  the  same  dielectric  material  was  varied  for  a  fixed  air  gap. 
Once  again.  Fig.  7a  depicts  the  geometry  of  this  case  for  J2  =  5.15  mm, 
d4  =  7.55  mm,  and  with  both  slabs  having  the  same  dielectric  constant 
as  before.  Layers  1,  3,  and  the  infinite  half-space  in  the  back  have  free- 
space  permittivity.  Fig.  11  shows  the  numerical  and  experimental 
results  for  dj  =  5  mm  as  dj  varies.  The  measurement  outcomes,  which 
are  in  good  agreement  with  the  theory,  clearly  indicate  that  for  this 
specific  case,  the  phase  of  the  reflection  coefficient  shows  much  more 
sensitivity  to  the  disbond  dimension  than  VSWR.  The  phase  drops 
around  15  degrees  over  the  first  0.5  mm  variation  of  disbond  in  the 
layered  medium. 


Fig.  1 1:  Comparison  of  numerical  and  experimental  results  for  VSWR 
and  phase  as  a  function  of  disbond  d^,  dj  =  5  mm,  dy  =  5.15  mm,  d4  = 
7.55  mm,  [23]. 
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TERMINATION  OF  LAYERED  MEDIA  INTO  A  CONDUCTING 
SHEET 

Similar  measurements  were  performed  for  the  case  where  the  medium  is 
backed  by  a  conducting  plate.  Referring  to  Fig.  7b,  a  slab  with 
thickness  of  ^2  =  7.55  mm  was  first  placed  flush  against  a  metal  plate 
(flfj  =  0),  and  dj  vaiied.  The  numerical  and  experimental  results  for 
VSWR  and  phase  are  shown  in  Fig.  12.  Comparing  VSWR  in  Fig.  12 
with  its  counterpart  in  Fig.  8  where  the  conductor  in  not  present  one  can 
clearly  observe  the  effect  of  strong  reflection  from  the  surface  of  the 
metal  plate  causing  slower  damping  of  the  1^5117?  variation  in  Fig.  12. 
Similarly  comparison  between  the  phase  of  these  two  cases  shows  the 
strong  influence  of  the  conductor  backing  both  in  terms  of  a  shift  in 
position  and  change  of  slope  in  the  phase  variation. 
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Fig.  12:  Comparison  of  numerical  and  experimental  results  for  VSWR 
and  phase  as  a  function  of  dj,  d2  =  7.55  mm,  dj  =  0,  [23]. 

Fig.  13  displays  variations  of  VSWR  and  phase  as  a  function  of  disbond 
thickness  variation,  dj,  between  the  dielectric  sheet  and  the  metal  plate 
for  an  air  gap  of  dj=  5  mm.  Both  VSWR  and  phase  values,  which  are  in 
close  agreement  with  the  theory.  Comparing  the  phase  variation  for  the 
initial  1  mm  change  of  disbond  dj  in  Fig.  13  with  that  of  Fig.  11 
indicates  a  much  greater  change  due  to  variation  of  disbond.  These 
results  clearly  illustrate  the  utility  of  this  approach  for  detecting  a 
disbond  at  its  early  stages  of  development. 
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Fig.  13:  Comparison  of  numerical  and  experimental  results  for  VSM? 
and  phase  as  a  function  of  d^.,  dj  =  5  mm,  ^2  =  7.55  mm,  [23]. 

Depending  on  the  measurement  requirements  (in  many  industrial 
applications),  the  disbond  detection  and  its  thickness  estimation  may 
need  to  be  conducted  independent  of  small  variations  in  the  prescribed 
thickness  ^2  of  ihe  coating  (geometry  shown  in  Fig.  7  b)  [32].  This 
may  be  achieved  by  optimizing  the  operating  frequency.  Thus,  the 

influence  of  varying  the  coating  thickness  ^2  on  was  investigated  at 
10  GHz.  Fig.  14  shows  the  calculated  phase  difference  between  several 
disbond  thicknesses  and  the  zero  disbond  case  versus  the  thickness  of 
the  coating  at  a  fixed  standoff  distance  of  d]  =  5.05  mm.  At  this 
frequency  and  standoff  distance,  there  is  maximum  sensitivity  to 
disbond  presence  in  the  thickness  interval  of  7  -  8  mm  and  to  a  lesser 
extent  in  the  range  of  12  -  13  mm.  It  must  be  noted  that  for  these 
intervals,  despite  the  attractive  sensitivity,  a  small  change  in  the  coating 
thickness  (d2)  will  not  result  in  an  accurate  estimation  of  the  disbond 
thickness.  Conversely,  in  the  thickness  intervals  of  5-6  mm  and  9-11 
mm,  the  disbond  detection  and  its  thickness  estimation  is  nearly 
independent  of  changes  in  the  coating  thickness.  For  these  areas  the 
disbond  detection  sensitivity  is  less;  however,  it  may  be  adequate  for 
most  practical  applications  (as  will  be  seen  later).  To  experimentally 
verify  these  results  several  measurements  with  different  coating 
thicknesses  (c?2  =  5.2,  6.33,  8.8,  and  10.1  mm)  were  performed  at  10 
GHz  (Fig.  15).  This  figure  may  be  obtained  from  Fig.  14  for  fixed 
values  of  d2,  while  changing  the  disbond  thickness,  d^.  There  is  good 
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agreement  between  the  measured  (discrete  points)  and  the  theoretical 
(lines)  results.  If  these  lines  are  approximated  to  be  straight  (not  tnie  for 
all  cases),  their  slope  will  be  the  measure  of  sensitivity  to  disbond 

detection.  For  example  for  d2  =  6.33  mm  a  sensitivity  of  2.8°/50  |j,m  is 
calculated  (for  the  considered  range  of  disbond  thicknesses).  Such 
sensitivity  is  sufficient  in  many  production  environments.  Usually 
higher  sensitivity  requirements  are  accompanied  with  production  of 
dielectric  coatings  with  tight  thickness  tolerances,  and  in  those  cases  the 
thicknesses  around  maximum  detection  sensitivity  intervals  (Fig.  14) 
may  be  used. 

For  the  geometry  depicted  in  Fig.  7a  (layered  dielectrics  terminated  by 

infinite  half-space),  calculated  and  measured  AijP  for  a  standoff  distance 
of  d]  =  2.5  mm,  dielectric  thicknesses  of  ^2  =  5.2  mm  and  =  6.33 
mm,  and  a  varying  disbond  thickness  at  9.5  GHz  is  presented  in  Fig.  16 
[32].  In  this  case  the  sensitivity  to  disbond  thickness  (calculated  from 
the  slope)  is  I.30/O.I  mm.  Generally,  better  disbond  detection 
sensitivity  is  achieved  for  the  conductor  backed  case.  The  theoretical 
curve  for  8.2  GHz  demonstrates  that  the  sensitivity  is  frequency 
dependent. 


Fig.  14:  Phase  difference  versus  dielectric  layer  thickness  ^2  for  several 
fixed  disbonds  at  10  GHz,  [32]. 
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Fig.  15:  Phase  versus  disbond  thickness  dj  for  several  thicknesses  of 
the  dielectric  (d2  =  5.2,  6.33,  8.8,  and  10.1  mm),  [32]. 


Fig.  16:  Phase  difference  versus  disbond  thickness  d3  for  9.5  GHz 
(together  with  the  measurement  points)  and  8.2  GHz  (theory).  The 
geometry  used  is  that  of  Fig.  7a  where  dj  =  5.05  mm,  d2  =  5.2  mm 
and  d4  =  6.33  mm,  [32]. 
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SUMMARY 

Microwave  NDE  approaches  are  very  attractive  for  dielectric  slab, 
dielectric  coating  and  disbond  thickness  measurement  and  thickness 
variation  evaluation.  These  approaches  utilize  far-field  or  near-field 
techniques.  The  advantages  and  drawbacks  of  of  the  far-field 
measurements  were  discussed  in  detail.  Ample  references  were 
provided  that  describe  the  theoretical  and  the  experimental  foundation  of 
the  far-field  approach. 

A  theoretical  model  along  with  experimental  results  were  presented  in 
application  to  microwave  in  situ  NDE  of  layered  dielectric  media 
terminating  into  either  free-space  or  a  conducting  sheet.  The  theoretical 
analysis  is  based  on  a  Fourier  transform  boundary  matching  technique 
to  construct  the  field  components  in  a  layered  media  outside  an  open- 
ended  rectangular  waveguide  coupled  with  the  variational  form  of  the 
terminating  admittance  of  the  flange-mounted  aperture.  The  integrity  of 
the  numerical  results  have  been  examined  by  conducting  several 
measurements  using  a  precise  mechanical  device  built  specifically  to 
duplicate  the  geometry  of  the  theoretical  model.  The  measurements 
presented  here  were  performed  at  10  GHz  using  generally  lossy  slab- like 
samples.  Variation  of  VSWR  and  phase  of  the  reflection  coefficient  as  a 
function  of  parameters  such  as  the  air  gap  between  the  sample  and  the 
waveguide,  and  sample  thickness  were  investigated.  Furthermore, 
numerical  and  experimental  results  were  presented  demonstrating  the 
possibility  for  detection  of  small  disbond  thicknesses  in  a  layered  media. 
The  experimental  results  showed  good  agreement  with  the  numerical 
outcomes.  These  results  clearly  indicate  that  high  resolutions  may  be 
achieved  in  examination  of  generally  lossy  dielectric  samples  without  the 
need  to  operate  at  very  high  frequencies.  Furthermore,  they 
demonstrate  the  sensitivity  of  such  versatile  NDE  technique  as  it  applies 
to  the  interrogation  of  layered  composite  media,  and  the  importance  of  a 
fast  and  reliable  numerical  model  as  a  tool  to  gain  real  time  a  priori 
knowledge  of  the  underlying  process.  It  is  concluded  that  the  theoretical 
model  can  render  important  information  for  optimization  of  such 
measurement  parameters  as  position  of  the  sensor  and  operating 
frequency  leading  to  better  resolutions. 

For  dielectric  coating  thickness  measurements,  the  same  technique  was 
used  which  yielded  a  measurement  error  less  than  3%  for  lossy 
dielectrics.  To  obtain  maximum  measurement  accuracy  or  resolution, 
the  choice  of  the  operating  frequency  depends  on  the  dielectric 
properties  of  the  slab  and  its  thickness  in  a  manner  that  is  difficult  to 
simply  guess  for.  The  results  of  the  thickness  measurement  using  the 
approach  outlined  here  showed  that  at  some  frequencies  measurement 
accuracies  of  better  than  one  micron  are  possible.  Whereas,  at  a  slightly 
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different  frequency  in  the  same  microwave  band  the  measurement 
accuracy  is  degraded  drastically.  The  results  of  this  study  also  indicated 
that  detection  of  thickness  variations  in  the  order  of  a  few  microns  is 
quite  possible.  This  is  important  since  these  measurements  were 
conducted  in  the  8.2  -  12.4  GHz  region,  and  not  in  the  millimeter  wave 
region. 

The  optimization  of  air  disbond  detection  using  an  open-ended 
rectangular  waveguide  sensor,  was  also  presented  for  layered  dielectric 
materials  terminated  by  conductor  or  infinite-half  space.  The  sensitivity 
of  the  disbond  detection  is  dependent  on  the  frequency  of  operation  and 
the  geometry  of  the  layered  dielectric  composite.  Depending  on  the 
measurement  requirements,  the  disbond  detection  and  the  estimation  of 
its  thickness  may  be  independent  of  the  changes  in  the  dielectric  coating 
thickness.  Conversely,  the  measurement  system  may  be  adjusted  to 
achieve  maximum  sensitivity  to  disbond  presence  at  certain  depths  from 
the  surface.  An  array  of  sensors  may  be  tuned  each  to  be  sensitive  to 
disbonds  between  different  layers  of  a  multi  layered  composite. 
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CHAPTER  4 


MICROWAVE  TECHNIQUES  FOR  SURFACE  CRACK 
DETECTION  AND  SIZING  IN  METALS 

Microwaves  do  not  penetrate  inside  conductors  (metals).  However, 
they  are  very  sensitive  to  conductor  surface  perturbation  such  as  surface 
roughness  and  surface  cracks.  There  are  certain  advantages  in  using 
microwave  metal  surface  crack  detections  (particularly  when  using 
open-ended  waveguide  probes)  such  as: 

-  novelty  of  the  approach.  Fresh  look  at  fatigue  crack  detection 
and  sizing.  Yet  to  be  tapped  capabilities 

-  the  method  is  fast,  reliable  and  relatively  inexpensive 

-  the  sensor  may  or  may  not  be  in  contact  with  the  surface 
under  examination 

-  cracks  may  be  filled  or  covered  with  dielectric  materials  such 
as  paint,  dirt,  rust,  etc. 

-  the  same  probe  which  detects  and  characterizes  the  properties 
of  a  crack  under  coating,  may  also  (without  any  alteration  to  its 
design)  measure  the  thickness  of  the  coating  and  its  material 
characteristics 

-  cracks  may  be  on  non-ferromagnetic  as  well  as  ferromagnetic 
metals  or  dloys 

-  cracks  on  the  surface  of  graphite  composites  may  also  be 
detected  and  characterized. 

-  microwave  techniques  work  with  coarse-grained  materials 
(metals) 

-  the  surface  under  examination  may  be  in  a  high  temperature 
environment 

-  the  detected  signal  is  only  due  to  surface  defects  and  not  to 
interior  flaws 

-  the  technique  may  be  applied  to  curved  and  other  complicated 
surfaces 

-  dimensions  of  a  crack  can  be  estimated 

-  crack  orientation,  edge  and  tip  locations  can  be  detected 

-  no  special  operator  skills,  in  the  fields  of  microwaves  or 
signal  interpretation  are  needed 

-  very  little  surface  preparation  is  required 

-  the  technique  is  environmentally  compliant,  operator 
friendly  and  safe 
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-  the  required  microwave  power  is  in  low  milliwatt  range 

-  such  a  system  may  be  battery  operated  and  portable  and 
handheld 

-  the  results  are  obtained  in  real-time 

-  the  technique  is  not  a  source  EMI  pollution  and  insensitive  to 
EMI.  These  allow  testing  during  normal  operating  conditions, 
thus  reducing  repair  related  down  time 

-  capabihty  of  inspecting  large  areas  in  a  relatively  short  time 
(e.g.  use  of  sensor  arrays) 

-  defects  in  laminates  and  thick  composites  (disbond,  void, 
inhomogeneity,  impact  damage,  under  cure,  fiber  bundle 
orientation  and  breakage,  etc.)  covering  a  metal  specimen  may 
also  be  detected  and  evaluated 

-  adaptable  to  automatic  (no  operator  involvement)  detection 
routines 

The  following  is  a  review  of  the  previous  works  on  metal  surface  crack 
detection  using  microwave  techniques  [1,2].  Generally  speaking,  these 
techniques  can  be  divided  into  two  categories,  i.e.  far-field  and  near¬ 
field  measurement  techniques.  Far-field  techniques  use  antennas  as 
transmitters  and  receivers.  The  near-field  techniques  usually  use  open- 
ended  sensors  such  as  waveguides  and  coaxial  lines.  Three  different 
types  of  probes  are  commonly  used:  waveguide  probes,  planar 
transmission  line  probes,  and  ferromagnetic  resonance  probes. 

WAVEGUIDE  PROBES 

The  first  reported  work  on  microwave  crack  detection  was  conducted  by 
Feinstein  et  al.,  [3,4].  One  of  their  earliest  methods  is  based  on  rotating 
the  polarization  of  the  incident  wave  and  associating  a  particular 
polarization  component  in  the  scattered  signal  with  the  crack  signature. 
The  crack  is  considered  to  be  a  polarization  filter  which  scatters 
maximally  when  the  incident  electric  field  is  perpendicular  to  its  long 
dimension,  in  other  words,  the  crack  converts  part  of  the  incident  wave 
(a  mode)  to  an  orthogonally  polarized  wave  (an  independent  mode). 
Hence,  this  method  can  be  considered  as  a  mode  conversion  (by  the 
crack)  technique.  The  rotation  of  the  incident  polarization  at  first  was 
achieved  by  a  mechanically  rotated  waveguide  joint  and  later  by  an 
electrically  modulated  Faraday  rotator.  A  bridge  was  used  to  null  out 
the  background  signal  under  the  condition  that  the  distance  between  the 
probe  and  the  specimen  remains  constant.  The  disadvantages  of  this 
method  are  the  additional  signal  loss  due  to  the  bridge  and  the  poor 
reliability  and  the  low  modulation  frequency  of  the  mechanically  rotated 
waveguide  joint.  This  system  was  used  to  detect  the  growth  of  fatigue 
cracks  and  was  reported  to  be  capable  of  detecting  a  crack  with  a  depth 
of  less  than  0.001  in. 
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Another  type  of  mode  conversion  was  also  introduced  by  Hruby  and 
Feinstein  [5],  A  rectangular  dominant  mode  (TEiq)  was  converted  to 
higher  order  cylindrical  TMqj  or  TEqi  mode  through  a  mode  converter. 
These  modes  are  non-polarized  so  that  crack  orientation  is  not 
important.  However,  they  are  not  stable  and  will  be  converted  to 
cylindrical  dominant  mode  TEn  and  then  to  rectangular  dominant  mode 
in  the  slot.  The  reflected  wave  from  the  slot  will  be  converted  back  to 
cylindrical  TE^j  mode  in  the  circular  waveguide  and  thus  separated  from 
other  modes  through  a  tapered  filter.  A  Faraday  rotator  was  used  to 
further  reduce  the  background  signal  and  then  the  signal  was  amplified 
by  a  VSWR  amplifier.  The  signal  source  operated  at  30.5  GHz  with  a 
power  level  of  100  mW.  This  method  was  claimed  to  be  capable  of 
measuring  very  deep  cracks  (up  to  50  mm). 

Bahr  [6]  also  used  mode  conversion  for  crack  detection,  but  at  100 
GHz.  A  linearly  polarized  incident  wave  is  partially  converted  to  an 
orthogonally  polarized  wave  when  the  incident  polarization  is  at  an  angle 
to  the  slot  that  is  between  0  and  90  degrees.  This  crack  signal  was 
separated  from  the  co-polarized  background  signal  through  an 
orthomode  coupler.  The  antenna  used  was  a  lens-focused  horn  with  a 
beamwidth  of  about  3.5  mm  at  the  focal  point.  The  measurements  were 
performed  on  aluminum  plates  with  slots  which  were  0.25  mm  wide 
and  with  different  depths  and  lengths.  The  plate  was  perpendicularly 
aligned  to  the  microwave  propagation  direction  and  the  long  dimension 
of  slots  was  at  an  angle  of  about  60®  to  the  electric  polarization  vector  of 
the  incident  wave  to  ensure  part  of  the  incident  energy  would  be  coupled 
into  the  orthogonally  polarized  mode  by  slots.  The  experiments  showed 
that  it  was  also  possible  to  determine  the  depth  of  cracks.  This  may  be 
due  to  the  fact  that  the  test  frequency  was  higher  than  the  resonance 
frequency  of  the  slot  and  thus  allowed  the  wave  to  propagate  into  the 
slot.  In  other  words,  if  the  test  frequency  is  below  the  resonance 
frequency  of  the  slot,  slot  depth  will  not  produce  a  detectable  phase 
change  for  different  slot  depths  in  a  polar  display,  similar  to  that  for 
eddy  current  testing.  The  sensitivity  of  the  system  depends  on  the 
degree  to  which  the  transmitting  and  the  receiving  portions  of  the  system 
can  be  isolated  in  the  absence  of  a  crack  by  the  decoupler.  This  is 
critically  dependent  upon  the  flatness  of  the  plate  and  its  alignment  with 
respect  to  the  probe.  This  dependence  is  considered  a  major 
disadvantage  of  this  approach.  In  [7],  Bahr  has  also  used  a  6-dB 
directional  coupler  and  a  circular  polarizer  to  replace  the  orthomode 
coupler  to  excite  the  probe  for  fatigue  crack  detection.  The  circular 
polarizer  combined  with  a  rectangular  waveguide  behaves  like  an 
orthomode  coupler  and  provides  a  10  dB  rejection  of  the  unwanted 
background  signal.  Using  a  circularly  polarized  wave  makes  the 
detection  independent  of  crack  orientation,  however,  this  causes  a  3  dB 
loss  in  signal  power  when  compared  to  that  produced  by  an  optimally 
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aligned,  linearly  polarized  incident  wave.  Instead  of  the  far-field  lens 
probe,  a  near-field,  1.1  mm  (O.D.),  dielectric  waveguide  probe  was 
used.  The  latter  should  provide  higher  sensitivities  because  not  only 
does  it  confine  the  incident  fields  to  the  vicinity  of  the  crack,  but  it  also 
receives  stronger  signal  scattered  by  a  crack.  A  good  match  was 
provided  between  the  air-filled  circular  waveguide  and  the  dielectric 
waveguide  by  tapering  one  end  of  the  dielectric  guide.  This  method  can 
not  detect  crack  with  a  width  of  less  than  one  micron.  However, 
detection  was  possible  if  cracks  are  a  few  microns  wide.  The  depths  of 
cracks  can  also  be  measured  according  to  the  phase  angles  of  the  signals 
displayed  in  a  way  similar  to  that  for  eddy  current  testing  if  cracks  are 
sufficiently  open,  have  high  quality  factor  (as  a  resonator)  and  if  crack 
lengths  are  larger  than  one  half  wavelength. 

PLANAR  TRANSMISSION  LINE  PROBES 

Microstrip  lines  (or  planar  transmission  lines)  may  also  be  built  as 
microwave  eddy-current  probes  for  crack  detection  [8,9].  This  type  of  a 
probe  uses  the  near-field,  since  they  must  be  brought  close  to  the  metal 
surface  to  be  inspected  in  order  to  sense  the  crack.  Compared  to 
waveguide  type  probes,  higher  sensitivity  is  the  major  advantage  of  this 
type  of  probes  because  near  field  interaction  is  used  and  also  because 
impedance-matching  network  can  be  readily  incorporated  into  the  probe 
structure. 

Robinson  and  Gysel  developed  a  coupled-stripline  probe  for  surface 
crack  detection.  Two  adjacent  strip  lines  are  coupled  together  to  support 
two  orthogonal  TEM  modes,  the  even  mode  and  the  odd  mode.  For  the 
even  mode,  the  two  strip  lines  are  at  the  same  potential  with  respect  to 
the  ground,  while,  for  the  odd  mode,  their  potentials  are  of  the  same 
magnitude  but  different  polarities.  For  crack  detection,  the  metal  surface 
under  test  is  used  as  one  of  the  two  ground  plates.  If  the  pair  of  strips 
are  symmetrical  and  excited  in  the  even  mode,  there  will  be  no 
conversion  to  the  odd  mode.  However,  if  there  is  a  surface  crack  in  the 
ground  plate  which  perturbs  the  current  flow  under  one  strip  but  not  the 
other,  part  of  the  exciting  power  will  be  converted  into  the  odd  mode. 
Thus,  such  a  set-up  can  be  used  for  crack  detection  and  mode 
conversion  is  also  used  to  reject  unwanted  background  signal  so  that 
higher  sensitivities  can  be  achieved.  The  test  frequency  of  this  system 
was  around  10  GHz.  The  exciting  signal  was  pulse-modulated  at  1 
KHz.  An  in-phase  power  divider  was  used  to  excite  the  even  mode  and 
the  odd  mode  was  picked  up  by  a  rat-race  hybrid.  Quadrature  detection 
and  subsequent  squaring  and  adding  produced  a  phase-sensitive  output. 
However,  it  is  not  easy  to  isolate  the  LO  signal  from  the  modulated 
signal  and  an  isolator  with  more  than  40  dB  of  isolation  was  required. 
It  was  found  possible  to  achieve  50-75  dB  of  dynamic  range  if  the 
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variable  attenuator  and  the  phase  shifter  connected  to  the  output  of  the 
probe  were  properly  adjusted.  The  advantages  of  this  method  are  that: 
a)  the  strip  lines  can  be  as  long  as  desired  and  b)  by  using  a  flexible 
dielectric  substrate,  the  probe  can  follow  the  curved  surface  to  achieve 
constant  coupling.  EDM  notches  0.001"  long,  0.0015"  wide  and 
0.005"  deep  were  successfully  detected  by  this  method.  However  ,  it 
was  not  easy  to  keep  good  isolation  between  the  even  and  odd  modes 
during  the  scan  and  this  is  a  major  disadvantage  of  this  technique. 

Husain  and  Ash  [10]  used  a  planar  transmission  line  to  design  a 
"microwave  scanning  microscope."  It  consisted  of  a  two-port 
resonator  having  a  small  aperture  in  the  ground  plane.  When  the  probe 
was  very  close  to  the  metal  surface  the  lateral  spatial  resolution  was  in 
the  order  of  the  aperture  diameter,  which  was  much  smaller  than  a 
wavelength.  A  microwave  bridge  and  a  mixer  were  used  to  null  out  the 
unwanted  background  signal  and  to  improve  the  sensitivity.  This 
system  was  able  to  detect  fatigue  cracks  with  a  width  of  less  than  2 
microns  at  10  GHz.  The  signal  strength  could  also  be  related  to  slot 
depth. 

Bahr  and  Watjen  [11]  designed  a  different  transmission  line  probe. 
Quarter-wave  long  microstrip  resonators  are  short-circuited  to  the 

ground  at  one  end  and  capacitively  coupled  to  a  50  Q  microstrip  line  at 
the  other  end.  Using  Duroid  5880  for  the  substrate  material,  an 
unloaded  Q  in  excess  of  300  was  obtained.  The  purpose  of  the 

resonator  is  to  match  the  low  impedance  to  the  50  Q  source  impedance 
and  thereby  maximize  the  sensitivity  of  the  probe.  1  GHz  was  used  to 
have  a  reasonable  size  for  the  probe.  Using  two  of  these  kind  of 
resonators  back  to  back  and  surrounded  by  a  metal  shield  a  differential 
probe  was  formed  with  the  tip  unshielded  to  interact  with  the  metal 
surface  under  test.  The  1  GHz  signal  was  down-converted  to  100  kHz 
for  display  in  a  form  similar  to  that  for  eddy  current  testing.  The 
sensitivity  of  this  system  to  open  slots  was  found  to  be  higher  than  that 
of  a  commercial  100  KHz  eddy  current  system,  however,  its  sensitivity 
to  closed  cracks  was  close  to  that  of  commercial  probes.  One  of  the 
problems  with  this  system  was  the  isolation  characteristics  of  the  bridge. 

FERROMAGNETIC  RESONANCE  PROBE 

The  ferromagnetic  resonance  (FMR)  probes  may  be  considered  as  high 
frequency  eddy  current  probes  [12-20],  The  extension  of  conventional 
eddy  current  probes  to  higher  operating  frequencies  is  hampered  by  the 
difficulty  of  fabricating  the  very  small  search  coils  required  and  by  the 
frequency  limitations  imposed  by  the  type  of  ferrite  core  materials  used 
[16].  An  alternative  approach  to  high  frequency  eddy  current  testing 
involves  the  use  of  electron  spin  precession  resonances  in  ferromagnetic 
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crystals  such  as  Yttrium  Iron  Garnet  (YIG).  The  availability  of  such 
materials  and  technique  makes  it  possible  to  built  very  compact  eddy 
current  probes  operating  at  frequencies  in  the  range  from  0.5  GHz  to  4 
GHz.  In  addition  to  their  small  size,  these  probes  have  an  advantage  of 
being  resonant  devices,  thereby  increasing  their  detection  sensitivity.  A 
small  sphere  (  with  a  diameter  less  than  one  millimeter)  of  YIG  was 
prepared  by  optically  polishing  and  was  placed  in  a  DC  magnetic  bias 
field  and  excited  with  a  single  coupling  loop  containing  the  DC  magnetic 
bias  in  its  plane.  A  single  turn  loop,  fed  by  a  coaxial  cable,  is  sufficient 
to  provide  good  coupling  to  the  resonator.  This  is  due  to  the  fact  that 
ferromagnetic  crystals  exhibit  very  high  magnetic  permeabilities  and 
quality  factors.  DC  magnetic  field  of  200  to  800  Oe  necess^y  to 
provide  resonance  frequency  of  about  0.5  to  2  GHz  may  easily  be 
created  with  small-sized  samarium-cobalt  permanent  magnets. 
Resonance  of  the  YIG  sphere  takes  the  form  of  a  uniform  precession  of 
the  magnetization  about  the  applied  DC  magnetic  field.  The  DC 
magnetization  of  the  sphere  aligns  along  this  direction,  but  application  of 
an  RF  magnetic  field  hRp  by  means  of  a  small  excitation  coil  causes  a 
time  varying  deviation  of  the  magnetization  m^p.  Since  the 
magnetization  has  a  spin  angular  momentum  associated  with  it,  mRp 
does  not  follow  hRp  directly  but  precesses  about  the  direction  of  the 
applied  DC  magnetic  bias.  One  significant  difference  between  FMR  and 
conventional  eddy  current  probes  lies  in  the  spatial  distribution  of  eddy 
currents  induced  in  the  metal  surface  under  examination.  This  is  due  to 
the  fact  that  the  magnetic  field  of  an  FMR  probe  rotates  once  every  cycle 
about  the  DC  magnetic  field,  whereas  the  field  of  a  conventional  single 
coil  probe  remains  stationary.  In  order  to  satisfy  the  boundary 
conditions  there  is  an  infinite  number  of  magnetostatic  resonant  modes 
existing  in  the  sphere  and  each  has  its  own  characteristic  distribution  of 
magnetization  within  the  sphere  and  a  characteristic  frequency  that 
depends  on  Hj^:.  A  conducting  material  (the  specimen)  placed  near  the 
FMR  probe  introduces  losses  and  couples  the  modes  to  each  other, 
causing  changes  in  both  the  amplitude  and  frequency  of  the  modes. 
Time-varying  magnetic  fields  created  outside  the  sphere  by  the  rotating 
magnetic  dipole  moment  interact  with  a  flaw  and  produce  a  perturbed 
signal  in  a  way  similar  to  that  of  conventional  eddy  current  testing. 
Experiments  have  shown  that  FMR  probes  were  40  times  more  sensitive 
than  a  100  KHz  conventional  eddy  current  probe. 

There  have  also  been  some  other  investigations  in  this  area  besides  the 
ones  mentioned  above  [20-30]. 

In  recent  years,  Yeh  et  al,  have  used  open-ended  waveguides  for 
surface  crack  detection  in  metals  [31-34].  Their  investigations  have 
shown  the  potential  of  using  a  dominant  mode  technique  for  long  and 
finite  lengthed  cracks  detection  in  addition  to  detecting  fatigue  cracks 
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using  a  higher  order  mode  technique.  They  also  formulated  two 
different  approaches  to  sizing  the  width,  depth  and  the  length  of  a  crack. 
A  brief  explanation  of  their  approaches  are  given  here. 

LONG  SURFACE  CRACK  DETECTION  USING  AN  OPEN-ENDED 
RECTANGULAR  WAVEGUIDE 

In  mid- 1992  several  experiments,  using  an  open-ended  waveguide, 
were  conducted  to  investigate  the  feasibility  of  using  this  probe  to  detect 
long  surface  cracks  in  metals  [31].  In  this  context,  long  refers  to  a  crack 
whose  length  is  greater  than  or  equal  to  the  broad  dimension  of  a 
waveguide.  Various  long  cracks  of  different  widths  and  depths  were 
milled  on  top  of  flat  metal  sheets.  Preliminary  experiments  were 
conducted  by  moving  (using  a  computer-controlled  stepping  motor)  the 
cracked  metal  surface  over  the  aperture  of  the  open-ended  waveguide 
while  monitoring  the  standing-wave  characteristics  inside  the 
waveguide.  Subsequently,  it  was  observed  that  when  the  crack  axis 
(length)  is  parallel  to  the  broad  dimension  of  the  waveguide  (orthogonal 
to  the  electric  field  of  the  dominant  TEjq  mode)  the  standing  wave 
experiences  a  pronounced  shift  in  location  when  the  crack  is  exposed  to 
the  aperture  of  the  waveguide  compared  to  when  the  crack  is  outside  the 
aperture  (a  short-circuit  condition).  This  shift  indicates  changes  in  the 
reflection  coefficient  properties  of  the  metal  surface  perturbed  by  the 
crack.  It  was  also  observed  that  this  shift  is  highly  dependent  on  the 
relative  location  of  the  crack  within  the  waveguide  aperture  (i.e.  whether 
the  crack  is  at  the  edge  or  at  the  center  of  the  aperture).  Figs,  la- lb 
show  the  geometry  of  a  crack  with  width  W,  depth  d  and  length  L  and  a 
waveguide  aperture  with  dimensions  a  and  b  ,when  the  crack  length  is 

parallel  to  the  broad  dimension  of  the  waveguide,  and  5  is  a  dimension 
indicating  the  location  of  the  crack  relative  to  an  arbitrary  location  on  the 
small  dimension  of  the  waveguide  aperture,  b.  It  was  also  observed  that 
when  the  crack  was  not  parallel  to  the  broad  dimension  of  the 
waveguide,  the  level  of  change  in  the  standing  wave  decreased,  and 
when  the  crack  became  parallel  to  the  smaller  dimension  of  the 
waveguide  (parallel  to  the  dominant  TEjq  mode  electric  field)  there  was 
no  measurable  perturbation  in  the  characteristics  of  the  standing  wave. 
This  is  due  to  the  fact  that  in  this  case  the  surface  currents  on  the  metal 
surface  are  parallel  to  the  crack  length  which  does  not  disturb  the  surface 
currents.  It  must  be  noted  here  that  most  fatigue  and  stress  cracks  in 
real  life  are  not  straight.  However,  they  can  usually  be  considered  fairly 
straight  along  their  lengths. 

Fig.  2  shows  a  simple  measurement  apparatus  that  was  used  for  these 
experiments.  An  oscillator  feeds  a  (slotted)  waveguide  terminated  by  a 
metal  plate  in  which  there  is  a  crack. 
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Fig.  la:  Side  view  of  the  relative  geometry  of  a  surface  crack  and  a 
waveguide  aperture,  [31]. 


Fig.  lb:  Plan  view  of  the  relative  geometry  of  a  surface  crack  and  a 
waveguide  aperture,  [31]. 
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Placing  the  diode  detector  a  distance  i  away  from  the  waveguide 
aperture,  the  metal  plate  can  be  scanned  by  the  waveguide  aperture  and 
the  standing  voltage  recorded.  As  will  be  seen  later,  different  detector 
locations,  t,  will  change  the  difference  between  the  measured  signals 
for  the  short-circuit  case  and  when  the  crack  is  in  the  middle  of  the 
aperture.  If  I  is  chosen  such  that  the  detector  is  located  between  a 
maximum  and  a  minimum  on  the  standing-wave  pattern,  this  difference 
is  maximized. 

At  24  GHz,  a  long  crack  with  L  >  10.7  mm,  W  =  0.84  mm  and  d  = 
1.03  mm  was  scanned  over  the  aperture  of  a  K-band  waveguide  {a  = 
10.67  mm  and  b  =  4.32  mm).  The  diode  output  voltage  measured  at  £ 
=  9.45  cm  is  shown  in  Fig.  3  (the  solid  line).  The  results  indicate  that 
while  the  crack  is  outside  the  waveguide  aperture  the  diode  registers 
very  little  voltage  variation  due  to  the  fact  that  the  waveguide  is 
terminated  by  a  short  circuit.  The  noise-like  feature  associated  with  the 
signal  is  due  to  the  quantization  resolution  of  the  A/D  converter  and  the 
internal  noise  of  the  voltmeter.  As  the  crack  begins  to  appear  within  the 
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waveguide  aperture  the  voltage  experiences  a  rapid  magnitude  change 
which  is  an  indication  of  rapid  phase  change  in  the  reflection  coefficient 
at  the  aperture.  The  same  phenomenon  occurs  when  the  crack  leaves  the 
waveguide  aperture.  The  voltage  value  does  not  change  very  much 
while  the  crack  is  inside  the  aperture;  however,  its  value  is  still  different 
than  that  of  a  short-circuit  case.  The  diode  output  voltage  as  a  function 

of  5  (hereon  referred  to  as  the  crack  characteristic  signal)  is  clearly  an 
indication  of  the  presence  of  a  crack  (detection),  since  the  absence  of  the 
crack  results  in  a  fairly  constant  voltage. 


Fig.  3:  Experimental  characteristic  signal  at  24  GHz  for  a  crack  with  W 

=  0.84  mm,  d  =  1.03  mm:  ( _ )  L  >  10.7  mm,  ( - )  L  =  10.7  mm, 

[31]. 

THEORETICAL  FOUNDATION 

To  theoretically  model  this  phenomenon  an  effort  was  made  to  simplify 
the  geometry  of  the  crack  with  respect  to  the  waveguide.  It  was  decided 
to  investigate  the  effect  of  crack  length  on  the  characteristic  signals.  The 
idea  was  that  if  the  length  of  the  crack  is  approximated  to  be  equal  to  the 
broad  dimension  of  the  waveguide  aperture,  a,  then  the  problem  could 
be  modeled  as  a  large  waveguide  feeding  a  much  narrower  short- 
circuited  waveguide  with  the  same  broad  dimension.  Subsequently,  an 
experiment  was  conducted  in  which  a  crack  with  the  same  width  and 
depth  as  those  used  for  the  solid  line  in  Fig.  3  but  with  L  =  10.7  rnm 
(equal  to  the  broad  dimension  of  the  waveguide)  was  used  to  determine 
its  characteristic  signal  at  24  GHz.  The  dashed  line  in  Fig.  3  shows  the 
results  of  this  experiment.  Comparing  the  solid  and  the  dashed  line 
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clearly  indicates  that,  for  thin  cracks  (small  W),  once  the  length  extends 
beyond  the  waveguide  aperture  there  will  not  be  any  considerable 
perturbation  in  the  standing-wave  pattern.  Thus,  in  the  subsequent 
theoretical  derivations  we  can  assume  that  the  length  of  a  crack  is  equal 
to  the  broad  dimension  of  the  waveguide,  a.  The  slight  widening  of  the 

characteristic  signal  at  around  5  =  2.5  mm  for  the  long  crack  (solid  line) 
is  attributed  to  a  small  amount  of  radiation  through  the  long  crack.  This 
problem  becomes  much  less  important  as  the  width  of  a  crack  becomes 
small  which  is  the  case  for  many  fatigue  cracks. 

The  crack  dimension  is  Wxdxa.  The  dominant  mode  propagating  in  the 
+z  direction  is  incident  upon  the  waveguide  aperture.  The  reflected 
wave  propagates  in  the  -z  direction,  and  a  standing  wave  is  formed 
inside  the  waveguide.  The  properties  of  the  standing  wave  are 
influenced  by  the  crack  size  and  its  location  within  the  waveguide 
aperture.  The  reflected  wave  arises  as  a  direct  consequence  of  forcing 
the  boundary  conditions  inside  and  outside  the  crack  at  all  times.  For 
brevity  the  detailed  formulation  of  the  theoretical  modelling  will  not  be 
given  here  and  the  reader  is  referred  to  reference  [31]  for  the  detailed 
formulation. 

COMPARISON  OF  THE  THEORETICAL  AND  EXPERIMENTAL 
RESULTS 

To  compare  the  results  of  the  theoretical  derivations  with  experimental 
results,  I£j,|2  for  a  crack  with  W  =  0.84  mm  and  d  =  1.53  mm  was 

calculated  at  ^  =  9.45  cm  away  from  the  aperture  (between  a  standing- 
wave  null  and  maximum)  at  24  GHz.  Fig.  4  shows  the  normalized 
(with  respect  to  the  maximum  value  of  each  signal)  results  of  the  diode 
output  voltage  for  the  experimental  case  and  \Ey\^  for  the  theoretical 
case.  The  agreement  between  the  two  results  is  very  good.  The  slight 
difference  between  the  normalized  signal  levels  is  attributed  primarily  to 
the  crack  geometry  not  having  90^  comers  as  assumed  by  the  theory, 
and  a  small  airgap  present  between  the  metal  surface  and  the  waveguide 
aperture  during  the  measurements.  The  diode  detector  may  not  always 
operate  in  the  square-law  region  (particularly  for  high  input  signal 
values)  which  may  also  attribute  to  this  difference.  The  distance 
between  the  atrows  marked  1  is  equal  to  the  width  of  the  crack  plus  the 
small  dimension  of  the  waveguide  (W  +  b).  However,  due  to  the 
causes  mentioned  above,  experimentally  the  distance  between  the 
arrows  marked  2  is  approximated  by  (IT  +  b).  Our  experiments  have 
shown  that  the  eiTor  associated  with  measuring  a  thin  crack  width  in  this 
manner  is  less  than  10%  if  the  airgap  is  kept  to  a  minimum.  Therefore, 
the  characteristic  signal  can  be  used  to  estimate  crack  width  reasonably 
accurately. 
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Fig.  4;  Theoretical  ( _ )  and  experimental  ( - )  characteristic 

signals  for  a  crack  with  W  =  0.84  mm,  d  =  1.53  and  L  =  10.7  mm  at  24 
GHz,  [31]. 

Fig.  5  shows  the  calculated  standing-wave  pattern  inside  the  waveguide, 
as  a  function  of  £,  for  a  short  circuit  and  when  the  above  crack  is  at  the 
center  of  the  aperture  (y  =  bl2).  The  shift  in  the  standing-wave  pattern 
that  was  mentioned  earlier  is  apparent.  It  is  also  evident  that  if  the  diode 
detector  were  at  locations  1  and  3  there  would  be  a  minimal  amount  of 
signal  (voltage)  difference  between  the  short-circuit  and  the  crack- 
terminated  cases.  However,  when  the  diode  detector  probes  the 
standing  wave  at  location  2  there  will  be  a  maximum  signal  (voltage) 
difference  between  the  two  cases. 

Fig.  6  shows  the  characteristic  signals  for  a  long  crack  with  W  =  0.277 
mm  and  two  depths  of  0.96  mm  and  1.488  mm  at  24  GHz.  The  results 
of  these  experiments  indicate  that  the  distance  between  the  voltage 
reversals  remains  unchanged  since  this  distance  is  primarily  a  function 
of  the  crack  widths.  However,  the  signal  magnitudes  in  the  middle  of 
the  aperture  are  different  and  once  calibrated  may  serve  as  an  estimator 
of  crack  depth  ( as  will  be  seen  later,  [34]). 
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Fig.  5:  Calculated  standing- wave  pattern  inside  the  waveguide  at  24 

GHz:  ( _ )  short  circuit,  ( - )  crack  with  W'  =  0.84  mm  and  d  = 

1.53  mm  at  the  center  of  the  aperture,  [31]. 
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Fig.  6:  Experimental  characteristic  signal  for  two  cracks  with  W  = 
0.277  mm  and  different  depths  at  24  GHz,  [31]. 


1 

1 

V  4  =  1.488  mm  j 

1  s 

: _ 1 _ L 

d  =  0.96  imn 

- 1 - 1 - 1 _ I--  1 

_ 1 _ 1 _ 

124 


FINITE  LENGTHED  SURFACE  CRACK  DETECTION 

A  similar  approach  may  be  used  to  detect  cracks  whose  lengths  ai'e 
smaller  than  the  broad  dimension  of  a  waveguide,  [31].  The  theoretical 
derivation  for  this  case  is  much  more  involved  than  for  the  long  crack 
case.  The  reader  is  referred  to  reference  [32]  for  the  detailed  derivation 
for  this  case.  Fig.  7  shows  the  crack  geometry  with  respect  to  the 
waveguide  aperture  for  this  case. 


Fig.  7:  Relative  geometry  of  a  finite  crack  and  a  waveguide  aperture, 
[34]. 

A  surface  crack  (slot)  of  2  mm  wide,  2  mm  deep  and  3.5  mm  long  was 
milled  on  an  aluminum  plate  [32].  The  two  ends  of  this  crack  were 
cylindrical  in  shape  due  to  the  milling  process.  To  reduce  the 
computational  complexity  for  comparing  the  theoretical  and  the 
experimental  results,  we  used  such  a  wide  crack.  A  comparison  of  the 
theoretical  and  experimental  results  of  this  crack  was  conducted,  at  38 
GHz,  to  verify  the  integrity  of  the  theoretical  model  for  finite  surface 
crack  detection.  The  normalized  (with  respect  to  their  respective  short 
circuit  values)  theoretical  and  experimental  crack  characteristics  signals 
for  this  crack  are  shown  in  Fig.  8.  There  is  good  agreement  between 
the  two  results.  The  experimental  crack  characteristic  signal  is  slightly 
wider  than  the  theoretical  one  partly  due  to  the  presence  of  a  slight 
airgap  between  the  waveguide  aperture  and  the  sample  (this  effect  is 
more  apparent  on  the  right  hand  side  due  to  the  uneven  alignment 
between  the  sensor  and  the  test  surface).  The  difference  in  the  middle 
part  of  these  two  characteristics  signals  is  mainly  due  to  the  nonlinear 
properties  of  the  diode  detector,  and  partly  due  to  the  presence  of  the 
airgap. 
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Fig.  8:  Theoretical  and  experimental  characteristic  signals  for  a  2  mm 
wide,  2  mm  deep,  and  3.5  mm  long  crack  at  38  GHz,  [32]. 

When  a  crack  is  located  closer  to  the  center  of  the  waveguide  aperture  in 
the  A:-direction,  the  magnitude  of  the  incident  electric  field  on  the  crack 
aperture  is  maximum.  However,  the  change  in  the  phase  of  the 
associated  reflection  coefficient  is  not  so  significant.  This  is  because  the 
reflection  coefficient  is  determined  by  the  over-all  boundary  conditions 
on  the  waveguide  aperture  (metal  surface  and  the  crack  aperture).  Since 
for  finite  cracks  the  crack  length  is  smaller  than  the  broad  dimension  of 
the  waveguide  (a),  the  effect  of  the  perturbation  due  to  the  crack  is  less 
than  when  the  crack  length  is  equal  to  a.  Hence,  for  a  finite  crack  at 
different  locations  in  the  x-direction,  there  is  not  much  difference  in  the 
corresponding  characteristic  signals.  Fig.  9  shows  the  crack 
characteristic  signals  for  a  crack  of  2  mm  wide,  2  mm  deep  and  3.5  mm 
long  at  three  different  locations  in  the  ^-direction  when  the  waveguide 
aperture  scans  the  crack  in  the  y-direction.  The  solid  line  illustrates  the 
results  for  when  one  end  of  the  crack  is  in  contact  with  one  of  the  small 
walls  of  the  waveguide;  the  dotted  line  is  for  when  the  crack  is  at  the 
center  of  the  waveguide  aperture;  and  the  dashed  line  is  for  when  the 
crack  is  located  somewhere  between  the  former  two  locations. 
Comparing  these  three  characteristic  signals,  two  observations  can  be 
made.  The  first  observation  is  that  the  upper  part  of  the  solid  line  is 
wider  than  that  of  the  other  two.  This  is  because  in  this  case  the 
perturbation  due  to  the  finite  crack  is  less  so  that  the  airgap  effect  is 
more  significant  (i.e.  radiation  through  the  airgap  widens  the 
characteristic  signal). 
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Fig.  9:  Characteristic  signals  at  38  GHz  for  a  2  mm  wide,  2  mm  deep, 
and  3.5  mm  long  crack  located  in  the  j:-direction  at:  a)  center,  b)  edge, 
c)  off-center  within  the  waveguide  aperture,  [32]. 

The  second  observation  is  that  the  distance  between  the  two  outerrnost 
dips  for  the  solid  line  is  shorter  than  those  of  the  other  two  characteristic 
signals.  This  feature  may  be  used  for  crack  location  identification. 

Fatigue  cracks  are  the  most  difficult  cracks  to  be  detected 
nondestructively  because  they  are  very  tight  in  nature.  Hence,  detecting 
fatigue  cracks  is  the  best  way  to  test  the  capability  of  a  technique.  Pre¬ 
notched  aluminum  specimens  were  subjected  to  cycling  load  to  produce 
fatigue  cracks  on  them.  A  sketch  of  the  specimen  with  a  fatigue  crack 
(with  a  width  ranging  between  2  to  5  microns,  a  length  of  5.5  mm  and 
an  unknown  depth)  is  given  in  Fig.  10.  This  crack  was  scanned  with  an 
open-ended  waveguide  sensor  operating  at  38  GHz  [32].  The  crack 
characteristic  signal  is  shown  in  Fig.  11.  During  the  test,  only  part  of 
the  crack  length  (about  4.5  mm)  was  within  the  waveguide  aperture  to 
simulate  a  finite  crack.  The  test  was  conducted  many  times,  and  the 
results  showed  to  be  very  repeatable.  The  distance  between  the  two 
dips  is  about  4  mm  which  is  slightly  wider  than  the  small  dimension  of 
the  waveguide,  3.56  mm.  This  may  be  due  to  the  small  airgap  between 
the  specimen  surface  and  the  waveguide  aperture.  The  general  shape  of 
the  curve  is  similar  to  that  shown  in  Fig.  8. 
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Fig.  10:  Fatigue  crack  specimen  used  to  obtain  the  characteristic  signal 
shown  in  Fig.  11,  [32]. 


Fig.  11:  Experimental  characteristic  signal  at  38  GHz  for  a  fatigue  crack 
with  =  2  to  5  microns,  L  =  5.5  mm,  and  an  unknown  depth,  [32]. 

CRACK  DETECTION  USING  HIGHER  ORDER  WAVEGUIDE 

MODES 

As  mentioned  earlier,  in  the  absence  of  the  crack  only  the  dominant 
(incident  and  reflected)  electric  fields  exist,  namely  Ey(z).  However,  the 
presence  of  the  crack  generates  an  infinite  number  of  reflected  higher 
order  TM  (Transverse  Magnetic)  modes  (for  long  cracks)  in  addition  to 
the  dominant  mode.  Assuming  a  dominant  TE20  (Transverse  Electric) 
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mode  incident  on  the  metal  surface,  the  reflected  TEjo  and  the  higher 
order  TM  modes  can  be  determined  by  forcing  the  boundary  conditions 
at  the  metal  surface  and  the  boundaries  inside  the  crack  as  the  waveguide 
aperture  scans  over  it  [31]. 

In  his  case  the  x  directed  electric  field  component  of  the  higher  order 
modes  can  be  measured  for  detecting  a  crack  by  appropriately  placing  a 
probe  in  the  waveguide  [33].  The  reason  for  exploring  the 
characteristics  of  these  higher  order  TM  modes  for  fatigue/surface  crack 
detection  is  that  in  the  absence  of  a  crack  there  are  no  higher  order 
modes  present,  hence  theoretically  the  magnitude  of  the  measured  signal 
associated  with  higher  order  modes  is  zero.  However,  the  presence  of  a 
crack  generates  higher  order  modes,  and  subsequently  a  finite  amount  of 
signal  is  measured.  Hence,  theoretically  a  signal-to-noise  ratio  (SNR) 
of  equal  to  infinite  is  achieved  which  results  in  very  sensitive  (to  the 
presence  of  a  crack)  measurements.  In  practice,  however,  the  noise 
characteristics  of  the  measurement  system  dictates  the  noise  level.  This 
high  measurement  sensitivity  renders  small  fatigue/surface  cracks  (i.e.  at 
their  early  stages  of  development)  easily  detectable.  Moreover,  it 
implies  that  for  a  given  range  of  crack  widths  lower  microwave 
frequencies  can  be  used  with  relatively  high  detection  sensitivity  [33]. 

Fig.  12  shows  the  apparatus  used  for  measuring  the  ^-component  of  the 
overall  electric  field  of  the  reflected  higher  order  TM  modes,  E^iz). 
E^z)  is  measured  (via  a  crystal  detector)  by  a  small  probe  located  at  a 
distance  i  near  the  waveguide  aperture.  The  measured  voltage,  which  is 
proportional  to  the  power  associated  with  the  higher  order  modes  (i.e. 
crystal  detector  operating  in  its  square  law  region),  is  then  recorded  as  a 

function  of  the  scanning  distance,  5.  “T  is  the  distance  between  the 
probe  and  the  waveguide  wall,  and  as  will  be  seen  later  the  proper 
choice  of  this  value  can  substantially  increase  the  crack  detection 
capability  of  this  technique.  Fig.  13  shows  a  close-up  geometry  of  the 
relative  location  of  the  probe  and  the  waveguide  aperture. 

Higher  order  TM  modes  are  evanescent,  i.e.  their  magnitudes  decay 
exponentially  with  the  distance  from  the  waveguide  aperture,  I  [35]. 
However,  close  to  the  aperture  their  presence  can  be  detected  by  sensing 
and  measuring  E^^z).  Fig.  14  shows  as  a  function  of  (.  for  a 

crack  with  W  =  0.5  mm,  d  =  0.5  mm  and  L  =  10.67  mm  at  24  GHz 
when  the  crack  is  at  the  edge  of  the  waveguide.  \EJz)\^  represents  the 
square  law  property  of  the  crystal  diode  detector  which  is  used  in  the 
actual  measurements.  The  exponential  decay  of  \E^z)\^  as  a  function  of 
i  is  evident,  and  as  t  increases  beyond  1  mm  the  signal  level 
substantially  decreases. 
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Fig.  12:  Measurement  apparatus,  [33] 
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Fig.  13:  A  close-up  geometry  of  the  relative  location  of  the  probe  and 
the  waveguide  aperture,  [33]. 

To  examine  the  optimal  probe  location  for  detecting  the  maximum 
magnitude  of  z),  two  cracks  with  equal  widths  of  0.5  mm,  equal 
lengths  of  10.67  mm  and  respective  depths  of  1  mm  and  1.5  mm  were 
theoretically  scanned.  Fig.  15  shows  \E^z)\^  as  a  function  of  l<i=  (T/  b) 

at  24  GHz.  The  results  show  that  maximum  signal  level  occurs  at  li~ 
0.17.  The  optimal  probe  location  for  any  given  crack  size  turns  out  to 
be  a  function  of  the  waveguide  dimension,  b,  and  the  operating 

frequency  and  is  approximately  in  the  range  of  0. 1 1  <  0.20  for  the 

frequency  range  of  12.4  -  40  GHz. 


130 


/  =  -2  (mm) 

Fig.  14:  IEx(^)l^  as  a  function  of  I  for  a  crack  with  W  =  0.5  mm,  d  = 
0.5  mm  and  L  >  10.67  mm  at  24  GHz,  [33]. 


Fig.  15:  Theoretical  optimum  probing  location,  T/b,  at  24  GHz  for 
two  cracks  with  equal  widths  of  =  0.5  mm,  equal  lengths  of  L  = 
10.67  mm  and  two  different  depths,  [33]. 
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Fig.  16  shows  the  theoretical  variation  of  as  a  function  of  the 

scanning  distance  5  for  three  different  values  of  j^for  a  crack  with  W  = 
0.144  mm,  d  =  1.2  mm  and  L  =  22.86  mm  at  12.4  GHz.  When  the 
probe  is  in  the  middle  of  the  waveguide  (dashed  line)  two  equal  peak 
signal  amplitudes  are  seen  as  the  crack  enters  and  exits  the  waveguide. 
When  the  probe  location  is  at  a  distance  bl3  from  the  broad  wall  of  the 
waveguide  (thick  solid  line)  two  unequal  peak  signal  amplitudes  are 
produced.  The  unequal  peak  signal  amplitudes  are  due  to  the  fact  that 
when  the  crack  enters  the  waveguide  aperture  it  is  closer  to  the  probe 
than  when  it  exits  the  waveguide  aperture.  Hence,  the  probe  is 
influenced  differently  by  the  generated  higher  order  TM  modes. 
Finally,  at  the  optimal  probe  location  (thin  solid  line)  the  same 
phenomenon,  as  in  the  previous  case,  occurs.  However,  this  time  due 
to  the  optimal  choice  of  the  probe  location,  the  higher  of  the  two  unequal 
peak  signal  amplitudes  is  at  a  higher  level  than  its  counterpart  in  the 
previous  case.  Clearly,  the  correct  choice  of  probe  location  increases 
the  crack  detection  capability. 


8  (mm) 

Fig.  16:  \Ex(z)\^  at  z  =  -0.2  mm  as  a  function  of  three  different  probe 
locations  for  a  crack  with  W  =  0.144  mm,  d=  1.2  mm,  and  L  =  22.86 
mm  at  12.4  GHz,  [33]. 

Figs.  17  and  18  show  the  experimental  results  for  the  crack  mentioned 
in  Fig.  16  for  two  probe  locations  of  0.5  and  li=  0.17,  respectively. 
These  results  closely  match,  both  in  shape  and  relative  magnitude,  with 
the  theoretical  findings  shown  in  Fig.  16.  The  results  shown  in  Figs. 
16-18  were  calculated  and  measuied  at  ^  =  0.2  mm. 
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Fig.  17:  Experimental  result  for  a  crack  with  W  =  0.144  mm,  d  =  1.2 
mm,  and  L  =  22.86  mm  at  12.4  GHz  for  0.5,  [33]. 


Fig.  18:  Experimental  result  for  a  crack  with  W  =  0.144  mm,  d  =  1.2 
mm,  and  L  =  22.86  mm  at  12.4  GHz  for  0.17,  [33]. 
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To  demonstrate  the  capability  of  this  technique  to  detect  very  small 
cracks,  a  standard  fatigue  specimen  was  subjected  to  cyclical  loading 
until  a  fatigue  crack  was  generated  as  shown  in  Fig.  10.  This  crack  was 
scanned  by  an  open-ended  waveguide  operating  at  38  GHz.  Fig.  19 
shows  the  results  of  this  experiment.  The  results  show  the  capability  of 
this  technique  to  detect  this  fatigue  crack  (this  experiment  was  repeated 
many  times  and  each  time  the  same  results  were  obtained).  The 
experiment  was  conducted  in  such  a  way  as  to  ensure  that  the  notch 
associated  with  the  fatigue  specimen  was  not  exposed  to  the  waveguide 

aperture  during  the  scanning.  From  Fig.  19  a  SNR  =  3  dB  is  evident 
which  is  quite  adequate  for  detection.  However,  it  must  be  mentioned 
that  the  voltmeter  used  in  this  experiment  suffered  from  internal  noise 

problem  (=  65  microvolts),  but  this  was  the  only  voltmeter  in  our 
laboratory  compatible  with  the  computer/recorder  system.  Not  using  a 
computer  run  recording  system,  we  obtained  data  with  a  more  sensitive 
voltmeter  which  had  better,  by  an  order  of  magnitude,  noise 

characteristics  (less  than  6  microvolts).  This  translates  to  a  SNR  =13 
dB.  Another  important  measurement  criterion  is  the  resolution  of  the 
scanner  which  scans  the  waveguide  over  the  metal  surface  (or  vice 
versa). 


Fig.  19:  Experimental  result  for  the  fatigue  crack  with  shown  in  Fig.  10 
at  38  GHz  for  li=  0.20,  [33]. 
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COVERED  CRACK  DETECTION  USING  THE  DOMINANT  MODE 

APPROACH 

The  dominant  and  the  higher  order  mode  crack  detection  approaches 
which  were  discussed  here  have  also  been  applied  to  covered  cracks 
[36,37].  A  covered  cracks  may  be  viewed  from  several  different  stand 
points,  namely: 

-  a  metal  surface  may  be  covered  with  a  dielectric  layer/coating 
such  as  paint 

-  the  dielectric  coating  may  be  stratified  such  as  paint, 
composites,  etc. 

-  a  non-coated  or  coated  surface  may  be  inspected  by  placing  a 
layer  of  known  dielectric  material  at  the  waveguide  aperture  to 
eiAance  crack  detection  sensitivity 

-  the  presence  of  an  airgap  between  the  waveguide  aperture  and 
an  exposed  crack  may  be  used  as  an  optimization  parameter 

-  the  presence  of  an  airgap  provides  for  conducting  noncontact 
measurements 

Figs.  20a-20b  show  a  covered  crack  with  two  different  types  of 
dielectric  coatings  [36].  These  cracks  may  also  be  filled  with  the  same 
dielectric  or  anotiier  material. 

To  demonstrate  the  potential  and  effectiveness  of  using  an  open-ended 
waveguide  for  covered  crack  detection  several  experiments  were 
conducted.  These  experiments  follow  the  dominant  mode  detection 
technique  described  earlier  [31].  We  used  a  metal  specimen  in  which  a 
long  crack  (slot)  with  a  width  of  W  =  0.84  mm  and  a  depth  of  t/  =  1.032 
mm  was  machined.  This  crack  was  scanned  once  without  any  dielectric 
coating  on  it  (flush)  at  24  GHz.  Subsequently,  the  crack  was  scanned 
three  times  and  each  time  an  additional  layers  of  a  0.1  mm- thick 
dielectric  sheet  (similar  in  properties  to  conventional  paint)  was  used  to 
cover  the  crack.  The  characteristic  signals  for  these  four  cases  are 
shown  in  Fig.  21.  The  sharp  peaks,  characteristic  to  measuring  the 
uncovered  crack,  consistently  broadened  when  the  crack  was  covered 
with  additional  layers  of  the  dielectric.  This  effect  is  due  to  radiation 
within  the  dielectric  material.  This  is  to  say  that  the  edges  of  the  crack 
are  exposed  to  the  radiation  before  the  edge  of  the  waveguide  aperture 
and  the  crack  edge  are  lined  up.  Hence,  during  the  measurement  it  is 
unlikely  that  due  to  a  coarse  scan  step  size,  the  transition  comers  are 
jumped  over  and  not  detected.  This  is  an  important  practical  issue  since 
a  scanner  does  not  need  to  have  a  fine  spatial  scanning  resolution  to 
detect  covered  cracks.  Thus,  one  may  conclude  that  this  microwave 
technique  detects  a  surface  crack  easier  when  the  crack  is  covered  than 
when  it  is  exposed. 
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Fig.  20a:  A  crack  covered  with  a  single  layer  of  a  dielectric  coating, 


Metal 


Fig,  20b;  A  crack  covered  with  a  stratified  dielectric  coating,  [36]. 

COVERED  CRACK  DETECTION  USING  THE  HIGHER  ORDER 
WAVEGUIDE  MODES 

To  demonstrate  the  potential  and  effectiveness  of  using  higher  order 
modes  for  covered  crack  detection  several  experiments  were  conducted. 
A  metal  specimen  with  a  long  crack  with  a  width  of  W  =  0.277  mm  and 
a  depth  of  d  =  2.475  mm  was  used.  This  crack  was  scanned  once 
without  any  dielectric  coating  on  it  (flush)  at  12  GHz  using  the 
technique  outlined  earlier.  Next,  it  was  scanned  two  times  and  each 
time  an  additional  layer  of  tissue  paper  was  used  to  cover  the  crack.  At 
12  GHz  tissue  paper  has  the  same  dielectric  properties  as  common  paint, 
plastic,  kevlar,  synthetic  rubber,  etc. 
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Fig.  21:  Measured  characteristic  signals  for  a  long  crack  with  W  =  0.84 
mm  and  d  =  1.032  mm  at  24  GHz,  exposed  (flush)  and  covered. 

Moreover,  tissue  paper  has  a  relatively  uniform  thickness  of  about  0.1 
mm.  Fig.  22  shows  the  results  of  these  measurements.  The  uncovered 
(flush)  crack  has  a  similar  characteristics  signal  to  those  shown  earlier. 
The  sharp  peak,  characteristic  to  measuring  the  uncovered  crack, 
consistently  broadens  when  the  crack  is  covered  with  additional  layers 
of  paper,  and  the  signal  amplitudes  decay  exponentially.  This  effect  is 
due  to  radiation  within  the  dielectric  material  (paper).  Hence,  during  the 
measurement  it  is  unlikely  that  due  to  a  coarse  scan  step  size,  the 
transition  corners  are  jumped  over  and  not  detected.  This  is  an 
important  practical  issue,  since  a  scanner  does  not  need  to  have  a  high 
spatial  scanning  resolution. 

Theoretically  only  one  peak  should  show  up  when  scanning  the  cracked 
surface.  The  difference  seen  in  Fig.  22  is  explained  with  an  imperfect 
alignment  between  the  waveguide  and  the  metal  surface  under  test. 
Nevertheless,  even  with  a  certain  degree  of  misalignment,  the  crack  was 
detected  in  all  four  cases.  For  a  thicker  and  lossier  dielectric  coating  the 
overall  signal  level  will  decrease. 


137 


Fig.  22;  Measured  characteristics  signals  for  a  long  crack  with  W  = 
0.277  mm  and  d  =  2.475  mm  at  12  GHz,  uncovered  (flush)  and 
covered  with  paper. 


CRACK  SIZING 

There  are  two  basic  approaches  for  determining  the  width  and  depth  of  a 
long  crack  using  an  open-ended  waveguide  probe  [34].  Both  of  these 
approaches  use  the  dominant  mode  detection  scheme.  In  the  first 
approach  the  characteristic  signal  of  a  crack  is  used  to  determine  the 
width  and  the  depth  of  a  crack.  This  approach  was  mentioned  briefly 
when  discussing  the  dominant  mode  crack  characteristic  signal.  Yeh 
and  Zoughi  have  shown  that  using  this  method  the  width  of  a  crack  may 
be  determined  within  ±20%  and  the  depth  within  ±18%  [34]. 

Since  depth  estimation  is  much  more  important  in  repair  and  fracture 
analysis,  then  accuracy  of  ±18%  may  not  be  sufficient  for  many 
applications.  For  this  reason  a  swept  frequency  method  was  developed 
by  which  the  depth  of  a  crack  may  be  estimated  to  within  1%, 
independent  of  how  well  the  width  may  have  been  estimated  [34]. 

Suppose  the  crack  has  a  width  equal  to  the  small  dimension  of  the 
waveguide  aperture,  b  (unrealistic,  but  used  here  only  for  discussion 
purposes),  the  phase  of  the  reflection  coefficient  (measured  at  the 
waveguide  aperture)  is  then  a  linear  function  of  the  crack  depth.  In  this 
case,  when  the  crack  depth  is  exactly  equal  to  one  quarter  of  the  guide 
wavelength  the  phase  of  the  reflection  coefficient  is  0®.  However,  for 
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practical  cases  where  the  crack  (slot)  width  is  narrower  than  b,  the 
change  in  the  phase  of  the  reflection  coefficient  becomes  less  abrupt  as  a 
function  of  crack  depth.  Since  there  is  an  induced  current  flowing  along 
the  crack  surface,  a  mutual  inductance  exists  between  the  two  faces  of 
the  crack.  The  interaction  between  these  currents  causes  a  phase  lag 
(maximum  90°)  in  addition  to  the  phase  lag  which  is  a  linear  function  of 
the  crack  depth  Id.  For  narrower  cracks  this  inductance  is  small  until 
the  crack  depth  reaches  one  quarter  of  the  guide  wavelength  so  that  the 
currents  on  the  two  crack  faces  are  in  phase.  In  other  words,  for  a 
narrow  crack,  when  the  crack  depth  reaches  a  certain  value  the  phase  of 
the  reflection  coefficient  changes  more  abruptly  than  that  for  a  wider 
crack,  and  this  phase  transition  occurs  at  a  larger  depth.  Fig.  23  shows 
three  such  transitions  at  24  GHz  for  three  cracks  with  widths  of  W  = 
20,  50  and  200  microns,  respectively.  It  is  evident  that  the  transition  is 
steeper  for  narrower  cracks.  Since  the  phase  of  the  reflection  coefficient 
for  a  narrower  crack  has  a  steeper  transition  characteristics  and  shifts  to 
the  right,  it  intersects  with  that  for  a  wider  crack  at  the  lower  part  of  the 
curve  (e.g.  around  -115®  in  Fig.  23).  From  Fig.  23  one  can  see  that  the 
phase  is  not  so  sensitive  to  the  variation  of  crack  width.  In  other  words, 
for  a  negative  phase  angle,  the  depth  corresponding  to  a  width  of  W  =20 
micron  is  not  much  different  (in  percentage)  from  that  for  a  width  of  W 
=  50  microns  or  200  microns.  This  is  particularly  true  if  the  operating 
frequency  is  tuned  such  that  a  phase  value  of  around  -1 15®  is  detected. 


Fig.  23:  Phase  of  the  reflection  coefficient  vs.  crack  depth  at  24  GHz 
for  three  crack  widths  of  20  microns,  50  microns  and  200  microns, 
[34]. 
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The  reader  is  encouraged  to  consult  with  reference  [34]  since  the  topic 
of  crack  sizing  deserves  more  detailed  explanation  that  has  been 
furnished  here. 


SUMMARY 

In  this  chapter  an  attempt  was  made  to  familiarize  the  reader  with 
different  microwave  methods  for  surface  crack/slot  detection  and  sizing. 
However,  any  extensive  investigation  in  this  area  seemed  to  have  halted 
by  early  1980s.  However,  in  the  past  four  years  there  has  been 
substantial  activity  in  this  area  using  open-ended  rectangular  waveguide 
methods.  Thus,  a  detailed  description  of  these  recent  activities  was 
presented  in  this  chapter. 

A  new,  simple  and  sensitive  method  for  detecting  long  straight  surface 
cracks  in  metals  using  an  open-ended  rectangular  waveguide  was 
described.  This  method,  established  via  numerous  experimental 
investigations,  was  also  modelled  electromagnetically.  The  modelling 
approach  relies  on  properly  forcing  boundary  conditions  at  the 
waveguide  aperture.  The  significant  phase  reversal,  when  the  crack  is  at 
the  waveguide  edges,  makes  this  technique  a  very  sensitive  one  for 
crack  detection.  Thus,  this  method  is  capable  of  detecting  very  thin 
cracks  (fatigue  and  stress)  at  relatively  low  microwave  frequencies.  As 
expected,  higher  frequencies  can  be  used  to  detect  cracks  with  widths  as 
narrow  as  a  few  microns.  This  technique  is  also  suitable  for  estimating 
the  crack  dimensions.  The  use  of  this  approach  for  filled  and  covered 
cracks  was  also  presented. 

A  novel  microwave  open-ended  waveguide  technique,  using  higher 
order  modes,  for  detecting  fatigue/surface  cracks  in  metals  was 
described.  The  theoretical  foundation  of  this  technique  was  also  given. 
The  results  of  several  experiments  were  given  to  verify  the  theoretical 
findings  and  the  capability  of  this  technique  for  detecting  very  small 
fatigue/surface  cracks.  This  technique  offers  several  important 
advantages  over  the  existing  non-microwave  and  microwave  techniques 
the  least  of  which  is  the  overall  simplicity.  It  was  shown  that  the  design 
of  the  open-ended  waveguide  probe  can  be  optimized  for  maximum 

detection  capability.  The  inherent  high  SNR  (theoretically  SNR  =  oo) 
associated  with  this  technique  makes  it  suitable  for  detecting  very  small 
cracks  at  relatively  low  microwave  frequencies.  The  results  showed  that 
a  fatigue  crack  whose  width  was  less  than  5  micrometer  could  be 
repeatedly  detected  at  38  GHz  with  consistently  high  SNR.  It  must  be 
noted  that  the  length  of  the  probe  inside  the  waveguide  must  be  kept 
very  short  such  that  it  does  not  interfere  with  the  signal  inside,  and  yet 
long  enough  to  pick  up  the  signal  for  detection.  This  usually  means 
that,  depending  on  the  operating  frequency,  the  length  of  the  probe 
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should  be  a  fraction  of  a  millimeter.  Although  modifications  to  the 
open-ended  waveguide  will  allow  detection  of  cracks  on  curved 
surfaces,  the  present  approach  can  still  be  applied  to  surfaces  with  large 
curvatures  (aircraft  wings)  at  frequencies  lower  than  38  GHz. 

Successful  covered  crack  detection  was  also  demonstrated  using  two 
different  approaches;  the  dominant  mode  and  the  higher  order  mode 
detection. 

Two  simple  microwave  techniques  for  crack  sizing  on  metal  surface 
were  mentioned.  It  was  briefly  discussed  that  crack  width  and  depth 
can  be  measured  with  an  accuracy  of  about  ±20%  using  crack 
characteristics  signals,  while  using  a  swept  frequency  approach  crack 
depth  can  be  measured  with  an  accuracy  of  better  than  1%  independent 
of  how  accurate  the  width  is  estimated. 
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CHAPTER  5 


DEFECT  DETECTION  IN  THICK  COMPOSITES 

The  utility  of  microwave  and  millimeter  wave  inspection  of  dielectrics 
has  been  mentioned  several  times  throughout  this  report.  The 
application  of  microwave  and  millimeter  wave  NDE  to  thick  dielectric 
composites  will  be  discussed  in  this  chapter  along  with  the  presentation 
of  examples  associated  with  some  recent  investigations  in  this  area. 

The  increased  use  of  thick  composites  both  for  industrial  and  military 
applications  presents  quite  a  challenge  to  nondestmctive  testing  (NDT). 
Difficulties  arise  from  the  inherent  anisotropy  and  physical  property 
variations  of  these  materials,  as  well  as  their  relative  high  density 
causing  excess  absorption  and  scattering  of  signals  used  in  several 
conventional  NDE  methods.  The  ability  of  microwaves  to  penetrate 
deeply  inside  dielectric  materials  makes  microwave  NDT&E  techniques 
very  attractive  for  interrogating  such  type  of  materials.  The  same 
applies  to  structures  made  of  thick  composites.  Additionally,  the 
sensitivity  of  microwaves  to  the  presence  of  dissimilar  layers  in  these 
materials  allows  for  accurate  thickness  variation  measurement  in  the 
range  of  a  few  micrometers  at  10  GHz  as  discussed  in  Chapter  3. 

Microwave  NDT  techniques,  applied  to  thick  composites  are  performed 
on  a  contact  or  non-contact  basis.  In  addition,  these  measurements  may 
be  conducted  from  only  one  side  of  the  sample  (reflection  techniques). 
When  compared  with  ultrasonic  techniques,  microwave  methods  require 
no  coupling  material  (e.g.  oil  or  water),  and  do  not  suffer  as  much  from 
high  signal  attenuation  due  to  internal  scattering.  Microwave  NDT 
techniques  are  also  easily  adaptable  to  on-line  measurement 
environments  which  offer  the  possibility  of  in-process  control  during 
the  manufacturing  of  thick  composites.  This  feature  produces  results 
such  that  the  final  product  may  not  need  extensive  post  process 
inspection,  and  may  only  require  occasional  testing  once  under  loading 
for  detection  of  in-service  created  defects. 

Microwave  NDT  techniques  are  also  capable  of  material  characteristic 
identification  and  classification  as  discussed  in  Chapter  2.  It  has  also 
been  shown  that  microwaves  have  the  ability  to  detect  voids, 
delaminations  and  porosity  variations  in  a  variety  of  dielectric  materials. 
The  same  is  particularly  applicable  to  thick  composite  structures.  The 
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polarizability  of  microwave  signals  enables  the  study  of  fiber  bundle 
orientation  or  misalignment  during  manufacturing.  This  same  feature 
may  also  provide  information  about  cut  or  broken  fiber  bundles  inside  a 
thick  composite  member.  The  accurate  sizing  of  flaws  and  defects 
should  also  be  possible  with  microwave  techniques.  Furthermore,  a 
modulated  microwave  technique  may  provide  information  about  the 
depth  of  a  defect. 

As  discussed  in  Chapter  3,  there  are  two  basic  approaches  for  inspecting 
thick  composites,  namely  the  far-field  and  the  near-field  methods.  The 
same  advantages  and  disadvantages  that  were  discussed  in  Chapter  3 
apply  here  as  well.  Most  if  not  all  of  the  theoretical  investigations  in 
imaging  embedded  defects  consider  the  far-field  case  since  a  plane  wave 
approach  renders  significandy  less  complicated  and  rigorous  theoretical 
derivations.  Quite  a  few  of  these  investigations  have  dealt  with  the  issue 
of  probing  radars  (references  [170-194]  of  Chapter  1).  There  has  also 
been  some  recent  activities  in  the  theoretical  realm  of  microwave 
imaging  [1,2].  Other  investigators  have  incorporated  dielectric  lenses 
for  obtaining  a  smaller  footprint  when  imaging  a  composite  stmcture  [3- 
6]. 

Near-field  microwave  imaging  has  received  considerable  attention 
recently.  These  efforts  have  included  looking  into  concrete  structure, 
thick  glass  reinforced  composites,  thick  sandwich  composites  and 
impact  damage  which  is  considered  a  surface  defect  [7-10].  The 
primary  focus  of  this  chapter  will  be  on  these  recent  activities. 

NEAR-HELD  IMAGING  OF  THICK  GLASS  REINFORCED 

COMPOSITES 

A  set  of  experimental  results  obtained  using  a  simple  microwave 
technique  to  inspect  thick  composite  structures  with  embedded  defects  is 
presented  here  [8].  Images  of  thick  composite  panels  with  known 
defects  were  created  using  a  voltage  signal  related  to  the  amplitude  or 
phase  of  the  reflection  coefficient  (or  the  reflected  wave).  The  effect  of 
standoff  distance  and  frequency  for  image  enhancement  is  also 
investigated. 

The  sample  materials  used  in  this  study  were  fabricated  from  S-2  glass 
reinforced  polyester  composite.  This  suite  of  samples  was  developed 
by  the  Army  Research  Laboratory  for  a  series  of  NDE  tests;  they  were 
not  specifically  intended  for  microwave  measurements.  However,  they 
do  contain  intentionally  introduced  flaws  and  defects  and  they  have  been 
tested  and  characterized  using  a  variety  of  NDE  techniques  [1 1].  Some 
of  the  defects,  such  as  inclusions,  were  embedded  in  during  hand  lay-up 
prior  to  cure.  Others,  such  as  flat  bottom  holes,  were  drilled  into  the 
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cured  panel.  The  nominal  sizes  of  the  panels  are  200  mm  square  by  38 
mm  thick  and  190  mm  square  by  25  mm  thick.  The  density  of  the 
panels  is  1.7  g/cm^. 


T^e  setup  used  to  conduct  the  measurements  described  here  is  shown  in 
Fig.  1  which  depicts  the  side  and  plan  views  of  an  open-ended 
waveguide  sensor  scanning  a  thick  composite  panel  with  an  embedded 
defect,  [8].  As  the  open-ended  rectangular  waveguide  transmits  a 
microwave  signal  into  the  thick  composite,  the  voltage  related  to  the 
phase  or  magnitude  of  the  reflection  coefficient,  detected  in  the  same 
probe,  is  continuously  recorded  while  the  waveguide  scans  over  the 
thick  composite. 
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Fig.  1 :  Side  and  plan  views  of  the  relative  geometry  of  an  open-ended 
waveguide  sensor  and  a  thick  composite  panel  with  an  embedded  defect. 


To  conduct  this  experimental  study  three  thick  composite  panels  from 
the  suite  of  characterized  standard  materials  were  used.  Fig.  2  shows  a 
section  of  a  38  mm  (1.5")  thick  glass  reinforced  polymer  composite 
panel  with  three  embedded  aluminum  inclusions  of  25.4  mm  x  25.4 
mm,  12.7  mm  x  12.7  mm  and  6.35  mm  x  6.35  mm,  (all  0.8  mm  thick) 
at  a  depth  of  19  mm  from  the  surface.  This  sample  was  scanned  at  a 
frequency  of  10.5  GHz  (wavelength  of  28.6  mm  in  free-space),  with 
the  waveguide  sensor  in  contact  with  the  sample  surface.  Fig.  3  shows 
the  plan  view  of  an  amplitude  scan  (i.e.  the  voltage  measured  is  related 
to  the  amplitude  of  the  reflection  coefficient  at  the  aperture  of  the 
waveguide)  conducted  in  a  contact  fashion.  The  scanned  area  was  150 
mm  by  58  mm.  The  horizontal  and  the  vertical  scan  steps  were  0.5  mm 
and  2  mrn,  respectively,  for  this  and  all  the  subsequent  scans  of  this 
study.  Using  these  raw  data  without  any  signal/image  processing 


Fig.  3:  A  plan  view  amplitude  scan  of  the  composite  shown  in  Fig.  2  at 
10.5  GHz,  the  contour  plot  dimensions  are  in  mm,  [8]. 

enhancement,  and  without  any  optimization  of  the  measurement 
parameters  (frequency  and  standoff  distance),  all  three  defects  are 
distinctly  detected.  A  strong  indication  of  the  relative  size  of  each  defect 
is  also  evident.  The  measured  distances  between  the  centers  of  the 
defects  obtained  from  the  image  correspond  well  with  the  actual 
distances. 
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The  second  panel  which  was  also  made  of  a  38  mm  thick  glass 
reinforced  polymer  composite  is  shown  in  Fig.  4,  [8],  The  area 
scanned  from  this  sample  had  two  flat  bottom  holes  with  diameters  of 
6.35  mm  at  19  mm  and  25.5  mm  from  the  surface  of  the  sample, 
respectively.  The  scanned  area  was  100  mm  by  22  mm.  A  scan  of  this 
sample  was  conducted  in  a  contact  fashion  at  a  frequency  of  24  GHz 
(wavelength  of  12.5  mm  in  ffee-space),  since  this  frequency  showed  to 
be  more  sensitive  to  the  presence  of  these  holes  (additionally  at  higher 
frequencies  the  waveguide  aperture  is  smaller  and  hence  the 
measurements  are  more  sensitive,  spatially,  to  the  presence  of  objects). 
The  raw  data  image  shown  in  Fig.  5  shows  a  clear  indication  of  both 
holes  (voids)  and  the  signal  strength  in  each  case  is  related  to  the  depth 
of  each  hole.  The  darker  spot  is  due  to  the  deepest  hole  (the  one  with  its 
bottom  closer  to  the  scan  surface).  The  measured  distance  between  the 
two  hole  centers  on  the  image  closely  matches  the  actual  distance 
between  the  centers  on  the  panel.  Two  adjacent  regions  of  relative  high 
intensity  are  seen  on  each  side  of  the  holes.  They  are  attributed  to  the 
hole  walls,  and  the  possible  interference  between  the  hole  side  walls.  It 
is  important  to  note  that  other  NDE  techniques  that  had  been  used  to 
study  this  particular  sample  (ultrasonics  and  thermal  imaging)  did  not 
detect  these  holes  [11].  Difficulties  with  ultrasonics  and  thermal 
imaging  was  found  to  be  a  result  of  the  interference  caused  by  a  very 
large  area  disbond  in  near  surface  laminates.  This  additional 
unintentional  masking  defect  did  not  interfere  with  the  microwave 
measurements  because  microwaves  could  penefrate  through  the  disbond 
and  interrogate  the  following  layer.  It  is  important  to  note  that  the 
detection  of  near  surface  disbonding  and  voids  with  microwaves  could 
also  be  possible  with  some  tuning  of  the  measurement  parameters  in 
such  a  way  that  the  measurement  results  would  be  sensitive  to  the 
presence  of  disbonded  layers. 

To  improve  the  contrast  (difference  between  the  signal  due  to  the  defect 
and  the  background  signal)  in  the  image,  other  amplitude  scans  at 
several  standoff  distances  were  conducted,  [8].  Fig.  6  shows  an  image 
of  a  non-contact  scan  at  24  GHz  of  the  same  panel  at  a  standoff  distance 
of  0.5  mm.  The  indications  of  the  holes  on  this  image  are  much 
stronger  than  those  shown  in  Fig.  5  (i.e.  higher  contrast).  This 
illustrates  the  importance  of  the  choice  of  the  standoff  distance.  This  is 
an  example  of  how  a  measurement  may  be  optimized  for  contrast 
enhancement.  It  has  been  shown  that  the  frequency  of  operation  and  the 
standoff  distance  may  be  tuned  to  increase  measurement  sensitivity 
including  sensitivity  to  the  presence  of  a  defect. 


Fig.  5:  A  plan  view  of  an  amplitude  scan  of  the  composite  shown  in 
Fig.  4  at  a  frequency  of  24  GHz,  [8]. 


Fig.  6:  A  plan  view  of  an  amplitude  scan  of  the  composite  shown  in 
Fig.  4  at  a  frequency  of  24  GHz  and  a  standoff  distance  of  0.5  mm,  [8]. 
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The  third  panel,  shown  in  Fig.  7,  was  made  of  a  25.4  mm  (1")  thick 
glass  reinforced  polymer  composite,  [8].  This  sample  had  an  aluminum 
inclusion  of  6.35  mm  x  6.35  mm  x  0.8  mm  located  at  a  distance  of  12.7 
mm  from  the  surface  of  the  sample.  A  phase  scan  (i.e.  the  voltage  used 
to  generate  the  image  is  related  to  the  phase  of  the  reflection  coefficient 
at  the  waveguide  aperture)  was  performed  at  a  frequency  of  10.5  GHz 
in  a  contact  fashion.  The  scan  covered  an  area  of  85  mm  by  98  mm. 
Fig.  8  shows  the  plan  view  of  this  scan.  The  contrast  is  very  high,  and 
defect  is  clearly  visible. 

As  was  mentioned  earlier,  the  measurement  parameters  (frequency  of 
operation  and  standoff  distance)  may  be  varied  to  optimize  for  a  given 
measurement.  To  demonstrate  this,  two  measurements  were  performed 
in  which  the  standoff  distance  between  the  sensor  and  the  surface  of  the 
sample  was  changed.  In  the  first  measurement  the  sensor  was  pointing 
directly  at  the  defect  (maximum  signal),  and  in  the  second  one  it  was 
pointing  at  a  non-defect  area  (background  or  minimum  signal). 
Subsequently,  the  standoff  distance  was  changed,  and  the  voltage 
proportional  to  the  phase  of  the  effective  reflection  coefficient  at  the 
aperture  of  the  waveguide  was  recorded  (Fig.  9).  The  results  show  that 
operating  at  a  standoff  distance  of  0  mm  (in  contact  )  and  at  this 
frequency  (10.5  GHz)  the  difference  between  the  signals  due  to 
defective  and  non  defective  areas  is  maximum.  On  the  other  hand,  if  a 
standoff  distance  of  around  5  mm  or  13  mm  is  used,  there  will  be  no 
distinction  between  these  two  areas  of  the  panel.  Another  observation  is 
that,  operating  at  a  standoff  distance  of  between  5  mm  to  13  mm  the 
contrast  in  the  image  is  reversed.  Also,  operating  in  the  range  where  the 
phase  variation  as  a  function  of  the  standoff  distance  is  almost  constant 
(7-10  mm)  is  important  from  a  practical  point  of  view  since  slight 
changes  in  the  standoff  distance  do  not  influence  the  outcome 
significantly.  To  illustrate  these  observations,  a  phase  scan  of  this 
sample  at  a  standoff  distance  of  9  mm  was  produced.  Fig.  10  shows 
that  the  contrast  is  reduced  (i.e.  the  dynamic  range  is  less)  and  reversed 
(compared  to  the  results  of  Fig.  8).  However,  at  this  standoff  distance, 
the  fiber  bundle  orientation  seems  to  be  more  visible  than  that  of  Fig.  8. 
This  is  another  indication  of  the  sensitivity  of  the  standoff  distance  to 
different  sample  characteristics  (e.g.  small  thickness  variation). 


152 


Fig.  7:  Geometry  of  a  thick  composite  panel  with  an  aluminum 
inclusion  embedded  at  the  center  of  the  panel,  [8]. 
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Fig.  8:  An  in-contact  intensity  level  phase  scan  of  the  composite  shown 
in  Fig.  7  at  a  frequency  of  10.5  GHz,  [8]. 


Without 

Defect 


Fig.  9:  The  voltage  (related  to  the  phase)  with  and  without  a  defect  as  i 
function  of  the  standoff  distance,  [8]. 


Fig.  10;  A  intensity  level  phase  scan  of  the  composite  shown  in  Fig.  7 
at  a  standoff  distance  of  9  mm  and  a  frequency  of  10.5  GHz,  [8]. 
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NEAR-FIELD  IMAGING  OF  THICK  SANDWICH  COMPOSITES 


Two  thick  sandwich  composite  samples  (foam  and  honeycomb)  were 
specially  prepared  for  this  study  [9].  Each  sample  was  made  of 
fiberglass  epoxy  laminate  skin  and  core  material  (foam  or  honeycomb), 
backed  by  a  conducting  sheet  as  shown  in  Fig.  1 1 .  Special  defects 
including  two  delaminations  between  sample  layers  and  an  impact 
damage  to  the  sample  surface  were  created  in  the  samples  during  the 
sample  production.  Two  76.2  mm  (3")  diameter  pieces  of  0. 127  mm  (5 
mil)-thick  mylar  were  used  to  simulate  delaminations.  The  edges  of  the 
mylar  circles  were  held  together  with  a  mylar  tape  (approximately  0.076 
mm  (3  mils)  thick),  so  that  the  edges  of  the  disbond  are  thicker.  A  skin 
delamination  (defect  2)  was  produced  as  described  and  was  placed 
between  the  skin  and  the  core.  Defect  3  was  a  disbond  placed  between 
the  core  and  the  conducting  sheet.  Defect  1  was  a  surface  impact 
damage,  created  after  cure,  from  a  5  kg  (1 1  lb.)  steel  ball  dropped  on  the 
sample  with  a  67.8  J  (50  ft-lb.)  energy. 


Fiberglass  Epoxy 
Laminate 


\ 


Core 


(Plan  View) 


(Side  View) 


Fig.  11:  Sketch  of  the  sandwich  composite  sample  showing  its 
structural  components  as  well  as  induced  defect  locations,  (a)  plan  view; 
(b)  side  view.  The  thickness  of  the  laminate  skin  is  2.54  mm  (0.1")  and 
the  core  thickness  is  45  mm  (1.77");  the  area  of  the  sample  is  609.6  mm 
by  609.6  mm  (24"  by  24"),  [9]. 
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Upon  optimization  of  the  standoff  distance  and  the  operating  frequency 
the  following  images  were  produced  [9].  The  image  of  the  skin 
delamination  in  the  foam  composite  is  shown  in  Fig.  12  at  a  frequency 
of  12.0  GHz  and  at  a  standoff  distance  of  1.5  mm.  The  contour  plot 
clearly  shows  the  defect  and  the  raised  ridges.  The  raised  areas  are  the 
spots  near  the  left  and  right  edges  of  the  image.  They  are  immediately 
followed  by  a  spot  caused  by  a  depression  in  the  surface.  In  the  center 
of  the  image,  a  circular  shape  is  readily  apparent  indicative  of  the 
circular  nature  of  the  delamination.  This  image  may  be  understood 
taking  into  account  the  sample  preparation  procedure  as  described 
earlier.  According  to  this  procedure  the  edges  of  the  mylar  disks  are 
thicker  because  of  the  tape  used  to  hold  them  together.  Fig.  13  shows 
the  skin  delamination  for  the  foam  sample  for  a  frequency  of  24  GHz 
using  a  1  mm-thick  plexiglass  sheet  to  set  the  standoff  distance.  The 
scanning  area  in  this  case  was  154  mm  x  150  mm.  Fig.  13  clearly 
shows  that  the  area  outside  delamination  is  different,  quite  uniform  and 
seems  to  indicate  the  skin  fiber  bundles  and  their  orientation.  The  image 
possesses  much  better  spatial  resolution  than  the  previous  one  (Fig.  12) 
which  is  due  to  the  higher  operating  frequency  ( 24  GHz  compared  to 
12  GHz). 

The  results  of  a  scan  of  defect  3  of  the  honeycomb  sample  at  9.1  GHz 
and  at  a  17  mm  standoff  distance  shows  a  circular  patch  in  the  center  of 
the  scan  (Fig.  14)  approximately  the  size  of  the  expected  delamination, 
[9].  Although  Fig.  14  presents  a  clear  picture  of  the  delamination,  it 
also  contains  an  unexplained  anomaly.  The  spot  located  in  the  lower 
right  corner  of  the  image  is  curious.  Upon  sample  examination,  a 
surface  feature  that  might  produce  this  signal  was  not  found.  It  is 
hypothesized  that  the  adhesive  used  to  hold  the  sample  layers  together 
may  have  dripped  down  into  the  honeycomb  pockets  of  the  core  prior  to 
cure  and  hardened  there. 

NEAR-FIELD  INSPECTION  OF  IMPACT  DAMAGE/FATIGUE 

The  useful  life  of  a  glass  fiber/epoxy  composite  subjected  to  impact 
fatigue  loading  is  an  important  issue  in  the  future  design  of  numerous 
industrial  components.  Lifetime  predictions  have  been  a  problem 
particularly  due  to  the  difficulties  encountered  in  monitoring  damage 
accumulation  in  composites.  It  is  hypothesized  that  there  is  a  build  up 
of  micro  damage,  such  as  matrix  micro-cracks  and  micro-delaminations, 
even  though  there  is  no  apparent  change  in  material  compliance.  A 
critical  level  is  finally  reached  at  which  time  the  properties  of  the 
composite  begin  to  fall  and  compliance  change  is  evident,  [10]. 
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Fig.  12:  The  contour  plot  of  the  scan  of  the  skin  delamination  (defect  2) 
for  the  foam  sample  at  12  GHz  and  1.5  mm  standoff  distance.  The 
contour  plot  dimensions  are  in  mm,  [9]. 


Fig.  13:  The  contour  plot  of  the  scan  of  the  skin  delamination  (defect  2) 
for  the  foam  sample  at  24  GHz  using  a  1  mm-thick  plexiglass  sheet. 
The  contour  plot  dimensions  are  in  mm,  [9]. 
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Fig.  14:  The  contour  plot  of  the  scan  of  the  defect  3  for  the  honeycomb 
sample  at  9.1  GHz  and  17  mm  standoff  distance.  The  contour  plot 
dimensions  are  in  mm,  [9]. 

As  fiber  reinforced  composite  materials  mature  as  a  technology  and 
become  more  commonplace  in  our  society  they  are  being  considered  for 
an  ever  increasing  number  and  variety  of  applications.  The  carefully 
monitored  operating  environments  of  the  high  technology  industries 
which  have  constituted  the  bulk  of  the  composite  structural  applications 
^e  becoming  less  common  as  composite  materials  technology  moves 
into  the  arena  of  consumer  products,  automotive  and  industrial 
equipment.  In  many  of  these  new  applications  extended  lifetimes  are 
expected  under  conditions  of  repetitive  loading  and  repetitive  impact. 
The  damage  which  results  can  grow  slowly,  as  do  fatigue  flaws,  and 
ultimately  cause  catastrophic  failure.  Predictive  capabilities  do  exist  for 
common  cyclic  loading  such  as  fatigue,  as  well  as  for  the  degradation  of 
the  material  after  sustaining  a  single  impact;  however,  the  mechanisms 
of  repetitive  high  cycle  impact  damage  are  unknown.  In  addition  to 
limited  understanding  of  the  mechanisms  leading  to  damage  initiation 
and  propagation  in  composite  materials,  present  techniques  of  early 
detection  are  few  and  are  often  cumbersome  and  difficult  to  apply  in  a 
service  environment.  Millimeter  wave  nondestructive  investigation 
(NDI)  techniques  possess  certain  advantages  over  the  other  NDI 
approaches  mentioned.  In  particular,  millimeter  wave  NDI  techniques 
are  well  suited  for  inspecting  dielectric  materials  such  as  polymers, 
ceramics  and  composites.  This  is  partially  due  to  the  fact  that  millimeter 
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waves  easily  penetrate  dielectric  materials  and  the  reflected  or 
transmitted  signal  can  be  related  to  the  dielectric  properties  of  the 
material.  Subsequently  physical  and  mechanical  properties  can  be 
determined  based  upon  these  millimeter  wave  signals.  It  is  this  ability  to 
yield  information  relating  to  the  changing  physical  properties  of 
materials  that  makes  the  apphcation  of  millimeter  wave  NDI  to  damage 
detection  in  composites  so  interesting  [10]. 

Thus,  as  part  of  the  inspection  of  the  sandwich  composites,  an  image  of 
the  foam  core  sandwich  impact  damage  (defect  1)  at  24  GHz  is 
presented  in  Fig.  15  [9].  A  3.2  mm-thick  plexiglass  sheet  was  inserted 
in  between  the  sample  and  the  waveguide.  By  keeping  the  waveguide  in 
contact  with  the  surface  of  the  plexiglass,  a  constant  standoff  distance 
was  maintained.  The  strongest  signals  (Fig.  15)  occur  along  the 
warp/weave  crossovers  in  the  fiberglass  epoxy  laminate  indicating 
damage  at  these  locations.  This  may  be  a  result  of  induced  debond 
and/or  porosity  at  these  locations.  When  viewing  the  three  dimensional 
surface  (intensity)  plot  of  the  scan  in  Fig.  15b,  a  spherical  indentation  in 
the  center  can  be  plainly  discerned.  It  is  very  likely  that  this  shape  is  the 
result  of  the  spherical  ball  used  to  create  the  impact. 

To  study  the  effect  of  cyclical  impact  on  composite  materids,  specific 
polymer  reinforced  epoxy  samples  were  subjected  to  cyclical  impact 
fatigue  [10].  The  general  experimental  approach  applied  to  this 
preliminary  set  of  composite  test  specimens  was  to  introduce  cumulative 
damage  by  repetitive  impact.  At  predetermined  intervals  the  specimens 
were  evaluated,  visually  and  by  millimeter  wave  scanning,  for  signs  of 
damage.  The  results  obtained  by  millimeter  wave  NDI  were  comp^ed 
to  the  visual  information  as  well  as  to  the  changes  in  mechanical 
performance  recorded  by  the  impact  fatigue  test  apparatus  [10]. 

Out-of-plane  impact  fatigue  test  specimens  were  molded  in  a  disk 
geometry  of  63.5  mm  diameter  and  3.2  mm  thickness.  These  composite 
specimens  were  made  up  of  either  4  or  8  layers  of  10  oz  satin  weave 
fiberglass  fabric  in  an  Epon  813  epoxy  resin  matrix.  The  plies  were 
stacked  in  a  mid-plane  symmetric,  quasi-isotropic  fashion  with  a  fiber 
volume  fraction  of  approximately  20%  for  the  4  ply  and  40%  for  the  8 
ply  specimens.  Cure  was  performed  at  room  temperature  and  care  was 
taken  during  mold  filling  to  minimize  the  inclusion  of  air.  Finally, 
specimens  were  carefully  ground  and  polished  to  a  thickness  of 
approximately  2.5  mm  to  ensure  flat  and  parallel  surfaces  for  optimal 
millimeter  wave  NDI  sensitivity,  [10]. 
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Fig.  15a:  The  contour  plot  of  the  scan  of  the  impact  damage  (defect  1) 
for  the  foam  sample  at  24  GHz  using  a  3.2  mm-thick  plexiglass  sheet. 
The  contour  plot  dimensions  are  in  mm,  [9]. 
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Fig.  15b:  The  surface  plot  of  the  scan  of  the  impact  damage  (defect  1) 
for  the  foam  sample  at  24  GHz  using  a  3.2  mm-thick  plexiglass  sheet. 
The  surface  plot  amplitude  is  in  Volts,  [9]. 
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Impact  fatigue  testing  involves  impacting  a  single  specimen  a  large 
number  of  times  while  measuring  the  resulting  load  degradation.  The 
lack  of  a  standai'dized  test  capable  of  rapid,  high  cycle  irnpact  fatigue 
made  it  necessary  to  design  and  fabricate  custom  test  equipment.  The 
test  apparatus  developed  here  uses  an  electrically  driven  ram  that  impacts 
a  stationary  disk  shaped  specimen  which  is  clamped  in  a  rigid 
framework.  A  dynamic  load  cell  capable  of  measuring  an  impact  load  of 
up  to  22.25  kN  is  attached  to  the  moving  ram  and  the  12.7  mm  diameter 
ball  indenter  is  attached  to  the  load  cell  [10].  The  resulting  out-of-plane 
impact  information  is  recorded  using  computer  data  acquisition  at  a 
sampling  rate  of  45  kHz.  The  number  of  impacts,  number  of  impact 
pulses  recorded,  peak  impact  load  and  the  shape  of  the  impact  pulse  are 
recorded  for  further  analysis.  The  test  apparatus  was  designed  to 
generate  impact  pulses  comparable  to  impact  events  resulting  from  drop 
weight  test  procedures;  however,  1  million  impacts  can  be  generated  in  a 
24  hour  period.  The  specimens  were  impacted  at  a  fixed  load  for  a 
predetermined  number  of  cycles.  After  each  set  of  cycles  is  introduced 
the  specimen  is  removed  from  the  impact  fatigue  machine  and  is 
transferred  to  the  millimeter  wave  test  apparatus.  Millirneter  wave 
measurements  were  recorded  and  the  specimen  was  once  again  mounted 
in  the  impact  fatigue  tester  and  the  test  cycle  repeated.  These  cycles  of 
impact  fatigue  damage  and  millimeter  wave  measurement  were 
continued  until  significant  visible  damage  could  be  observed  and  the 
lifetime  history  damage  indicates  an  increase  in  compliance. 

A  one-sided  reflection  type  measurement  system  at  34.8  GHz  using  an 
open-ended  rectangular  waveguide  sensor  was  utilized  to  produce  the 
images  presented  here  [10].  The  millimeter  wave  apparatus  was  similar 
to  a  single  coupler  reflectometer.  Once  the  millimeter  wave  frequency 
and  waveguide  standoff  distance  were  optimized  the  system  gave 
excellent  images  of  the  damage  region.  Fig.  16a  shows  a  typical 
millimeter  wave  surface  map  of  the  central  region  of  an  8-ply  composite 
disk  after  3000  impact  cycles  at  a  nominal  load  of  0.70  kN.  The 
primary  damage  region  can  be  readily  observed  near  the  center  of  the 
map.  It  is  seen  that  the  region  of  damage  is  not  circular  as  might  be 
expected  in  an  isotropic  specimen,  but  actually  shows  accelerated 
damage  propagation  along  the  fiber  bundles.  The  regularly  repeating 
vertical  features  on  the  surface  map  correspond  to  the  fiber  bundles  in 
the  composite.  Thus,  this  central  zone  of  the  millimeter  wave  damage 
map  shows,  by  changing  intensity  of  reflected  signal  related  to  changing 
density,  the  presence  of  delamination  damage  [10]. 

The  same  8-ply  glass  fiber  reinforced  disk  is  shown,  after  4000  cycles, 
in  Fig.  16b.  In  this  case  the  cential  damage  zone  has  grown  noticeably 
and  increased  damage  is  apparent  across  the  map.  Visual  investigation 
of  the  specimen  shows  significant  damage  growth  between  3000  and 
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4000  cycles,  with  concentric  rings  of  cracking  and  the  development  of  a 
damage  cone  by  4000  cycles.  These  visual  observations  match  well 
with  ^e  results  of  the  scanning  millimeter  wave  NDI  [10]. 

To  obtain  a  preliminary  indication  of  the  sensitivity  of  scanning 
millimeter  wave  NDI  to  low  damage  levels,  a  4-ply  disk  was  impacted  at 
a  lower  load  of  0.53  kN  for  only  500  cycles.  No  visible  delamination 
damage  or  interply  cracking  was  noticeable;  however,  as  seen  in  Fig. 
16c,  the  scanning  millimeter  wave  technique  clearly  shows  a  signal  at 
the  warp/weave  crossovers  of  the  fiberglass  fabric.  This  millimeter 
wave  damage  map  seems  to  be  indicative  of  the  presence  of  either 
damage  induced  debond  initiation  or  at  least  some  form  of  porosity  at 
these  positions  in  the  weave.  More  detailed  investigation  will  be 
necessary  to  quantify  this  feature  and  determine  the  form  of 
microstructural  inhomogeneity  that  results  in  this  millimeter  wave  signal 
[10]. 

The  results  from  this  preliminary  investigation  indicate  that  millimeter 
wave  NDI  techniques  can  yield  information  related  to  the  initiation  and 
growth  of  damage  in  fiber  reinforced  composite  materials.  The  maps  of 
the  changing  dielectric  constant  show  that  damage  is  initiating  near  the 
point  of  indentation  and  growing  radially  outward  as  visually  observed. 
The  increasing  severity  of  damage  and  the  enlargening  of  the  damage 
zone  are  seen  in  the  millimeter  wave  maps  of  Figs.  16a-b  as  sequential 
results  are  obtained.  It  is  interesting  to  realize  from  this  preliminary  data 
that  the  millimeter  wave  data  indicates  the  initiation  of  damage  prior  to 
visual  recognition.  In  addition,  in  each  test  set  the  region  of  damage 
indicated  by  the  millimeter  wave  technique  seems  larger  than  that 
visually  observed.  While  this  may  be  related  to  the  waveguide  size  and 
the  averaging  of  damaged  and  undamaged  regions  at  the  boundary  of  the 
waveguide,  the  indication  is  that  some  level  of  damage  is  being 
discerned  by  millimeter  wave  NDI  which  is  not  visible,  [10]. 

References  [12-34],  which  give  information  about  microwave  imaging 
in  general  and  several  of  its  specific  aspects,  are  provided  for  the 
interested  reader. 
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Fig.  16b:  Scanning  millimeter  wave  surface  map  showing  damage  after 
4000  impact  cycles,  [10]. 


Fig.  16c:  Scanning  millimeter  wave  surface  map  showing  damage  after 
500  impact  cycles,  [10]. 
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SUMMARY 

The  ability  of  microwaves  to  penetrate  inside  dielectric  materials  makes 
microwave  NDT&E  techniques  very  suitable  for  interrogating  structures 
made  of  thick  glass  reinforced  polymer  composites.  Experimental 
results  obtained  from  scanning  several  thick  composite  samples  with 
voids  and  embedded  defects  were  presented.  Images  of  these 
composites  were  created  using  a  measured  voltage  which  is  related  to 
the  phase  or  magnitude  of  the  effective  reflection  coefficient  at  the 
aperture  of  the  rectangular  waveguide  sensor.  The  defects  were  detected 
and  located  without  any  signal  processing  at  relatively  low  microwave 
frequencies.  The  influence  of  the  standoff  distance  on  the  detection 
sensitivity  was  shown  to  be  significant.  Hence,  a  fundamentally  sound 
understanding  of  the  interaction  of  microwaves  with  stratified  dielectric 
composites  is  very  important  in  order  to  increase  measurement 
sensitivity  to  the  parameters  of  interest.  To  enhance  the  contrast 
(detection)  in  the  image,  without  operating  at  very  high  frequencies,  the 
standoff  distance  can  be  varied.  In  the  case  of  the  detection  of  flat 
bottom  holes,  microwaves  produced  significantly  better  results 
compared  to  some  other  NDE  methods  and  the  presence  of  a  large  area 
masking  disbond  did  not  interfere  with  the  microwave  measurements 
which  were  tuned  to  detect  the  holes.  Generally,  detection  of  many 
different  types  of  defects  (including  disbonds)  are  also  possible  with 
microwave  techniques.  The  results  indicate  the  potential  of  utilizing 
microwave  techniques  in  the  on-line  inspection  of  thick  composite 
structures. 

Microwave  nondestructive  testing  techniques  were  utilized  to  inspect 
thick  sandwich  composites  consisting  of  fiberglass  epoxy  laminates, 
foam  and  honeycomb  constituents.  Several  different  defects  were 
embedded  in  these  samples  during  their  production.  Each  technique 
relies  on  the  measurernent  of  the  reflected  microwave  energy  from  the 
composite  samples  using  an  open-ended  rectangular  waveguide  as  the 
inspection  probe.  The  experiments  were  conducted  at  different 
frequencies  and  standoff  distances  based  on  the  results  of  measurement 
parameter  optimization  conducted  for  each  separate  defect.  The  results 
of  these  measurements  (presented  in  image  formats)  provide  impressive 
detailed  information  about  each  defect  such  as  the  raised  edges 
^sociat^  with  the  manufacturing  of  the  delaminations,  the  shape  of  the 
indentations  caused  by  the  impact  fatigue  defects  and  surface  skin  fiber 
bundle  orientations.  As  expected,  higher  frequencies  provided  better 
spatial/ lateral  resolutions.  T^e  importance  of  optimizations  as  it  pertains 
to  successful  defect  detection  and  characterization  was  demonstrated 
both  experimentally  and  theoretically.  The  results  of  this  study  clearly 
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demonstrate  the  potential  of  microwaves  as  nondestructive  tools  for 
inspecting  thick  composite  sandwich  structures. 

Preliminary  investigations  of  the  initiation  and  propagation  of  damage  in 
reinforced  composite  materials  have  been  performed  using  the 
combination  of  impact  fatigue  testing  and  millimeter  wave  imaging.  The 
results  are  extremely  promising  as  the  millimeter  wave  images  closely 
match  the  growing  damage  noted  visually  by  an  increased  opacity  of  the 
glass  fiber  reinforced  epoxy  test  specimens.  Prior  to  the  initiation  of 
visible  damage  the  scanning  millimeter  wave  technique  was  able  to 
detect  a  small  region,  at  the  point  of  impact,  which  showed  changing 
dielectric  properties  and  was  clearly  related  to  the  morphology  of  the 
specific  composite  specimen.  While  this  technique  has  yet  to  be 
calibrated  to  generate  quantitative  information  as  to  the  details  of  the 
degree  of  damage,  the  form  and  the  depth,  it  is  already  apparent  that  the 
technique  is  capable  of  detecting  extremely  low  levels  of  damage  and 
has  great  potential  for  investigations  of  damage  initiation  and  growth. 
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CHAPTER  6 


CONCLUDING  REMARKS  AND  THE  FUTURE  OF  MICROWAVE 

NDT&E 

The  primary  objective  of  this  report  has  been  to  introduce  the  reader  to 
microvyave  and  millimeter  wave  NDT&E  methods.  Clearly,  it  is 
impossible  to  cover  the  details  of  these  methods  and  their  applications  in 
tiieir  entireties  in  a  relatively  short  report  such  as  this.  In  addition,  to 
include  the  results  of  all  of  the  investigations  that  may  fall  under  the 
category  of  microwave  and  millimeter  wave  NDE  is  also  not  been 
possible.  However,  the  authors  have  attempted  to  include  as  many 
possible  references  which  may  be  useful  to  the  reader.  The  detailed 
research  results  presented  in  this  report  have  been  the  results  of  the  most 
recent  research  activities  in  these  areas.  Therefore,  the  collaborative 
works  of  the  authors  have  figured  significantly  in  this  report. 

From  the  relatively  brief  collection  of  research  results  presented  here,  it 
is  clear  that  microwave  and  millimeter  wave  NDE  is  here  to  stay.  The 
diverse  realm  of  applications  coupled  with  the  specific  features  outlined 
in  Chapter  1  give  credence  to  this  claim.  Additionally,  the  following 
reasons  are  believed  to  significantly  impact  the  future  growth, 
applications,  utility  and  the  general  acceptance  of  microwave  NDE 
methods : 

-  The  limitations  associated  with  the  more  established  NDE 
methods  require  a  fresh  look  into  the  applicability  of  other  so- 
called  less  established  techniques  of  which  microwave 
methods  are  the  top  of  this  list  Thus,  microwave  NDE 
applications  are  no  longer  just  a  passing  interest  in  the  minds 
of  those  in  the  NDE  community,  particularly  the  practitioners 
of  NDE. 

-  The  advent  Md  increasing  use  of  dielectric  composite 
structures  will  contribute  to  more  wide  spread  use  of 
niicrowave  NDE  techniques  more  than  any  other  factor.  This 
is  an  area  which  microwave  and  millimeter  wave  NDE  will 
impact  significantly. 


The  issue  of  curing  and  cure  state,  which  is  a  basic  concern  in 
composite  production,  will  be  addressed  by  microwave  NDE 
methods  more  vigorously  in  the  near  future.  Application  of 
these  techniques  to  monitoring  the  state  of  cure  in  a  variety  of 
materials  will  be  a  major  contribution  of  microwave  methods. 

Those  interested  in  finding  alternative  solutions  to  the  problem 
of  detecting  and  evaluating  impact  damage  in  dielectric  and 
graphite  epoxy  composites  will  significantly  benefit  from  the 
applications  of  microwave  NDE  methods. 

The  novelty  of  these  techniques  compared  to  the  more 
established  NDE  methods  will  serve  as  a  starting  point  leading 
to  more  prominence. 

Recent  appUcations  of  microwave  methods,  the  development 
of  testing  prototypes  and  laboratory  prototypes  have 
demonstrated  that  some  myths  about  the  cost,  design 
complexity,  resolution,  operator  unfriendliness,  radiation 
hazard  and  the  need  for  extensive  signal  processing  are 
unfounded.  The  more  these  myths  are  shown  to  be  untrue,  the 
more  doors  will  be  opened  for  microwave  NDE  applications. 

Recent  renewed  vigor  on  the  part  of  several  investigators  in 
research  and  development  of  microwave  NDE  methods  and 
systems  will  keep  their  applications  on  the  current  NDE  scene. 

The  funding  issue  should  also  be  addressed  here.  The  so- 
called  standard  NDE  methods  have  enjoyed  many  years  of 
sustained  funding  to  bring  them  to  the  level  they  are  at  now. 
Furthermore,  there  have  been,  by  far,  many  more  investigators 
who  have  contributed  to  the  advancement  of  these  standard 
techniques  over  the  years.  The  same  cannot  be  said  for 
microwave  and  millimeter  wave  methods.  Neither  has  there 
been  a  sustained  and  substantial  level  of  funding,  nor  have 
there  been  many  investigators  working  in  these  areas.  Both  of 
these  are  changing  and  these  methods  have  experienced, 
compared  to  the  decades,  an  increase  in  the  level  of 
activities  and  funding.  However,  it  must  be  noted  that  this 
overall  increase  is  no  where  near  the  level  to  bring  microwave 
NDE  methods  to  the  current  levels  of  the  more  established 
NDE.  Considering  all  of  this,  we  believe  that  in  the  past  few 
years  some  significant  improvements  have  been  made. 

Industrial  funding  for  microwave  inspection  system 
developments  may  also  increase  in  the  next  few  years.  The 
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Europeans  have  been  more  willing  to  invest  in  funds  and 
efforts  in  this  area  and  are  already  reaping  its  benefits. 

-  One  of  the  most  important  factors  that  has  kept  microwave 
methods  in  the  back  pages  of  NDE  applications  is  the  lack,  and 
in  some  cases  the  nonexistence,  of  available  off-the-shelf 
microwave  testing  systems.  However,  this  is  changing  and 
we  envision  more  rapid  changes  in  the  near  future.  There  are 
several  reasons  for  this  including  the  increased  expansion  of 
sohd  state  technology  into  higher  frequencies  which  provides 
for  smaller  and  more  cost  effective  microwave  sources  and 
components. 

-  As  microwave  NDE  methods  become  more  and  more 
prominent,  there  will  need  to  be  some  standardization  of  these 
methods.  The  American  Society  for  Nondestructive  Testing 
(ASNT),  could  be  very  instrumental  in  this  aspect. 

-  Sensor  fusion  will  bring  microwave  sensors  along  side  of 
other  sensors. 

-  Since  peace  h^  broken  out,  many  organizations  previously 
working  on  military  projects  must  redirect  their  efforts  and 
must  find  new  markets  for  their  products  and  expertise.  Many 
of  these  organizations  are  very  familiar  with  microwave 
technology  (radars,  etc.).  Hence,  there  may  be  increased 
commercial  and  industrial  activities  toward  microwave  NDE 
by  these  organizations. 

The  authors  hope  that,  if  nothing  else,  this  report  has  addressed  some  of 
the  more  important  practical  issues  associated  with  microwave  and 
millimeter  wave  NDE.  Future  will  show  whether  or  not  the  above 
predictions  will  take  place.  Nevertheless,  looking  back  to  the  last  few 
years,  one  has  every  reason  to  be  optimistic  and  enthusiastic  about  the 
future  of  microwave  NDE. 


